Columbia
Analytical
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Services

An Employee - Owned Company

November 15, 2007

Mr. Anand Helekar
TRC

21 Technology Drive
Irvine, CA 92618

RE: P2703043
WDI

Dear Mr. Helekar:

Enclosed are the results of the sample(s) submitted to our laboratory on October 1, 2007. For your
reference, these analyses have been assigned our service request number P2703043.

All analyses were performed in accordance with our laboratory’s quality assurance program. Results are
intended to be considered in their entirety and apply only to the samples analyzed and reported herein.
Your report contains (57 pages.

Columbia Analytical Services, Inc. is certified by the California Department of Health Services, NELAP
Laboratory Certificate No. 02115CA; Arizona Department of Health Services, Certificate No. AZ0694;
Florida Department of Health, NELAP Certification E871020; New Jersey Department of Environmental
Protection, NELAP Laboratory Certification ID #CA009; New York State Department of Health,
NELAP NY Lab ID No: 11221; Oregon Environmental Laboratory Accreditation Program, NELAP ID:
CA20007; The American Industrial Hygiene Association, Laboratory #101661; Department of the Navy
(NFESC); Pennsylvania Registration No. 68-03307. Each of the certifications listed above have an
explicit Scope of Accreditation that applies to specific matrices/methods/analytes; therefore, please
contact me for information corresponding to a particular certification.

If you have any questions, please call me at (805) 526-7161.
Respectfully submitted,

Columbia Analytical Services, Inc.

Kate Aguilera
Project Manager
Page
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2655 Park Center Drive, Suite A

Columbia
Analytical
Services"

Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax

An Employee - Owned Company

LABORATORY REPORT
Client: TRC Date of Report: 11/15/07
Address: 21 Technology Drive Date Received: 10/01/07
Irvine, CA 92618 CAS Project No: P2703043
Contact: Mr. Anand Helekar Purchase Order: IRV-804336

Client Project ID: WDI

Thirteen (13) Stainless Steel Summa Canisters labeled:

“WDI-VW30-S-9-26-07  “WDI-VW30-I-9-26-07"  “WDI-VW30-D-9-26-07" “WDI-VW51-8-9-26-07”
“WDI-VW51-1-9-26-07"  “WDI-VW51-D-9-26-07" “WDI-VW51-DAC-9-26-07” “WDI-VW34-5-9-26-07"
“WDI-VW34-1-9-26-07"  “WDI-VW34-D-9-26-07" “WDI-VW42-5-9-26-07" “WDI-VW42-D-9-26-07”
“WDI-VW42-AMB-9-26-07" ‘

The samples were received at the laboratory under chain of custody on October 1, 2007. The samples
were received intact. Please refer to the sample acceptance check form for additional information. The
results reported herein are applicable only to the condition of the samples at the time that they were
received at the laboratory.

Methane and Total Gaseous Non-Methane Organics as Methane Analysis

Nine of the samples were analyzed for methane and all of the samples were analyzed for total gaseous
non-methane organics as methane according to modified EPA Method 25C. The analyses included a
single sample injection (method modification) analyzed by gas chromatography using flame ionization
detection/total combustion analysis.

Fixed Gases Analysis

All of the samples were analyzed for fixed gases (hydrogen, oxygen/argon, nitrogen, carbon monoxide,
and carbon dioxide) and four of the samples were also analyzed for methane according to modified EPA
Method 3C (single injection) using a gas chromatograph equipped with a thermal conductivity detector
(TCD).

Reviewed and Approved Rev1ewed and Approved
L (& % 3
o~ . ;\ww. T I A
Wade Henton Chris Parnell
GC-VOA Team Leader GCMS-VOA Team Leader 2
Air Quality Laboratory Air Quality Laboratory
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Columbia
o o Analytical
2655 Park Center Drive, Suite A Simi Valley, California 93065 (805) 526-7161 (805) 526-7270 fax Services"e

An Employee - Owned Company

CAS Project No: P2703043

Volatile Organic Compound Analysis

The samples were also analyzed by combined gas chromatography/mass spectrometry (GC/MS) for
volatile organic compounds. The analyses were performed according to the methodology outlined in
EPA Method TO-15. However, the method was modified to include pressurization with helium. The
analyses were performed by gas chromatography/mass spectrometry, utilizing a direct cryogenic trapping
technique. The analytical systems used were comprised of two Agilent Model 5973inert GC/MS/DS each
interfaced to a Tekmar AutoCan Elite whole air inlet system/cryogenic concentrator. A 100%
Dimethylpolysiloxane capillary column (RTx-1, Restek Corporation, Bellefonte, PA) was used to achieve
chromatographic separation.

The percent difference CCV report includes both positive and negative percent difference calculations,
where positive percent differences correspond to biased low results and negative percent differences to
biased high results.

On October 5 and October 6, 2007, acetone was biased high on the CRQL on the instrument labeled
MS9.

On October 8 and October 9, 2007, acetone was biased high on the CRQL on the instrument labeled
MSS.

The results of analyses are given in the attached data package. All results are intended to be considered in
their entirety, and Columbia Analytical Services, Inc. (CAS) is not responsible for utilization of less than
the complete report.

3
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:
Analyst:
Sampling Media:
Test Notes:
Container ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW30-S-9-26-07
WDI

EPA Method 25C Modified
HP5890I/GC1/FID/TCA
Wade Henton

SC00938

RESULTS OF ANALYSIS
Page 1 of 1

CAS Project ID: P2703043

CAS Sample ID: P2703043-001

Date Collected: 9/26/07
Date Received: 10/1/07
Date Analyzed: 10/9/07
Volume(s) Analyzed: 0.50 ml

Pil= -32 Pf1= 35
D.F. =158
Resuit MRL Data
CAS# Compound Qualifier
ppmV ppmV
74-82-8 Methane 3.2 0.79
Total Gaseous Nonmethane Organics (TGNMO) as Methane 1.6 1.6

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE1 -Sample

Verified By:

Ciued

Date: @ lailon




Client:

Client Sample ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW30-1-9-26-07

Client Project ID: WDI

Test Code:
Instrument ID:

Analyst:

Sampling Media:
Test Notes:

EPA Method 25C Modified
HP5890II/GC1/FID/TCA
Wade Henton

Summa Canister

RESULTS OF ANALYSIS
Page 1 of 1

CAS Project ID: P2703043
CAS Sample ID: P2703043-002

Date Collected: 9/26/07

Date Received: 10/1/07

Date Analyzed: 10/9/07
Volume(s) Analyzed: 0.50 ml

Container ID: SC00425
Pil= -2.6 Pf1= 35
D.F.=1.50

Result MRL Data

CAS# Compound Qualifier
ppmV ppmV

74-82-8 Methane ND 0.75

Total Gaseous Nonmethane Organics (TGNMO) as Methane 3.6 1.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE1 -Sample (2)

Verified By:

Weard Date: toizior 5




Client:

Client Sample ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW30-D-9-26-07

Client Project ID: WDI

Test Code:
Instrument ID:

Analyst:

Sampling Media:
Test Notes:

EPA Method 25C Modified
HP5890II/GC1/FID/TCA
Wade Henton

Summa Canister

RESULTS OF ANALYSIS
Page 1 of 1

CAS Project ID: P2703043
CAS Sample ID: P2703043-003

Date Collected: 9/26/07
Date Received: 10/1/07
Date Analyzed: 10/9/07

Volume(s) Analyzed: 0.50 ml

Container ID: SC00100
Pil= 04 Pf1= 37
D.F.=122

Result MRL Data

CAS# Compound Qualifier
ppmV ppmV

74-82-8 Methane ND 0.61

Total Gaseous Nonmethane Organics (TGNMO) as Methane 12 1.2

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE! -Sample (3)

Verified By:

Wkt Date: (e {zdon




COLUMBIA ANALYTICAL SERVICES, INC.

Client: TRC
Client Sample ID: WDI-VW51-S-9-26-07
Client Project ID: WDI

RESULTS OF ANALYSIS
Page 1 of 1

CAS Project ID: P2703043
CAS Sample ID: P2703043-004

Test Code: EPA Method 25C Modified Date Collected: 9/26/07

Instrument ID: HP5890I/GC1/FID/TCA Date Received: 10/1/07

Analyst: Wade Henton Date Analyzed: 10/9/07

Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml

Test Notes:

Container ID: SC00317
Pit= -24 Pf1= 35

D.F. = 148
Resuit MRL Data
CAS # Compound Qualifier
ppmV ppmV
Total Gaseous Nonmethane Organics (TGNMO) as Methane 4.4 1.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG RE1 -Sample (4)

Verified By:

Laart Date: _tolzilon 7




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client: TRC
Client Sample ID: WDI-VW51-1-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-005
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instrument ID: HP58901I/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00651
Pil= 31 Pfl1= 3.6
D.F.=1.58
Result MRL Data
CAS # Compound Qualifier
ppmV ppmV
Total Gaseous Nonmethane Organics (TGNMO) as Methane 650 1.6

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.REI -Sample (5)

Verified By: Gt Date:_\olziloy 8




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC

Client Sample ID:  WDI-VW51-D-9-26-07 CAS Project ID: P2703043

Client Project ID: WDI CAS Sample ID: P2703043-006

Test Code: EPA Method 25C Modified Date Collected: 9/26/07

Instrument ID: HP58901/GC1/FID/TCA Date Received: 10/1/07

Analyst: Wade Henton Date Analyzed: 10/9/07

Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml

Test Notes:

Container ID: SC00105
Pil= -26 Pfl1= 35

DF. =150
Result MRL Data
CAS # Compound Qualifier
ppmV ppmV
Total Gaseous Nonmethane Organics (TGNMO) as Methane 94 1.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG RE1 -Sample (6)

Verified By:

Cnd

Date: (olatie




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC
Client Sample ID: WDI-VW51-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-006DUP
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instroment ID: HP5890II/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00105
Pil= -26 Pf1= 35
D.F.=1.50
Resuit MRL Data
CAS# Compound Qualifier
ppmV ppmV
| Total Gaseous Nonmethane Organics (TGNMO) as Methane 95 1.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE1 -Dup (6)

Verified By:

Lot

Date: \@l3i|on
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC

Client Sample ID:  WDI-VW51-DAC-9-26-07 CAS Project ID: P2703043

Client Project ID: WDI CAS Sample ID: P2703043-007

Test Code: EPA Method 25C Modified Date Collected: 9/26/07

Instrument ID: HP58901I/GC1/FID/TCA Date Received: 10/1/07

Analyst: Wade Henton Date Analyzed: 10/9/07

Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml

Test Notes:

Container ID: SC00420
Pil= -25 Pf1= 3.5

D.F. =149
Result MRL Data
CAS # Compound Qualifier

ppmV ppmV

| Total Gaseous Nonmethane Organics (TGNMO) as Methane 90 1.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Ilily &

03043SVG.RE1 -Sample (7)

Verified By:

ot

Date: tolaile
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client: TRC
Client Sample ID: WDI-VW34-S-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-008
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instrument ID: HP5890I/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00305
Pil= -36 Pf1= 3.6
D.F.= 1.65
Result MRL Data
CAS # Compound Qualifier
ppmV ppmV
74-82-8 Methane 130 0.83
Total Gaseous Nonmethane Organics (TGNMO) as Methane ND 1.7

ND = Compound was analyzed for, but not detected above thelaboratery reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: Yo Date:_(ol=iloy 1 2

03043SVG.RE! -Sample (8)



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: WDI-VW34-]-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-009
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instrument 1D: HP5890I/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00746
Pil= -38 Pf1= 3.6
D.F.=1.68
Result MRL Data
CAS # Compound Qualifier
_ppmVY ppmV
74-82-8 Methane 1.8 0.84
Total Gaseous Nonmethane Organics (TGNMO) as Methane ND 1.7

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: v Date: {olzifo 1 3

03043SVG.RE1 -Sample (9)



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: WDI-VW34-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-010
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instrument ID: HP5890II/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00573
Pil= -38 Pf1= 3.6
D.F.=1.68
Result MRL Data
CAS# Compound Qualifier
ppmV ppmV
74-82-8 Methane ND 0.84
Total Gaseous Nonmethane Organics (TGNMO) as Methane 3.0 1.7

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: Eiet Date: _tol3jlon 14

03043SVG.REI -Sample (10)



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC
Client Sample ID: WDI-VW42-8-9-26-07
Client Project ID: WDI

Test Code: EPA Method 25C Modified
Instrument ID: HP5890II/GC1/FID/TCA
Analyst: Wade Henton

Sampling Media: Summa Canister

Test Notes:

Container ID: SC00637

CAS Project ID: P2703043

CAS Sample ID: P2703043-011

Date Collected: 9/26/07
Date Received: 10/1/07
Date Analyzed: 10/9/07
Volume(s) Analyzed: 0.50 ml

Pil= .36 Pf1= 35
D.F.=1.64
l Result MRL Data
CAS # Compound Qualifier
ppmV ppmV
74-82-8 Methane ND 0.82
Total Gaseous Nonmethane Organics (TGNMO) as Methane 6.8 1.6

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By:

03043SVG.RE1 -Sample (11)

o

Date: ©olal o
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: WDI-VW42-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-012
Test Code: EPA Method 25C Modified ' Date Collected: 9/26/07
Instrument ID: HP5890II/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00069
Pil= 42 Pf1= 35
DF.=1.73
Result MRL Data
CAS # Compound Qualifier
‘ ppmV ppmV
74-82-8 Methane ND 0.87
Total Gaseous Nonmethane Organics (TGNMO) as Methane 5.3 1.7

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

Verified By: v Date:_tolziloy 16

03043SVG.REI -Sample (12)



COLUMBIA ANALYTICAL SERVICES, INC.

- RESULTS OF ANALYSIS

Page 1 of 1

Client: TRC
Client Sample ID: WDI-VW42-AMB-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-013
Test Code: EPA Method 25C Modified Date Collected: 9/26/07
Instrument ID: HP5890I/GC1/FID/TCA Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
Container ID: SC00377
Pil= -38 Pf1= 3.6
D.F.=1.68
Result MRL Data
CAS # Compound Qualifier
ppmV ppmV
74-82-8 Methane 1.4 0.84
Total Gaseous Nonmethane Organics (TGNMO) as Methane ND 1.7

ND = Compound was analyzed for, but not detected above thelaboratery reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE! -Sample (13)

Verified By:

ot Date: olailor 1 7




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: Method Blank CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P071009-MB
Test Code: EPA Method 25C Modified Date Collected: NA
Instrument ID: HP5890I/GC1/FID/TCA Date Received: NA
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.50 ml
Test Notes:
D.F.= 1.00
Result MRL Data
CAS# Compound Qualifier
ppmV ppmV
74-82-8 Methane ND 0.50
Total Gaseous Nonmethane Organics (TGNMO) as Methane ND 1.0

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043SVG.RE1 -MBlank

Verified By:

it Date: iolzilot 18




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID:  Lab Control Sample CAS Project ID: P2703043
Client Project ID:  'WDI CAS Sample ID: P071009-LCS
Laboratory Control Sample Summary
Test Code: EPA Method 25C Modified Date Collected: NA
Instrument ID: HP58901I/GC1/FID/TCA Date Received: NA
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amount Result % Recovery Data
Compound LCS LCS LCS Acceptance || Qualifier
ppmV ppmV Limits
Methane 57.5 59.8 104 90-110
Total Gaseous Nonmethane Organics (TGNMO) as Methane 345 336 97 90-110
Verified By: CutA Date: (o [=ilot

03043SVG.RE1 - LCS
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Columbia Analytical Services, Inc. - Simi Valley, California

Modified EPA Method 25C Daily QC Summary

Job# . TRC P2703043 Instrument :  GCO1/TCD1
Analyst : WHH Date Analyzed : 10/9/07
Method Name : EPA 25C TCA/FID Analysis for TGNMO Printed : 11/15/07
RT Summaries and QC Check (minutes)
Sample ID Carbon Methane | 2" | TGNMO-1 | TGMNO-2 File ID Time
Monoxide Dioxide
PCAL Mean RT 1.366 1799 3.038 4.833
RT Windaws (+/- min ) 0.330 0.330 0.330 0.330
STD 100/80ppm S14-08060703 1399 1825 3053 4.852 10090701.D 09:30
+/- 0.33min of ICAL Mean RT Pass Pass Pass Pass
MB 3.056 Pass| N/A 10090702.D 09:45
Lab-Air- ¢ 58 Pa: NA 110090703 D | 10:00
LCS 345ppm $14-04050602 10090705.0 | 10:37
304300tv [d0090707.0 | 1104
3043-003 v 10090708.D 11:27
3043004 v 0907090 | = 1140
3043-005 v 10090710.D 12:01
3043-006v - 110090711.D 12:25
3043-006dup v 10090712.D 12:39
3043-008 |1oosorizn | 251
3043-009 10090714.D 13:05
S 0/80p 100907450 |7 1327
3043-002 v 10090716.D 14:49
STD 100/80ppm $14-08060702 - || ¢ L iisgro Pasy 100807240 | 1629
STD 100/80ppm S$14-08060703 1.406 3.060 Pass 10090727.D 19:05
vy = Vent CO,/ CHy v=VentCO; N7ANot Applicable
Continuing Calibration Standards Summary (ppm)
[~ Carbon Carbon ) :
Sample ID . Methane Dioxi TGMNO File ID Time
ACTUAL 700.1 80.1 100.7 1012
CCV Criteria (+/- %D) 10.0% 10.0% 10.0% 10.0%
STD 100/80ppm S14-08060703 317 Pass 74.2 Pass 876 Fail 101.0 Pass |10090701.D |  09:30
STD.100/80ppm $14-08060702. | 957 Fas 758 Pass 923 F 105.9 Pass 110090724.0 | 1829
STD 100/80ppm S14-08060703 88.5 Fail 101.3 Pass 100007150 |  13:27
STD 100/80pp 3 1081 Pass 110090727.D | - 19:05
LCS / LCS Dup Summary (ppm, without DF correction)
Carbon Carbon ) .
Sample ID Monoxi Methane Dioxide TGMNO File ID Time
[CS Actual Conc. (ppm) 57.9 57.5 ~ 579 3450
L.CS Criteria (% Range) 196% 120% | 96%-128% | 81%-117% | 82% -109%
CS 345ppm S14-04050602 614 59.8 336.1 100907050 et 2007 10:37
LCS % Recovery 106% . 104% eT% L
Pass Pass Pass
Lab Dup Summary (ppm, without DF correction)
Carbon Carbon . .
Sample ID M id Methane Dioxid TGMNO File ID Time
5043-006 v 04 8627 Vent 625 10090711.0- et 2007 12:25
3043-006dup v* 53, |40090712:D  Pct 2007 12:39
Duplicate % RPD )
Duplicate Criteria % RPD ]

J:\Excel\Report\i25CM\2007\25CM3043.XLS

Page 1 of 1
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Columbia Analytical Services, Inc. - Simi Valley, California

Modified EPA Method 25C Daily QC Summary

Job# : TRC P2703043 “Instrument ;. GCO1/TCD1
Analyst : WHH Date Analyzed : 10/9/07
Method Name : EPA 25C TCA/FID Analysis for TGNMO Printed : 11/158/07
RT Summaries and QC Check (minutes)
Sample ID Carbon Methane | C2P°" T roNmMO-1 | TGMNO-2 File ID Time
Monoxide Dioxide
FCAL Mean RT 1.366 1.799 3.038 4.833
RT Windows (+/- min ) 0.330 0.330 0.330 0.330
STD 100/80ppm S14-08060703 1.399 1.826 3.053 4.852 10090701.D 09:30
+/- 0.33min of ICAL Mean RT Pass Pass Pass Pass
MB 3.056 Pass NIA N/A 10090702.D
Lab Air : o ( N NI 1100907030 |
LCS 345ppm $14-04050602 N/A 10090705.D
3043-006 v = - ONAC 10090741.D
3043-006dup v N/A 10090712.D
STD 100/80ppm S14-08060703 N/A - - [10090715D
3043-007 v 10090717.D
3043011 v o l10090718D |
3043-012 v 10090719.D
G043-013v - ,«, 00967200 |
STD 100/80ppm S14-08060702 10090724.D
3043-010v. . a j100907250 |

14-08060703

STD 100/80

v = Vent CO2/ CHy

ot Applicable

10090727.D ‘

v=VentC
Continuing Calibration Standards Summary (ppm)
arbon Carbon ; .
'Sample D . Methane . TGMNO File ID Time
Monoxide Dioxide
[ACTUAL 100.1 80.1 100.7 1612
CCV Criteria (+/- %D) 10.0% 10.0% 10.0% 10.0%
STD 100/80ppm S14-08060703 91.7 Pass| 74.2 Pass 876 il | 101.0 Pass [10090701.D 09:30
STD:100/80ppm S14-08060702 957 Pass| 758 Pas : 4059 Pass 1100907240 16:29
STD 100/80ppm $14-08060703 91.7 Pasy 73.2 Pas 101.3 Pass |10090715.D 13:27
STD 100/80ppm $14-08060703  Pas 4081 Pess [10090727.D | - 1905
LCS / LCS Dup Summary (ppm, without DF correction)
Carbon ‘Carbon
Sample ID i Methane . TGMNO File ID Time
P Dioxide |
LCS Actual Conc.. (ppm) 57.9 57.9 3450
. : 1209 | 82%-109% |
[CS 545ppm $14-04050602 ) 614 ; 59.8 336.1 10090705.0 pct 2007 10:37
LCS % Recovery 106% | 104% - 97% | g "
Pass Pass Pass
Lab Dup Summary (ppm, without DF correction)
Carbon Carbon . -
Sample ID . Methane .. TGMNO File ID Time
Monoxide | Dioxide
3043006V Vent 10050711.D pct 2007 1225
2043-006dupv 36 : 100907120 Pct 2007 12:39
Dupt icate % RPD 26.7‘% 0.3% ) 0 7%
Duplicate Criteria % RPD 20% 26% | P A% L 18%
Fail Pass Pass

25
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Directory:

Vial FileName

[ NUUUR W N W U WU W N

JRENE W G GOSN G G §

10200501.d
102008024
102008034
10200804 .d
10200805.d
10200808.d
10200807.d
10200608.d
10200808.d

10200810.d
10200811.d
10200612.d
102006813.d
10200614.d
10200815.d
10200616.d

Multiplier

1
1
1.
1.
1
1
1
1

N S N Y 3

JE W, G N

injecuon Log

j\gc0T\data\25c\2006_10\20

SampleName

STD 100/80ppmS14-10110605
MB

Lab Air

LCS 345ppm

test low

STD 25C low lavel small loop
STD 25C low level normal loop
STD 25C mid level small loop
STD 25C mid level normal loop

STD 25C high level small loop
STD 25C high level normal loop
ICV S514-03270802

ICV 874-03270602( ,
VB VIR VIS S A R e
M3
MB

G

I3 .

/ / /..

4 2,07
/A//// Lo (m 2, Lo

Misc info

S14-10110608
814-10110608
S14-10110805
814-10110805

S$14-10200601
S14-10200601

aprox 100/80ppm

Injected

20 Oct 106 12
20 Oct 108 12
20 0ct 106 125
20 Oct 108 122
20 Oct 1086 131
20 Cct 108 13:
20 Oct 108 135
20 Cct 108 12
20 Oct 108 12

20 Oct 108 125
20 Oct 108 12::
20 Oct108 122
20 Oct 108 125
20 Oct 108 12
20 Oct 106 125
20 Oct 106 125

NO WO OO U &

NO LN O W
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW30-5-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-001
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00938
Pil= -3.2 Pf1= 35
D.F.=1.58
Result MRL Data
CAS # Compound Qualifier
(%, v/v) (%, vIv)

1333-74-0 Hydrogen ND 0.16

7782-44-7 Oxygen +

7440-37-1 Argon * 19.4 0.16

7727-37-9 Nitrogen 77.0 0.16

630-08-0 Carbon Monoxide ND 0.16

124-38-9 Carbon Dioxide 3.58 0.16

ND = Compound was analyzed for, but not detected above thelaboratery reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

03043SVG.RE2 - Sample

Verified By:

[EETS

Date: \0'5\ !0"3
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW30-1-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-002
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00425
Pil= -2.6 Pfl= 35
DF.=1.50
Result MRL Data
CASH# Compound Qualifier
(%o, vIv) (%, vIv)

1333-74-0 Hydrogen ND 0.15

7782-44-7 Oxygen +

7440-37-1 Argon * 4.86 0.15

7727-37-9 Nitrogen 83.0 0.15

630-08-0 Carbon Monoxide ND 0.15

124-38-9 Carbon Dioxide 12.1 0.15

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

03043SVG.RE2 - Sample (2)

Verified By:

[TEYE

Date: \olxilon
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW30-D-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-003
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP58901I/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00100
Pil= 04 Pf1= 3.7
DF. =122
Result MRL Data
CAS # Compound Qualifier
(%, vIv) (%, v/v)

1333-74-0 Hydrogen ND 0.12

7782-44-7 Oxygen +

7440-37-1 Argon * 3.63 0.12

7727-37-9 Nitrogen 83.7 0.12

630-08-0 Carbon Monoxide ND 0.12

124-38-9 Carbon Dioxide 12.6 0.12

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

* = Coeluting Compounds

03043SVG.RE2 - Sample (3)

Verified By: o

Date: ielzdon
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW30-D-9-26-07 4 CAS Project ID: P2703043
Client Project ID:  'WDI CAS Sample ID: P2703043-003DUP
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP589011/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00100
Pil= 0.4 Pf1= 37
D.F. =122
Result MRL Data
CAS # Compound Qualifier
(%, vIv) (%, v/v)

1333-74-0 Hydrogen ND 0.12

7782-44-7 Oxygen +

7440-37-1 Argon * 3.61 0.12

7727-37-9 Nitrogen 83.7 0.12

630-08-0 Carbon Monoxide ND 0.12

124-38-9 Carbon Dioxide 12.6 0.12

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: (SRt Date: o311

31
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID: ~ WDI-VW51-5-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI ’ CAS Sample ID: P2703043-004
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00317
Pil= -2.4 Pf1=_ 35
DF. =148
Result MRL Data
CAS# Compound Qualifier
(%, v/v) (%, vIv)

1333-74-0 Hydrogen ND 0.15

7782-44-7 Oxygen +

7440-37-1 Argon * 1.42 0.15

7727-37-9 Nitrogen 86.2 0.15

630-08-0 Carbon Monoxide ND 0.15

74-82-8 Methane 0.286 0.15

124-38-9 Carbon Dioxide 12.1 0.15

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: Ceaid Date: tolzile
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW51-1-9-26-07 CAS Project ID: P2703043
Client Project ID: 'WDI CAS Sample ID: P2703043-005
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 m!
Test Notes:
Container ID: SC00651
Pil= -3.1 Pf1= 3.6
D.F. = 1.58
Result MRL Data
CAS # Compound Qualifier
(%, vIv) (%, v/V)

1333-74-0 Hydrogen ND 0.16

7782-44-7 Oxygen +

7440-37-1 Argon * 21.3 0.16

7727-37-9 Nitrogen 75.1 0.16

630-08-0 Carbon Monoxide ND 0.16

74-82-8 Methane 3.48 0.16

124-38-9 Carbon Dioxide 0.186 0.16

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

03043SVG.RE2 - Sample (5)

Verified By:

Lot

Date: wiailo
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COLUMBIA ANALYTICAIL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client : TRC ~
Client Sample ID: WDI-VW51-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-006
Test Code: EPA Method 3C Modified Date Collected: 9/26/07
Instrument ID: HP58901I/GC1/TCD Date Received: 10/1/07
Analyst: Wade Henton Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00105
Pil= -2.6 Pf1= 3.5
DF.=1.50
Result MRL Data
CAS# Compound Qualifier
(%, v/v) (%, v/v)
1333-74-0 Hydrogen ND 0.15
7782-44-7 Oxygen +
7440-37-1 Argon * 10.9 0.15
7727-37-9 Nitrogen 81.8 0.15
630-08-0 Carbon Monoxide ND 0.15
74-82-8 Methane 0.142 0.15 #
124-38-9 Carbon Dioxide 7.17 0.15

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.

MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds
# = Analyte was detected above the method reporting limit prior to normalization.

03043SVG.RE2 - Sample (6)

Verified By: ur Date: {olale
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

lient : TRC
Client Sample ID:  WDI-VW51-DAC-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-007
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00420

Pil= -2.5 Pfl1= 35
DF.= 149
Result MRL Data
CAS # Compound Qualifier
(%o, VIv) (%, v/v)

1333-74-0 Hydrogen ND 0.15

7782-44-7 Oxygen +

7440-37-1 Argon * 11.3 0.15

7727-37-9 Nitrogen 81.6 0.15

630-08-0 Carbon Monoxide ND 0.15

74-82-8 Methane 0.168 0.15

124-38-9 Carbon Dioxide 6.95 0.15

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: et Date: (ofsiley

35

03043SVG.RE2 - Sample (7)



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW34-8-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-008
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 mi
Test Notes:
Container ID: SC00305
Pil= -3.6 Pf1= 3.6
D.F.= 1.65
Result MRL Data
CAS# Compound Qualifier
(%, VIv) (%, v/v)

1333-74-0 Hydrogen ND 0.17

7782-44-7 Oxygen +

7440-37-1 Argon * 21.8 0.17

7727-37-9 Nitrogen 78.0 0.17

630-08-0 Carbon Monoxide ND 0.17

124-38-9 Carbon Dioxide ND 0.17

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

* = Coeluting Compounds

03043SVG.RE2 - Sample (8)

Verified By:

T

Date: \O(B‘\ i Ui
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW34-1-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-009
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP58901I/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00746
Pil= -3.8 Pf1= 3.6
D.F.=1.68
Result MRL Data
CAS# Compound Qualifier
(%, v/V) (%, v/v)

1333-74-0 Hydrogen ND 0.17

7782-44-7 Oxygen +

7440-37-1 Argon * 21.9 0.17

7727-37-9 Nitrogen 77.8 0.17

630-08-0 Carbon Monoxide ND 0.17

124-38-9 Carbon Dioxide 0.238 0.17

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: (512 Date: 10131lo7
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW34-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-010
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 mi
Test Notes:
Container ID: SC00573
Pil= -3.8 Pf1= 36
D.F.=1.68
Result MRL Data
CAS # Compound Qualifier
(Y%, vIv) (%, v/v)

1333-74-0 Hydrogen ND 0.17

7782-44-7 Oxygen +

7440-37-1 Argon * 15.2 0.17

7727-37-9 Nitrogen 76.4 0.17

630-08-0 Carbon Monoxide ND 0.17

124-38-9 Carbon Dioxide 8.42 0.17

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

03043SVG.RE2 - Sample (10)

Verified By:

(28

Date: wlzsilo,m
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW42-5-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-011
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00637
Pil= -3.6 Pf1= 35
DF. = 1.64
Result MRL Data
CAS # Compound Qualifier
(%, vIv) (%, v/V)

1333-74-0 Hydrogen ND 0.16

7782-44-7 Oxygen +

7440-37-1 Argon * 4.14 0.16

7727-37-9 Nitrogen 83.1 0.16

630-08-0 Carbon Monoxide ND 0.16

124-38-9 Carbon Dioxide 12.8 0.16

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

03043SVG.RE2 - Sample (11)

Verified By:

Luet

Date: (oflon
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW42-D-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-012
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP5890II/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00069
Pil= -4.2 Pf1= 35
DF. =173
Result MRL Data
CAS# Compound Qualifier
(%o, vIV) (%, v/v)

1333-74-0 Hydrogen ND 0.17

7782-44-7 Oxygen +

7440-37-1 Argon * 10.1 0.17

7727-37-9 Nitrogen 77.1 0.17

630-08-0 Carbon Monoxide ND 0.17

124-38-9 Carbon Dioxide 12.8 0.17

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

* = Coeluting Compounds

03043SVG.RE2 - Sample (12)

Verified By:

Ceaid

Date: tolaile
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  WDI-VW42-AMB-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-013
Test Code: EPA Method 3C Modified Date Collected: 09/26/07
Instrument ID: HP58901I/GC1/TCD Date Received: 10/01/07
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: Summea Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
Container ID: SC00377
Pil= -3.8 Pf1= 3.6
D.F.= 1.68
Result MRL Data
CAS # Compound Qualifier
(%, viv) (%, vIv)

1333-74-0 Hydrogen ND 0.17

7782-44-7 Oxygen +

7440-37-1 Argon * 22.2 0.17

7727-37-9 Nitrogen 77.8 0.17

630-08-0 Carbon Monoxide ND 0.17

124-38-9 Carbon Dioxide ND 0.17

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: (2258 Date: _iol2iloo
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03043SVG.RE2 - Sample (13)



COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client : TRC
Client Sample ID:  Method Blank CAS Project ID: P2703043
Client Project ID: ~ WDI CAS Sample ID: PG71009-MB
Test Code: EPA Method 3C Modified Date Collected: NA
Instrument ID: HP58901/GC1/TCD Date Received: NA
Analyst: Wade Henton » Date Analyzed: 10/09/07
Sampling Media: Summa Canister Volume(s) Analyzed: 0.10 ml
Test Notes:
D.F.=1.00
Result MRL Data
CAS # Compound Qualifier
(%, v/v) (%, v/v)

1333-74-0 Hydrogen ND 0.10

7782-44-7 Oxygen +

7440-37-1 Argon * ND 0.10

7727-37-9 Nitrogen ND 0.10

630-08-0 Carbon Monoxide ND 0.10

74-82-8 Methane ND 0.10

124-38-9 Carbon Dioxide ND 0.10

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
* = Coeluting Compounds

Verified By: Lok Date: ‘©l5lo
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Sample ID: Lab Control Sample CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P071009-LCS
Laboratory Control Sample Summary
Test Code: EPA Method 3C Modified Date Collected: NA
Instrument ID: HP589011/GC1/TCD Date Received: NA
Analyst: Wade Henton Date Analyzed: 10/09/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amount Result % Recovery
Compound LCS LCS LCS Acceptance Data
ppmV ppmV : Limits Qualifier
Hydrogen 40,300 39,900 99 90-110
Oxygen +
Argon * 50,600 52,300 103 90-110
Nitrogen 50,100 52,700 105 90-110
Carbon Monoxide 50,100 52,700 105 90-110
Methane 40,500 42,300 104 90-110
Carbon Dioxide 50,100 53,000 106 90-110

03043SVG.RE2 - LCS

Verified By: Yot Date: (@lailon
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Regsponse Factor Report GC 01

Method S:\GCOI\MET%ODS\3COPZOO7 M (Chemstation Integrator)
Tizle EFA 3C GC/TCD Znalysis for Fixed Gases
Lagt Update : Wed Jun 13 16:10:10 2007
Calibretion Files :
1 =08200708.D 2 =08200708.D 3 =08200710.D
4 =08200711.D 5 =08200712.D
Compound 1 2 3 4 5 Avg FRSD
1) Hydrogen 0.858 0.834 0.%916 1.084 0.%562 0.521 E1 10.6¢
2) Oxygen 1.2¢5 1.175 1.201 1.319 1.104 1.25% EIL 8.31
3) Nitrocgen 1.675 1.341 1.459 1.507 1.282 1.453 E1I 10.%:4
4) Carbon Monoxide 1.275 1.292 1.442 1.479 1.249 1.367 E1 7.11
5) Methane 1.029 0.983 1.087 1.102 0.531 1.027 E1 £.87
&) Carbon Dioxide 1.525 1.500 1.663 1.680 1.415 1.559 E1 7.18
| ¥
byt
t) = Out of Range
ZCOBZO07 . M Tue Lug 21 11:2%:14 2007 Pages 1
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Columbia Analytical Services, Inc. - Smi Valley, California

Modified EPA Method 3C Daily QC Summary

Calient & job# : TRC P2703043 Instrument : GCO1/TCD1
Analyst : WHH Date Analyzed : 10/9/07
Method Name : EPA 3C GC/TCD Analysis for Fixed Gases Printed :  11/15/07
RT Summaries and QC Check (minutes)
Sample ID Hydrogen Oxygen Nitrogen Carbon Methane Carbon File ID Time
. Dioxid
[ICAL Mean RT 0.754 2291 2.472 3165 5134 6.786
RT Windows (+/- min ) 0.125 0.137 0.125 0.216 0.142 0.216
STD 50000ppm S14-12070502 0.717 2.262 2.443 3.135 5.130 6.791 10090701.D 09:30
+/- 0.33min of ICAL Mean RT Pass Pass Pass Pass Pass Pass

STD 50000ppm S14-12070502

3.137 Pass|

5,133 Pass

| 1009070507}

10090707.D |
10090708.D 11:27
| 10090709 407

10090706.D

10090710.D

STD 50000ppm $14-12070502
STD 50000ppm $14-12070502

07.294 Pe

Continuing Calibration Standards Summa m
Carbon Carbon
Sample ID Hydrogen Oxygen Nitrogen . Methane L File ID Time
P yarog y9 g Monoxide Dioxide
[RCTUAL 704000 50200.0 50100.0 49700.0 40150.0 49850.0
CCV Criteria (+/- %D) 15.0% 10.0% 10.0% 10.0% 10.0% 10.0%
STD 50000ppm 514-12070502 396403 Pass| 51861459 Pass| 50766.659 Pass| 52843490 Pass| 42664 204 Pass] 52840.465 Pass] 10090701.D

Lab Dup Summary {(ppm, without DF correction and nomalization)

Carbon Carbon

Hydrogen Oxygen Nitrogen | Methane . File ID Time
yedrog yg 9 | _Monoxide Dioxide
37% 24% 19% 7% 10% 15%
341959 789786.2 119256.1

100907060 |

LCS Criteria (% Range)

85% -115%

1 90%-110% |

90%:110% |

90%-110% |

90% -110% |

0.8% Pass! 0.5% Pass 0.4% Pass
LCS / LCS Dup Summary (ppm, without DF correction)
. Carbon Carbon . .
Sample ID Hydrogen Oxygen Nitrogen Monoxide Methane Dioxide File ID Time
TS Actual Conc. (ppm) 404000 50200.0 50100.0 457000 40150.0

Lab Air QC Summary

| 10090704.0 p

Sample ID

Hydrogen

Oxygen

Carbon

Nitrogen Monoxid

Methane

Carbon
| Dioxide

Lab Air Criteria Total
(90%-110%)

Lab Air
|ab Air Normalized (%

211143

J:AExcelReport\FixedGas\2007\3CM_3043.XLS

752062.8

Page 1 of 1
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U1 ds WP O

Lo~ W

Directory:

Vial FileName

UL WL G Y JENL S O W QL U QS U G &

08200701.d
08200702 d
08200703.d
08200704 .d
08200705.d
08200706.d
08200707.d
08200708.d
08200708.d

08200710.¢
08200711.d
08200712.d
08200713.d
06260714.d
082007156.d
08200716.d
08200717 .d
08200718.d

njection Log

ilgel1idata\xg\2007_08\2

iAultiplier

10.
10.
10.
10.
10.
10.
10.
10.
10.

10.
10.
10.
10.
10.
10.
10.
10.
10.

SampleName

STD 50000ppm S14-12150601
STD 50000ppm S14-12150801

MB

Lab Air

wait

test

test

STD-1 $14-03260601 (loop 0.17) |
STD-2 $14-12150601 (loop 0.17) |

i
STD-3 S14-12150601 (loop 1.0) |
STD-4 S$14-12150601 (loop 10.47)
STD-5 $14-12150601 (loop 18.0)
misinject
iICV lab air

ICV 50000ppm S14-07240701

Jav

;

A

ICV 50000ppm S14-07240701 5o

MB )
MB .- "
J

Misc Info

~ Injected

20 Aug 107 12
20 Aug 107 13
20 Aug 107 13
20 Aug 107 13
20 Aug 107 135
20 Aug 107 12
20 Aug 107 12z
20 Aug 107 12
20 Aug 107 12

20 Aug 107 12
20 Aug 107 12
20 Aug 107 12
20 Aug 107 12
20-Aug 107 12
20 Aug 107 122
20 Aug 107 120
20 Aug 107 12
21 Aug 107 132

52
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Client:

TRC

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 2

Client Sample ID: WDI-VW30-S-9-26-07

Client Project ID: WDI

CAS Project ID: P2703043

CAS Sample 1D: P2703043-001

Test Code: EPA TO-15 Modified : Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00938
Pil= -3.2 Pf1= 3.5
Can D.F. = 1.58
CAS# Compound Result MRL Result MRL Data
peg/m? ug/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.6 ND 0.77
75-01-4 Vinyl Chloride ND 1.6 ND 0.62
74-83-9 Bromomethane ND 1.6 ND 0.41
75-00-3 Chloroethane ND 1.6 ND 0.60
67-64-1 Acetone 110 7.9 46 33
75-69-4 Trichlorofluoromethane 12 1.6 2.2 0.28
75-35-4 1,1-Dichloroethene ND 1.6 ND 0.40
75-09-2 Methylene chloride ND 1.6 ND 0.45
76-13-1 Trichlorotrifluoroethane ND 1.6 ND 0.21
75-15-0 Carbon Disulfide 43 1.6 1.4 0.51
156-60-5 trans-1,2-Dichloroethene ND 1.6 ND 0.40
75-34-3 1,1-Dichloroethane ND 1.6 ND 0.39
1634-04-4 Methy! tert-Butyl Ether ND 1.6 ND 0.44
108-05-4 Vinyl Acetate ND 7.9 ND 2.2
78-93-3 2-Butanone (MEK) 3.1 1.6 1.0 0.54
156-59-2 cis-1,2-Dichloroethene ND 1.6 ND 0.40
67-66-3 Chloroform ND 1.6 ND | 032
107-06-2 1,2-Dichloroethane ‘ND 1.6 ND 0.39
71-55-6 1,1,1-Trichloroethane 1.9 1.6 0.35 0.29
71-43-2 Benzene 6.8 1.6 2.1 0.49
56-23-5 - Carbon Tetrachloride ©  ND 1.6 ND 0.25
78-87-5 1,2-Dichloropropane ND 1.6 ND 0.34

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ‘ ‘
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Sample

Verified By:

Lt

Date: Olzilony

Page No.:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW30-5-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043

CAS Sample ID: P2703043-001

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00938
Pil= -3.2 Pf1= 35
Can D.F. = 1.58
CAS # Compound Result MRL Result MRL Data
pg/m? ng/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.6 ND 0.24
79-01-6 Trichloroethene ND 1.6 ND 0.29
10061-01-5 cis-1,3-Dichloropropene ND 1.6 ND 0.35
108-10-1 4-Methyl-2-pentanone ND 1.6 ND 0.39
10061-02-6 ‘trans-1 ,3-Dichloropropene ND 1.6 ND 0.35
79-00-5 1,1,2-Trichloroethane ND 1.6 ND 0.29
108-88-3 Toluene 11 1.6 2.9 0.42
591-78-6 2-Hexanone ND 1.6 ND 0.39
124-48-1 Dibromochloromethane ND 1.6 ND 0.19
106-93-4 1,2-Dibromoethane ND 1.6 ND 0.21
127-18-4 Tetrachloroethene 33 1.6 4.9 023
108-90-7 Chlorobenzene ND 1.6 ND 0.34
100-41-4 Ethylbenzene 1.7 1.6 0.39 0.36
179601-23-1 m,p -Xylenes 6.6 1.6 1.5 0.36
75-25-2 Bromoform ND 1.6 ND 0.15
100-42-5 Styrene 2.4 1.6 0.57 0.37
95-47-6 0-Xylene 2.3 1.6 0.54 0.36
79-34-5 1,1,2,2-Tetrachloroethane ND 1.6 ND 0.23
541-73-1 1,3-Dichlorobenzene ND 1.6 ND 0.26
106-46-7 1,4-Dichlorobenzene ND 1.6 ND 0.26
95-50-1 1,2-Dichlorobenzene ND 1.6 ND 0.26

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample

Verified By:

et

Date: iolatlo

Page No.:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

TRC
WDI-VW30-1-9-26-07
WDI

CAS Project ID: P2703043

CAS Sample ID: P2703043-002

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8 Date Received: 10/1/07
Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.025 Liter(s)
Test Notes: ‘
Container ID: SC00425
Pil= -2.6 Pfl1= 35
Can D.F.= 1.50
CASH# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 60 ND 29

75-01-4 Vinyl Chloride ND 60 ND 23

74-83-9 Bromomethane ND 60 ND 15

75-00-3 Chloroethane ND 60 ND 23

67-64-1 Acetone 3,000 300 1,300 130

75-69-4 Trichlorofluoromethane ' ND 60 ND 11

75-35-4 1,1-Dichloroethene ND 60 ND 15

75-09-2 Methylene chloride ND 60 ND 17

76-13-1 Trichlorotrifluoroethane ND 60 ND 7.8

75-15-0 Carbon Disulfide ND 60 ND 19

156-60-5 trans-1,2-Dichloroethene ND 60 ND 15

75-34-3 1,1-Dichloroethane ND 60 ND 15

1634-04-4 Methy! tert-Butyl Ether ND 60 ND 17

108-05-4 Vinyl Acetate ND 300 ND 85

78-93-3 2-Butanone (MEK) ND 60 ND 20

156-59-2  cis-1 ,2-Dichloroethene ND 60 ND 15

67-66-3 Chloroform ’ ND 60 ND 12

107-06-2 1,2-Dichloroethane ND 60 ND 15

71-55-6 1,1,1-Trichloroethane ND 60 ND 11

71-43-2 Benzene ND 60 ND 19

56-23-5 Carbon Tetrachloride ND 60  ND 9.5

78-87-5 1,2-Dichloropropane ND 60 ND 13

ND = Compound was analyzed for, but not detected above thelaboratory reporting‘linﬁxit.‘
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Sample (2)

~ Verified By:

Cravd

Date: (o lzilen
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC :
Client Sample ID: WDI-VW30-1-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-002
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.025 Liter(s)
Test Notes:
Container ID: SC00425
Pil= -2.6 Pfl1= 35
Can D.F. = 1.50

CAS# Compound Result MRL Result MRL Data

' pg/m? pg/m® ppbhV ppbV Qualifier

75-27-4 Bromodichloromethane ND 60 ND 9.0

79-01-6 Trichloroethene ND 60 ND 11

10061-01-5 cis-1,3-Dichloropropene ND 60 ND 13

108-10-1 4-Methyl-2-pentanone ND 60 ND 15

10061-02-6 trans-1,3-Dichloropropene ND 60 ND 13

79-00-5 1,1,2-Trichloroethane ND 60 ND 11

108-88-3 Toluene ' ND 60 ND 16

591-78-6 2-Hexanone ND 60 ND 15

124-48-1 Dibromochloromethane ND 60 ND 7.0

106-93-4 1,2-Dibromoethane ND 60 ND 7.8

127-18-4 Tetrachloroethene 470 60 69 8.9

108-90-7 Chlorobenzene ND 60 ND 13

100-41-4 Ethylbenzene ND 60 ND 14

179601-23-1 m,p -Xylenes ND 60 ND 14

75-25-2 Bromoform ND 60 ND 5.8

100-42-5 Styrene ND 60 ND 14

95-47-6 o-Xylene ND 60 ND 14

79-34-5 1,1,2,2-Tetrachloroethane ND 60 ND 8.7

541-73-1 1,3-Dichlorobenzene ND 60 ND 10

106-46-7 1,4-Dichlorobenzene ND 60 ND 10

95-50-1 1,2-Dichlorobenzene ND 60 ND 10

ND = Compound was analyzed for, but not detected above the laboratory repbrting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

" 03043VOA.SCI - Sample (2)

Verified By:

Kax i

Date: o {ailol

Page No.:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client: TRC
Client Sample ID: WDI-VW30-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-003
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.010 Liter(s)
Test Notes:
Container ID: SC00100
Pil= 0.4 Pf1= 3.7
Can D.F.= 1.22
CASH# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 120 ND 59

75-01-4 Vinyl Chloride ND 120 ND 48

74-83-9 Bromomethane ND 120 ND 31

75-00-3 Chloroethane ND 120 ND 46

67-64-1 Acetone 12,000 610 5,100 260

75-69-4 Trichloroﬂuorométhane ND 120 ND 22’

75-35-4 1,1-Dichloroethene ND 120 ND 31

75-09-2 Methylene chloride ND 120 ND 35

76-13-1 Trichlorotrifluoroethane ND 120 ND 16

75-15-0 Carbon Disulfide ND 120 ND 39

156-60-5 trans-1,2-Dichloroethene ND 120 ND 31

75-34-3 1,1-Dichloroethane ND 120 ND 30

1634-04-4 Methy! tert-Butyl Ether ND 120 ND 34

108-05-4 Vinyl Acetate ND 610 ND 170

78-93-3 | 2-Butanone (MEK) ND 120 ND 41

156-59-2 cis-1,2-Dichloroethene ND 120 " ND 31

67-66-3 Chloroform ND 120 ND 25

107-06-2 1,2-Dichloroethane ND 120 ND 30

71-55-6 '1,1,1-Trichloroethane ND 120 "ND | 22

71-43-2 Benzene ND 120 ND 38

56-23-5 Carbon Tetrachloride ND 120 ND 19

78-87-5 1,2-Dichloropropane ‘ ND 120 ND 26

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ‘
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (3)

Verified By:

Loarh Date: wiztio

Page No.:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 2 of 2
TRC
WDI-VW30-D-9-26-07 CAS Project ID: P2703043
WDI CAS Sample ID: P2703043-003

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.010 Liter(s)
Test Notes:
Container ID: SC00100
Pil= 0.4 Pfl= 37
Can D.F.=1.22
CAS # Compound Result MRL Result MRL Data
peg/m? pg/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 120 ND 18

79-01-6 Trichloroethene ND 120 ND 23

10061-01-5 cis-1,3-Dichloropropene ND 120 ND 27

108-10-1 4-Methyl-2-pentanone ND 120 ND 30

10061-02-6 trans-1,3-Dichloropropene ND 120 ND 27

79-00-5 1,1 ,2—’1’richldroethane ND 120 ND 22

108-88-3 Toluene ] ND 120 ND 32

591-78-6 2-Hexanone' ND 120 ND 30

124-48-1 Dibromochloromethane ND 120 ND 14

106-93-4 1,2-Dibromoethane ND 120 ND 16

127-18-4 Tetrachloroethene 420 120 62 18

108-90-7 _ Chlorobenzene ND 120 ND 27

100-41-4 Ethylbenzene ND 120 ND 28

179601-23-1 m,p -Xylenes ND 120 ND 28

75-25-2 Bromoform ND 120 ND 12

100-42-5 Styrene ND 120 ND 29

95-47-6 o-Xylene ND 120 ND 28

79-34-5 1,1,2,2-Tetrachloroethane ND 120 ND 18

541-73-1 1,3-Dichlorobenzene ND 120 ND 20

106-46-7 1,4-Dichlorobenzene ND 120 ND 20

95-50-1 1,2-Dichlorobenzene ND 120 ND 20

ND = Compound was analyzed for, but not detected above the laboratory reporﬁng limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Sample (3)

Verified By: Vot Date: _te fzalon
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 2
TRC
WDI-VW30-D-9-26-07 CAS Project ID: P2703043
WDI CAS Sample ID: P2703043-003DUP

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.010 Liter(s)
Test Notes:
Container [D: SC00100
Pil= 0.4 Pf1= 3.7
Can D.F. = 1.22
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbVv ppbV Qualifier

74-87-3 Chloromethane ND 120 ND 59

75-01-4 Vinyl Chloride ND 120 ND 48

74-83-9 Bromomethane ND 120 ND 31

75-00-3 Chloroethane ND 120 ND 46

67-64-1 Acetone 12,000 610 5,100 260

75-69-4 Trichlorofluoromethane ND 120 ND 22

75-35-4 1,1-Dichloroethene ND 120 - ND 31

75-09-2 Methylene chloride ND 120 ND 35

76-13-1 Trichlorotrifluoroethane ND 120 ND 16

75-15-0 Carbon Disulfide ND 120 ND 39

156-60-5 trans-1,2-Dichloroethene ND 120 ND 31

75-34-3 1,1-Dichloroethane ND 120 ND 30

1634-04-4 Methyl tert-Butyl Ether ND. 120 ND 34

108-05-4 Vinyl Acetate ND 610 ND 170

78-93-3 2-Butanone (MEK) ND 120 ND 41

156-59-2 cis-1 ,2-Dichloroethene ND 120 ND 31

67-66-3 Chloroform ' ND 120 ND 25

107-06-2 1,2-Dichloroethane ND 120 ND 30

71-55-6 1,1,1-Trichloroethane ND 120 ND 22

71-43-2 Benzene ND 120 ND 38

56-23-5 Carbon Tetrachloride ND 120 ND 19

78-87-5 1,2-Dichloropropane ND 120 ND 26

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Dup (3)

Date: iolailey
Page No.:

Verified By: Ceard
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW30-D-9-26-07
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 2 of 2

Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9

CAS Project ID: P2703043

CAS Sample ID: P2703043-003DUP

Date Collected: 9/26/07
Date Received: 10/1/07

Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.010 Liter(s)
Test Notes:
Container ID: SC00100
Pil= 0.4 Pf1= 3.7
CanD.F.= 122
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane V ND 120 ND 18
79-01-6 Trichloroethene ND 120 ND 23
10061-01-5 cis-1,3-Dichloropropene ND 120 ND 27
108-10-1 ' 4~Methyl—2—pentanone ND 120 ND 30
10061-02-6 trans-1,3-Dichloropropene ND 120 ND 27
79-00-5 1,1,2-Trichloroethane ND 120 ND 22
108-88-3 Toluene ND 120 ND 32
591-78-6 2-Hexanone ND 120 ~ ND 30
124-48-1 Dibromochloromethane ND 120 ND 14
106-93-4 1,2-Dibromoethane ND 120 ND 16
127-18-4 Tetrachloroethene 420 120 62 18
108-90-7 Chlorobenzene ND 120 ND 27
100-41-4 Ethylbenzene ND 120 ND 28
179601-23-1 m,p -Xylenes ND 120 ND 28
75-25-2 Bromoform ND 120 ND 12
100-42-5 Styrene ND 120 ND 29
95-47-6 o-Xylene ND 120 ND 28
79-34-5 1,1,2,2-Tetrachloroethane ND 120 ND 18
541-73-1 1,3-Dichlorobenzene ND 120 ND 20
106-46-7 1,4-Dichlorobenzene ND 120 ND 20
95-50-1 1,2-Dichlorobenzene ND 120 ND 20

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determmed by the referenced method.

03043VOA.SC1 - Dup (3)

Verified By:

Yoot Date:
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 2

Client: TRC
Client Sample ID: WDI-VW51-§-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample 1D: P2703043-004
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00317
Pil= -2.4 Pf1= 3.5
Can D.F. = 148
CAS# Compound Result MRL Result MRL Data
ug/m?3 pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.5 ND 0.72
75-01-4 Vinyl Chloride ND 1.5 ND 0.58
74-83-9 Bromomethane ND 1.5 ND 0.38
75-00-3 Chloroethane ND 1.5 ND 0.56
67-64-1 Acetone 20 7.4 8.3 3.1 M
75-69-4 Trichlorofluoromethane ND 1.5 ND 0.26
75-35-4 1,1-Dichloroethene ND 1.5 ND 0.37
75-09-2 Methylene chloride ND 1.5 ND 0.43
76-13-1 Trichlorotrifluoroethane ND 1.5 ND 0.19
75-15-0 Carbon Disulfide 5.6 1.5 1.8 V 0.48
156-60-5 trans- 1 ;2—Dich101'oetl1ene ND 1.5 ND 0.37
75-34-3 1,1-Dichloroethane ND 1.5 ND 0.37
1634-04-4 Methyl tert-Butyl Ether ND 1.5 ND 0.41
108-05-4 Vinyl Acetate ND 7.4 ND 2.1
78-93-3 2-Butanone (MEK) 3.2 1.5 1.1 0.50
156-59-2 cis-1,2-Dichloroetheéne ND 1.5 ND 0.37
67-66-3 Chloroform ND 1.5 ND 0.30
107-06-2 1,2-Dichloroethane ND 1.5 ND 0.37
71-55-6 1,1,1-Trichloroethane ND 1.5 ND 0.27
71-43-2 Benzene 6.2 1.5 2.0 0.46
56-23-5 Carbon Tetrachloride ND 1.5 ND 0.24
78-87-5 1 ,2-Dichlor0pr0pane ND 1.5 ND 0.32

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ‘ ’
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high. ‘

03043VOA .SCI - Sample (4)

Verified By:

Leitt Date:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW51-8-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project [D: P2703043

CAS Sample ID: P2703043-004

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00317
Pil= 2.4 Pf1= 35
CanD.F. = 148
CAS # Compound Result MRL Result MRL Data
' pg/m? pug/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.5 ND 0.22
79-01-6 Trichloroethene ND 1.5 ND 0.28
10061-01-5 cis-1,3-Dichloropropene ND 1.5 ND 0.33
108-10-1 4-Methyl-2-pentanone ND 1.5 ND 0.36
10061-02-6 trans-1,3-Dichloropropene ND 1.5 ND 0.33
79-00-5 1,1,2-Trichloroethane ND 1.5 ND 0.27
108-88-3 Toluene 16 1.5 4.2 0.39
591-78-6 2-Hexanone ND 1.5 ND 0.36
124-48-1 Dibromochloromethane ND 1.5 ND 0.17
106-93-4 1,2-Dibromoethane ND 1.5 ND 0.19
127-18-4 Tetrachloroethene 2.0 1.5 0.30 0.22
108-90-7 Chlorobenzene ND 1.5 ND 0.32
100-41-4 Ethylbenzene 2.7 1.5 0.62 0.34
179601-23-1 m,p -Xylenes 11 1.5 2.5 0.34
75-25-2 Bromoform ND 1.5 ND 0.14
100-42-5 Styrene 4.2 1.5 0.98 0.35
95-47-6 o-Xylene 4.0 1.5 0.93 0.34
79-34-5 1,1,2,2-Tetrachloroethane ND 1.5 ND 0.22
541-73-1 1,3-Dichlorobenzene ND 1.5 ND 0.25
106-46-7 1,4-Dichlorobenzénc ND 1.5 "ND 0.25
95-50-1 1,2-Dichlorobenzene ND 1.5 ND 0.25

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRIL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (4)
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW51-1-9-26-07
WDI

RESULTS OF ANALYSIS
Page | of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-005

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00651
Pil= -3.1 Pfl1= 36
Can D.F. = 1.58
CAS# Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 32 ND 15

75-01-4 Vinyl Chloride ND 32 ND 12

74-83-9 Bromomethane ND 32 ND 8.1

75-00-3 Chlorocthane ND 32 ND 12

67-64-1 Acetone ND 160 ND 67

75-69-4 Trichlorofluoromethane ND 32 ND 5.6

75-35-4 1,1-Dichloroethene ND 32 ND 8.0

75-09-2 Methylene chloride ND 32 ND 9.1

76-13-1 Trichlorotrifluoroethane ND 32 ND 4.1

75-15-0 Carbon Disulfide ND 32 ND 10

156-60-5 trans-1,2-Dichloroethene ND 32 ND 8.0

75-34-3 1,1-Dichloroethane ND 32 ' ND 7.8

1634-04-4 Methy! tert-Butyl Ether ND 32 ND 8.8

108-05-4 Vinyl Acetate ' ' ND 160 ND 45

78-93-3 2-Butanone (MEK) ND 32 ND 11

156-59-2 cis-1,2-Dichloroethene ND 32 ND 8.0

67-66-3 Chloroform ND - 32 ND 6.5

107-06-2 1,2-Dichloroethane ND 32 ND | 7.8

71-55-6 1,1,1-Trichloroethane ND 32 ND 5.8

71-43-2 Benzene ND 32 ND 9.9

56-23-5 Carbon Tetrachloride ND 32 ND 5.0

78-87-5 1,2-Dichloropropane ND 32 ND 6.8

ND = Compound was analyzed for, but not detected above thelaboratory repoi‘ting limit. t
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (5)
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW51-1-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043

CAS Sample ID: P2703043-005

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID:; SC00651
Pil= -3.1 Pfl1= 36
Can D.F.= 1.58
CAS # Compound Resuit MRL Result MRL Data
pg/m® pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 32 ND 4.7
79-01-6 Trichloroethene ND 32 ND 5.9
10061-01-5 cis-1,3-Dichloropropene ND 32 ND 7.0
108-10-1 4-Methyl-2-pentanone ND 32 ND 7.7
10061-02-6 trans-1,3-Dichloropropene ND 32 ND 7.0
79-00-5 1,1,2-Trichloroethane ND 32 ND 5.8
108-88-3 Toluene V ND 32 ND 8.4
591-78-6 2-Hexanone ND 32 ND 7.7
124-48-1 Dibromochloromethane ND 32 ND 3.7
106-93-4 1,2-Dibromoethane ND 32 ND 4.1
127-18-4 Tetrachloroethene ND 32 ND 4.7
108-90-7 Chlorobenzene ND 32 ND 6.9
100-41-4 Ethylbenzene ND 32 ND 7.3
179601-23-1 m,p —Xylenes ND 32 ND 7.3
75-25-2 Bromoform ND 32 ND 3.1
100-42-5 Styrene ND 32 ND 7.4
95-47-6 o-Xylene ND 32 ND 7.3
79-34-5 1,1,2,2-Tetrachloroethane ND 32 ND 4.6
541-73-1 1,3-Dichlorobenzene ND 32 ND 5.3
106-46-7 1,4-Dichlorobenzene ND 32 ND 53
95-50-1 1,2-Dichlorobenzene ND 32 ND 53

ND = Compound was analyzed for, but not detected above the laboratory reporting limit,
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SC1 - Sample (5)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 2
Client: TRC ‘
Client Sample ID: WDI-VW51-1-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-005DUP
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00651
Pil= -3.1 Pf1= 3.6
Can D.F. = 1.58
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 32 ND 15
75-01-4 Vinyl Chloride ND 32 ND 12
74-83-9 Bromomethane ND 32 ND 8.1
75-00-3 Chloroethane ND 32 ND 12
67-64-1 | Acetone ND 160 ND 67
75-69-4 Trichlorofluoromethane ND 32 ND 5.6
75-35-4 1,1-Dichloroethene ND 32 ND 8.0
75-09-2 Methylene chloride ND 32 ND 9.1
76-13-1 Trichlorotrifluoroethane ND 32 ND 4.1
75-15-0 Carbon Disulfide ND 32 ND 10
156-60-5 trans-1,2-Dichloroethene ND 32 ND 8.0
75-34-3 1,1-Dichloroethane ND 32 ND 7.8
1634-04-4 Methy! tert-Butyl Ether ND 32 ND 8.8
108-05-4 Vinyl Acetate ND 160 ND 45
78-93-3 2-Butanone (MEK) ND 32 ND 11
156-59-2 cis-1,2-Dichloroethene ND 32 ND 8.0
67-66-3 Chloroform ND 32 ND 6.5
107-06-2 1,2-Dichloroethane ND 32 ND 7.8
71-55-6 1,1,1-Trichloroethane ND 32 ND 5.8
71-43-2 " Benzene ND 32 ND 9.9
56-23-5 Carbon Tetrachloride ND - 32 ND 5.0
78-87-5 1,2-Dichloropropane ND 32 ND 6.8

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ; »
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SC! - Dup (5)

Date: _io0l3t|a
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW51-1-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043

CAS Sample ID: P2703043-005DUP

Test Code: "EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID; Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00651
Pil= -3.1 Pf1= 36
Can D.F. = 1.58
CAS # Compound Result MRL Result MRL Data
ng/m? ug/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 32 ND 4.7
79-01-6 Trichloroethene ND 32 ND 59
10061-01-5 cis-1,3-Dichloropropene ND 32 ND 7.0
108-10-1 4-Methyl-2-pentanone ND 32 ND 7.7
10061-02-6 trans-1,3-Dichloropropene ND 32 ND 7.0
79-00-5 1,1,2-Trichloroethane ' ND 32 ND 5.8
108-88-3 Toluene ND 32 ND 8.4
591-78-6 2-Hexanone ND 32 ND 7.7
124-48-1 Dibromochloromethane ND 32 ND 3.7
106-93-4 1,2-Dibromoethane ND 32 ND 4.1
127-18-4 Tetrachloroethene ND 32 ND 4.7
108-90-7 Chlorobenzene ND 32 ~ND 6.9
100-41-4 Ethylbenzene ND 32 ND 7.3
179601-23-1 m,p -Xylenes ND 32 ND 73
75-25-2 ‘ Bromoform ND 32 ND 3.1
100-42-5 Styrene ND 32 ND 7.4
95-47-6 o-Xylene - ND 32 ND 7.3
79-34-5 1,1,2,2-Tetrachloroethane ND 32 ND 4.6
541-73-1 V 1,3-Dichlorobenzene ND 32 ND 53
106-46-7 1,4-Dichlorobenzene ND 32 ND 53
95-50-1 1,2-Dichlorobenzene ND 32 ND 53

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCt - Dup (5)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of 2
Client: TRC
Client Sample ID: WDI-VW51-D-9-26-07 CAS Project ID: P2703043
Client Project ID:  WDI CAS Sample ID: P2703043-006
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
1G5 INULOS.
Container ID: SC00105
Pil=  -2.6 Pfl1= 3.5
Can D.F. = 1.50
CAS H# Compound Result MRL Result MRL Data
ng/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 30 ND 15

75-01-4 Vinyl Chloride ND 30 ND 12

74-83-9 Bromomethane ND 30 ND 7.7

75-00-3 Chloroethane ND 30 ND 11

67-64-1 Acetone ND 150 ND 63

75-69-4 Trichlorofluoromethane ND 30 , ND 5.3

75-35-4 1,1-Dichloroethene ND 30 ND 7.6

75-09-2 Methylene chloride : ND 30 ND 8.6

76-13-1 Trichlorotrifluoroethane ND 30 k ND 3.9

75-15-0 Carbon Disulfide ND | 30 ND 9.6

156-60-5 trans-1,2-Dichloroethene 82 30 21 7.6

75-34-3 1,1-Dichloroethane ' ND 30 ND 7.4

1634-04-4 Methyl tert-Butyl Ether ND 30 ND 8.3

108-05-4 Vinyl Acetate ND 150 ND | 43

78-93-3 2-Butanone (MEK) ND 30 ND 10

156-59-2 cis-1,2-Dichloroethene 200 30 50 7.6

67-66-3 Chloroform 84 30 | 17 6.1

107-06-2 1,2-Dichloroethane 74 30 18 7.4

71-55-6 1,1,1-Trichloroethane ND 30 ' ND | 55

71-43-2 Benzene 170 30 52 9.4

56-23-5 Carbon Tetrachloride ND 30 ND 4.8

78-87-5 1,2-Dichloropropane ND 30 ND 6.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ;
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-VW51-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-006
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS§ Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00105
Pil= -2.6 Pf1= 35
Can D.F. = 1.50
CAS# Compound Resuit MRL Resuit MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 30 ND 4.5
79-01-6 Trichloroethene 460 30 85 5.6
10061-01-5 cis-1,3-Dichloropropene ND 30 ND 6.6
108-10-1 4-Methyl-2-pentanone ND 30 ND 7.3
10061-02-6 trans-1,3-Dichloropropene ND 30 ND 6.6
79-00-5 1,1,2-Trichloroethane ND 30 ND 5.5
108-88-3 Toluene ND 30 ND 8.0
591-78-6 2-Hexanone ND 30 ND 7.3
124-48-1 Dibromochloromethane ND 30 ND 3.5
106-93-4 1,2-Dibromoethane ND 30 ND 39
127-18-4 Tetrachloroethene ND 30 ND 4.4
108-90-7 Chlorobenzene ND 30 ND 6.5
100-41-4 Ethylbenzene ND 30 ND 6.9
179601-23-1 m,p-Xylenes ND 30 ND 6.9
75-25-2 Bromoform ND 30 ND 2.9
100-42-5 Styrene ND 30 ND 7.0
95-47-6 o-Xylene ND 30 ND 6.9
79-34-5 1,1,2,2-Tetrachloroethane ND 30 ND 4.4
541-73-1 1,3-Dichlorobenzene ND 30 ND 5.0
106-46-7 1,4-Dichlorobenzene ND 30 ND 5.0
95-50-1 1,2-Dichlorobenzene ND 30 ND 5.0

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SC1 - Sample (6)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 2

Client: TRC
Client Sample ID: WDI-VW51-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-006DUP
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00105
Pil= -2.6 Pf1= 35
Can D.F.= 1.50
CAS# Compound Result MRL Result MRL Data
ug/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 30 . ND 15
75-01-4 Viny! Chloride ND 30 ND 12
74-83-9 Bromomethane ND 30 ND 7.7
75-00-3 Chloroethane ND 30 ND 11
67-64-1 Acetone ND 150 ND 63
75-69-4 Trichlorofluoromethane ND 30 ND 5.3
75-35-4 1,1-Dichloroethene ND 30 ND 7.6
75-09-2 Methylene chloride ND 30 ND 8.6
76-13-1 Trichlorotrifluoroethane ND 30 ND 3.9
75-15-0 Carbon Disulfide ND 30 ND 9.6
156-60-5 trans-1 ,2—Dichloroethene 81 30 20 7.6
75-34-3 1,1-Dichloroethane ND 30 ND 7.4
1634-04-4 Methyl tert-Butyl Ether ND 30 ND 8.3
108-05-4 Vinyl Acetate ND 150 ND 43
78-93-3 2-Butanone (MEK) ND 30 ND 10
156-59-2 cis-1,2-Dichloroethene 190 30 49 7.6
67-66-3 Chloroform 85 30 17 - 6.1
107-06-2 1,2-Dichloroethane 75 30 18 7.4
71-55-6 1,1,1-Trichloroethane ND 30 ND 5.5
71-43-2 Benzene 170 30 52 9.4
56-23-5 Carbon Tetrachloride ND 30 ND 4.8
78-87-5 1,2-Dichloropropane ND 30 ND 65

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Dup (6)
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2
TRC
WDI-VW51-D-9-26-07 CAS Project ID: P2703043
CAS Sample ID: P2703043-006DUP

WDI

Date Collected: 9/26/07
Date Received: 10/1/07

EPA TO-15 Modified
Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8

Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00105
Pil= -2.6 Pf1= 35
CanD.F.= 1.50
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 30 ND 4.5
79-01-6 Trichloroethene ' 450 30 84 5.6
10061-01-5 cis-1,3-Dichloropropene ND 30 ND 6.6
108-10-1 4-Methyl-2-pentanone ND 30 ND 7.3
10061-02-6 trans-1,3-Dichloropropene ND 30 ND 6.6
79-00-5 1,1,2-Trichloroethane "ND 30 ND 5.5
108-88-3 Toluene ND 30 ND 8.0
591-78-6 2-Hexanone ND 30 ND 73
124-48-1 Dibromochloromethane ND 30 ND 3.5
106-93-4 1,2-Dibromoethane ND 30 ND 3.9
127-18-4 Tetrachloroethene ND 30 ND 4.4
108-90-7 Chlorobenzene ND 30 ND 6.5
100-41-4 Ethylbenzene ND 30 ND 6.9
179601-23-1 m,p -Xylenes ND 30 ND 6.9
75-25-2 Bromoform ND 30 ND 2.9
100-42-5 Styrene ND 30 ND 7.0
95-47-6 o-Xylene ND 30 ND 6.9
79-34-5 1,1,2,2-Tetrachloroethane ND 30 ND 4.4
541-73-1 1,3-Dichlorobenzene ND 30 ND 5.0
106-46-7 " 1,4-Dichlorobenzene ND 30 ND 5.0
95-50-1 1,2-Dichlorobenzene - ND 30 ND 5.0

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SC1 - Dup (6)
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Client: TRC

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client Sample ID:  WDI-VWS51-DAC-9-26-07

Client Project ID: WDI

CAS Project ID: P2703043

CAS Sample ID: P2703043-007

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8 Date Received: 10/1/07
Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00420
Pil= -2.5 Pf1= 35
Can D.I. = 1.49
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier

74-87-3 Chloromethane ND 30 ND 14

75-01-4 Vinyl Chloride ND 30 ND 12

74-83-9 Bromomethane ND 30 ND 7.7

75-00-3 Chloroethane ND 30 ND 11

67-64-1 Acetone ND 150 ND 63

75-69-4 Trichlorofluoromethane ND 30 ND 5.3

75-35-4 1,1-Dichloroethene ND 30 ND 7.5

75-09-2 Methylene chloride ND 30 ND 8.6

76-13-1 Trichlorotrifluoroethane ND 30 ND 3.9

75-15-0 Carbon Disulfide ND 30 ND 9.6

156-60-5 trans-1,2-Dichloroethene 77 30 19 7.5

75-34-3 1,1-Dichloroethane ND 30 ND 7.4

1634-04-4 Methyl tert-Butyl Ether ND 30 ND 8.3

108-05-4 Vinyl Acetate ND 150 ND 42

78-93-3 2-Butanone (MEK) ND 30 ND 10

156-59-2 cis-1,2-Dichloroethene 190 30 47 7.5

67-66-3 Chloroform 81 30 17 6.1

107-06-2 1,2-Dichloroethane 71 30 18 7.4

71-55-6 1,1 ,1-Trichloroethane ND 30 ND 5.5

71-43-2 Benzene 160 30 51 9.3

56-23-5 Carbon Tetrachloride ND 30 ND 4.7

78-87-5 1 '2-Di¢hloropropane ND 30 ND 6.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The mmunum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Sample (7)
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

- TRC :

WDI-VW51-DAC-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-007

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID; Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00420
Pil= -2.5 Pfl1= 35
Can D.F.= 149
CAS# Compound Resuit MRL Result MRL Data
pg/m’ pg/m? ‘ppbVv ppbV Qualifier

75-27-4 Brbmodichloromcthane ND 30 ND 4.4

79-01-6 Trichloroethene ' 440 30 82 5.5

10061-01-5 cis-1,3-Dichloropropene ND 30 ND 6.6

108-10-1 4-Methyl-2-pentanone ND 30 ND 7.3

10061-02-6 trans-1,3-Dichloropropene ND 30 ND 0.6

79-00-5 1,1,2-Trichloroethane ND 30 ND 5.5

108-88-3 Toluene ND 30 ND 7.9

591-78-6 2-Hexanone ND 30 ND 73

124-48-1 Dibromochloromethane ND 30 ND 3.5

106-93-4 1,2-Dibromoethane ND 30 ND 3.9

127-18-4 Tetrachloroethene ND 30 ND 4.4

108-90-7 Chlorobenzene ND 30 ND 6.5

100-41-4 Ethylbenzene ND 30 ND 6.9

179601-23-1 m,p -Xylenes ND 30 ND 6.9

75-25-2 Bromoform ND 30 ND 2.9

100-42-5 Styrene ND 30 ND 7.0

95-47-6 o-Xylene ND 30 ND 6.9

79-34-5 1,1,2,2-Tetrachloroethane ND 30 ND 43

541-73-1 1,3-Dichlorobenzene ND 30 ND 5.0

106-46-7 1,4-Dichlorobenzene ND 30 ND 5.0

95-50-1 1,2-Dichlorobenzene ND 30 ND 5.0

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SC1 - Sampie (7)
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC

WDI-VW51-DAC-9-26-07

WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 1 of 2

Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8

CAS Project ID: P2703043
CAS Sample ID: P2703043-007DUP

Date Collected: 9/26/07
Date Received: 10/1/07

Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container ID: SC00420
Pil= -2.5 Pf1= 3.5
Can D.F. = 149
CAS# Compound Result MRL Result MRL Data
pg/m? png/m® ppbV ppbV Qualifier
74-87-3 Chloromethane ND 30 ND 14
75-01-4 Vinyl Chloride ND 30 ND 12
74-83-9 Bromomethane ND 30 ND 7.7
75-00-3 Chloroethane ND 30 ND 11
67-64-1 Acetone ND 150 ND 63
75-69-4 Trichlorofluoromethane ND 30 ND 53
75-35-4 1,1-Dichloroethene ND 30 ND 7.5
75-09-2 Methylene chloride ND 30 ND 8.6
76-13-1 Trichlorotrifluoroethane ND 30 ND 3.9
75-15-0 Carbon Disulfide ND 30 ND 9.6
156-60-5 trans-1,2-Dichloroethene 78 30 20 7.5
75-34-3 1,1-Dichloroethane ND 30 ND 7.4
1634-04-4 Methyl tert-Butyl Ether ND 30 ND 8.3
108-05-4 Vinyl Acetate ND 150 ND 42
78-93-3 2-Butanone (MEK) ND 30 ND 10
156-59-2- cis-1,2-Dichloroethene - © 180 30 47 7.5
67-66-3 Chloroform 83 30 17 6.1
107-06-2 1,2-Dichloroethane 71 30 18 7.4
71-55-6 1,1,1-Trichloroethane ND 30 ND 5.5
71-43-2 Benzene 160 30 52 9.3
56-23-5 Carbon Tetrachloride ND 30 ND 4.7
78-87-5 1,2-Dich10rdpropane ND 30 ND 6.5

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Dup (7)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-VW51-DAC-9-26-07 CAS Project ID; P2703043
Client Project ID: WDI CAS Sample ID: P2703043-007DUP
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8 Date Received: 10/1/07
Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 0.050 Liter(s)
Test Notes:
Container [D: SC00420
Pil= -2.5 Pfl1= 35
Can D.F. = 149
CAS# Compound Resuit MRL Result MRL Data
ug/m? pg/m? ppbV ppbV' Qualifier
75-27-4 Bromodichloromethane ND 30 ND 4.4
79-01-6 Trichloroethene 440 30 82 5.5
10061-01-5 cis-1,3-Dichloropropene ND 30 ND 6.6
108-10-1 4-Methyl-2-pentanone ND 30 ND 7.3
10061-02-6 trans-1,3-Dichloropropene ND 30 ND 6.6
79-00-5 1,1,2-Trichloroethane ND 30 ND 5.5
108-88-3 Toluene ND 30 ND 7.9
591-78-6 2-Hexanone ND 30 ND 73
124-48-1 Dibromochloromethane ND 30 ND 3.5
106-93-4 1,2-Dibromoethane ND 30 ND 3.9
127-18-4 Tetrachloroethene ND 30 ND 4.4
108-90-7 Chlorobenzene ND 30 ND 6.5
100-41-4 Ethylbenzene ND 30 ND 6.9
179601-23-1 m,p -Xylenes ND 30 ND 6.9
75-25-2 Bromoform ND 30 ND | 29
100-42-5 Styrene ND 30 ND 7.0
95-47-6 0-Xylene ND 30 ND 6.9
79-34-5 1,1,2,2-Tetrachloroethane ND 30 ND 43
541-73-1 1 ,3-Dichlorobenzene ND 30 ND 5.0
106-46-7 1 4-Dichlorobenzene ND 30 ND 5.0
95-50-1 1,2-Dichlorobenzene ND 30 ND 5.0

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA SCI - Dup (7)
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW34-5-9-26-07
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 1 of 2

Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9

CAS Project ID: P2703043
CAS Sample ID: P2703043-008

Date Collected: 9/26/07
Date Received: 10/1/07

Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00305
Pil= -3.6 Pf1= 3.6
Can D.F. = 1.65
CAS# Compound Result MRL Result MRL Data
pg/m? ug/m? pphV ppbV Qualifier
74-87-3 Chloromethane ND 1.7 ND 0.80
75-01-4 Viny! Chloride ND 1.7 ND 0.65
74-83-9 Bromomethane ND 1.7 ND 0.43
75-00-3 Chloroethane ND 1.7 ND 0.63
67-64-1 Acetone 46 8.3 19 3.5 M
75-69-4 Trichlorofluoromethane ND 1.7 ND 0.29
75-35-4 1,1-Dichloroethene ND 1.7 ND 0.42
75-09-2 Methylene chloride ND 1.7 ND 0.48
76-13-1 Trichlorotrifluoroethane ND 1.7 ND 0.22
75-15-0 Carbon Disulfide 10 1.7 33 0.53
156-60-5 trans-1,2-Dichloroethene ND 1.7 ND 0.42
75-34-3 1,1-Dichloroethane ND 1.7 ND 0.41
1634-04-4 Methyl tert-Butyl Ether ND 1.7 ND 0.46
108-05-4 Vinyl Acetate ND 8.3 ND 2.3
78-93-3 2-Butanone (MEK) 13 1.7 4.5 0.56
156-59-2 cis-1,2-Dichloroethene ND 1.7 ND 0.42
67-66-3 Chloroform ND 1.7 ND 0.34
107-06-2 1,2-Dichloroethane ND 1.7 ND 0.41
71-55-6 1,1,1-Trichloroethane ND 1.7 ND 0.30
71-43-2 Benzene ' 110 1.7 33 0.52
56-23-5 Carbon Tetrachloride ND - 1.7 ND 0.26
78-87-5 1,2-Dichloropropane ND 1.7 ND 0.36

ND = Compound was-analyzed for, but not detected above thelaboratory reporting limit.
'MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidéntly determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03043VOA.SCI - Sample (8)
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW34-5-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-008

Test Code: " EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/6/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00305
Pil= -3.6 Pf1= 36
Can D.F. = 1.65
; CAS # Compound Result MRL Resuit MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND | 025
79-01-6 Trichloroethene ND 1.7 ND 0.31
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.36
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.40
10061-02-6 trans-1,3-Dichloropropene ND 1.7 ND 0.36
79-00-5 1,1,2-Trichloroethane ND 1.7 ND 0.30
108-88-3 Toluene 18 1.7 4.8 0.44
591-78-6 2-Hexanone 3.5 1.7 0.85 0.40
124-48-1 Dibromochloromethane ND 1.7 ND 0.19
106-93-4 1,2-Dibromoethane ND 1.7 ND | 021
127-18-4 Tetrachloroethene 12 1.7 1.8 0.24
108-90-7 Chlorobenzene ND 1.7 ND 0.36
100-41-4 Ethylbenzene 4.7 1.7 1.1 0.38
179601-23-1 m,p -Xylenes 21 1.7 4.9 0.38
75-25-2 Bromoform ND 1.7 ND 0.16
100-42-5 Styrene 1.7 1.1 0.39
95-47-6 0-Xylene 5 1.7 1.9 0.38
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.24
541-73-1 1,3-Dichlorobenzene ND 1.7 ND 0.27
106-46-7 1,4—Dich10robenzene ‘ ND 1.7 ND 0.27
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.27

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (8)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 2

Client: TRC
Client Sample ID: WDI-VW34-1-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-009
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00746
Pil= -3.8 Pf1= 3.6
Can D.F.= 1.68
CAS# Compound Result MRL Result MRL Data
png/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.7 ND 0.81
75-01-4 Vinyl Chloride ND 1.7 ND 0.66
74-83-9 Bromomethane ND 1.7 ND 0.43
75-00-3 Chloroethane ND 1.7 ND 0.64
67-64-1 Acetone 60 8.4 25 3.5 M
75-69-4 Trichlorofluoromethane 1.9 1.7 0.33 0.30
75-35-4 1,1-Dichloroethene ND 1.7 ND 0.42
75-09-2 Methylene chloride ND 1.7 ND 0.48
76-13-1 Trichlorotrifluoroethane ND 1.7 ND 0.22
75-15-0 Carbon Disulfide 4.3 1.7 1.4 0.54
156-60-5 trans-1,2-Dichloroethene ND 1.7 ND 0.42
75-34-3 1,1-Dichloroethane ND 1.7 ND 0.42
1634-04-4 Methyl tert-Butyl Ether ND 1.7 ND 0.47
108-05-4 Vinyl Acetate ND 8.4 ND 2.4
78-93-3 2-Butanone (MEK) 8.2 1.7 2.8 0.57
156-59-2 cis-1 ,2«Dichlor0@thene ND 1.7 ND 0.42
67-66-3 Chloroform ND 1.7 ND 0.34
107-06-2 1,2-Dichloroethane ND 1.7 ND 0.42
71-55-6 1,1,1-Trichloroethane ND 17 ND 0.31
71-43-2 Benzene 44 1.7 14 0.53
56-23-5 ~ Carbon Tetrachloride ND 1.7 ND 0.27
78-87-5 1,2-Dichloropropane ND 1.7 ND 0.36

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03043VOA.SC1 - Sample (9)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-VW34-1-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-009
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container 1D: SC00746
Pil= -3.8 Pfl= 36
Can D.F. = 1.68
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND 0.25 '
79-01-6 Trichloroethene ND 1.7 ND 0.31
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.37
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.41
10061-02-6 trans-1,3-Dichloropropene ND 1.7 ND 0.37
79-00-5 1,1,2-Trichloroethane ND 1.7 ND 0.31
108-88-3 Toluene 15 1.7 4.0 0.45
591-78-6 2-Hexanone ND 1.7 ND 0.41
124-48-1 Dibromochloromethane ND 1.7 ND 0.20
106-93-4 1,2-Dibromoethane ND 1.7 ND 0.22
127-18-4 Tetrachloroethene ND 1.7 ND 0.25
108-90-7 Chlorobenzene ND 1.7 ND 0.36
100-41-4 Ethylbenzene 2.2 1.7 0.51 0.39
179601-23-1 m,p-Xylenes 7.8 1.7 1.8 0.39
75-25-2 Bromoform ND 1.7 ND 0.16
100-42-5 Styrene ND 1.7 ND 0.39
95-47-6 o-Xylene 2.8 1.7 0.66 0.39
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.24
541-73-1 1,3-Dichlorobenzene ND 1.7 ND 0.28
106-46-7 1,4-Dichlorobenzene ND 1.7 ND 0.28
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.28

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (9)
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Client:

Client Sample 1D:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW34-D-9-26-07
WDI

RESULTS OF ANALYSIS
Page | of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-010

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00573
Pil= -3.8 Pf1= 36
Can D.F.= 1.68
CAS# Compound Result MRL Result MRL Data
| ug/m’ png/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.7 ND 0.81
75-01-4 Vinyl Chloride ND 1.7 ND 0.66
74-83-9 Bromomethane ND 1.7 ND 0.43
75-00-3 Chloroethane ND 1.7 ND 0.64
67-64-1 Acetone 36 8.4 15 3.5 M
75-69-4 Trichlorofluoromethane ND 1.7 ND 0.30
75-35-4 1,1-Dichloroethene ND 1.7 ND 0.42
75-09-2 Methylene chloride ND 1.7 ND 0.48
76-13-1 Trichloroirifiuoroethane 3.0 1.7 0.39 0.22
75-15-0 Carbon Disulfide 1.7 1.7 055 0.54
156-60-5 trans-1,2-Dichloroethene ND 1.7 ~ND 0.42
75-34-3 1,1-Dichloroethane ND 1.7 ND 0.42
1634-04-4 Methyl tert-Butyl Ether ND 1.7 ND 0.47
108-05-4 Vinyl Acetate ND 8.4 ND | 24
78-93-3 2-Butanone (MEK) 8.3 1.7 2.8 0.57
156-59-2 cis-1,2-Dichloroethene ND 1.7 ND 0.42
67-66-3 Chloroform ND 1.7 ND 0.34
107-06-2 1,2-Dichloroethane ND 1.7 ND 0.42
71-55-6 1,1,1-Trichloroethane ND 1.7 ND 0.31
71-43-2 Benzene 180 1.7 55 0.53
56-23-5 Carbon Tetrachloride ' ND 1.7 ND 0.27
78-87-5 1,2-Dichloropropane ND 1.7 ND 0.36

ND = Compound was analyzed fbr, but not detected above thelaboratory reporting limit. ,
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

03043VOA.SCI - Sample (10)

Verified By:
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW34-D-9-26-07
WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043

CAS Sample ID: P2703043-010

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00573
Pil= -3.8 Pfl= 36
Can D.F.= 1.68
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND 0.25
79-01-6 Trichloroethene ND 1.7 ND 0.31
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.37
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.41
10061-02-6 trans-1,3-Dichloropropene ND 1.7 ND 0.37
79-00-5 1,1,2-Trichloroethane ND 1.7 ND 0.31
108-88-3 Toluene 16 1.7 4.2 0.45
591-78-6 2-Hexanone 2.9 1.7 0.71 0.41
124-48-1 Dibromochloromethane ND 1.7 ND 0.20
106-93-4 1,2-Dibromoethane ND 1.7 ND 0.22
127-18-4 Tetrachloroethene 8.9 1.7 1.3 0.25
108-90-7 Chlorobenzene ND 1.7 ND 0.36
100-41-4 Ethylbenzene 3.7 1.7 0.86 0.39
179601-23-1 m,p -Xylenes 17 1.7 3.8 0.39
75-25-2 Bromoform ND 1.7 ND 0.16
100-42-5 Styrene 4.5 1.7 1.1 0.39
95-47-6 o-Xylene 6.5 1.7 1.5 0.39
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.24
541-73-1 1,3-Dichlorobenzene ND 1.7 ND 0.28
106-46-7 1,4-Dichlorobenzene ND 1.7 ND 0.28
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.28

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.

03043VOA.SCI - Sample (10)
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2
Client: TRC
Client Sample ID: WDI-VW42-S-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI ’ CAS Sample ID: P2703043-011
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst; Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00637
Pil= -3.6 Pf1= 3.5
Can D.F. = 1.64
CAS # Compound Result MRL Result MRL Data
pg/m’ pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.6 ND 0.79
75-01-4 Vinyl Chloride ~ ND 1.6 ND 0.64
74-83-9 Bromomethane ND 1.6 ND 0.42
75-00-3 Chloroethane ND 1.6 ND 0.62
67-64-1 Acetone 32 8.2 13 3.5 M
75-69-4 Trichlorofluoromethane ND 1.6 ND 0.29
75-35-4 1,1-Dichloroethene ND 1.6 ~ ND 0.41
75-09-2 Methylene chloride ' ND 1.6 ND 0.47
76-13-1 Trichlorotrifluoroethane 1.9 1.6 0.25 0.21
75-15-0 Carbon Disulfide 6.8 1.6 2.2 0.53
156-60-5 trans-1,2-Dichloroethene ND 16 ND 0.41
75-34-3 1,1-Dichloroethane ND 1.6 ND 0.41
1634-04-4 Methyl tert-Butyl Ether “ ND 1.6 ND 0.46
108-05-4 Vinyl Acetate ’ ND | 82 ND 2.3
78-93-3 2-Butanone (MEK) 73 1.6 2.5 0.56
156-59-2 cis-1,2-Dichloroethene ND 1.6 ND 0.41
67-66-3 Chloroform ‘ 6.4 1.6 1.3 0.34
107-06-2 1,2-Dichloroethane ND 1.6 ND 0.41
71-55-6 1,1,1-Trichloroethane ND 1.6 ND 0.30
71-43-2 Benzene 130 1.6 41 0.51
56-23-5 Carbon Tetrachloride ND 1.6 ND 0.26
78-87-5 1,2-Dichloropropane ND 1.6 ND 0.35

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.

Verified By: Lot Date: 1o lzilon
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-VW42-§8-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-011
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8§ Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID; SC00637
Pil= -3.6 Pfl1= 35
Can D.F.= 1.64
CAS # Compound Result MRL Result MRL Data
pg/m? ug/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.6 ND 0.24
79-01-6 Trichloroethene 29 1.6 5.3 0.31
10061-01-5 cis-1,3-Dichloropropene ND 1.6 ND 0.36
108-10-1 4-Methyl-2-pentanone ND 1.6 ND 0.40
10061-02-6 k trans-1,3-Dichloropropene ND 1.6 ND 0.36
79-00-5 1,1,2-Trichloroethane ND 1.6 ND 0.30
108-88-3 Toluene 17 1.6 4.4 0.44
591-78-6 2-Hexanone 2.5 1.6 0.62 0.40
124-48-1 Dibromochloromethane ND 1.6 ND 0.19
106-93-4 1,2-Dibromoethane ND 1.6 ND 0.21
127-18-4 Tetrachloroethene 22 1.6 3.2 0.24
108-90-7 Chlorobenzene ND 1.6 ND 0.36
100-41-4 Ethylbenzene 3.2 1.6 0.75 0.38
179601-23-1 m,p -Xylenes 15 1.6 3.5 0.38
75-25-2 Bromoform ND 1.6 ND 0.16
100-42-5 Styrene 4.6 1.6 1.1 0.39
95-47-6 0-Xylene 6.4 1.6 1.5 0.38
79-34-5 1,1,2,2-Tetrachloroethane ND 1.6 ND 0.24
341-73-1 1,3-Dichlorobenzene ND 1.6 ND 0.27
106-46-7 1,4-Dichlorobenzene ND 1.6 ND 0.27
95-50-1 1,2-Dichlorobenzene ND 1.6 ND 0.27

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
WDI-VW42-D-9-26-07
WDI

RESULTS OF ANALYSIS
Page | of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-012

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS§ Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00069
Pil= -4.2 Pfl1= 3.5
CanDF.=1.73
CAS # Compound Result MRL Result MRL Data
pg/m? ug/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.7 ND 0.84
75-01-4 Vinyl Chloride ND 1.7 ND 0.68
74-83-9 Bromomethane ND 1.7 ND 0.45
75-00-3 Chloroethane ND 1.7 ND 0.66
67-64-1 Acetone 41 8.7 17 3.6 M
75-69-4 Trichlorofluoromethane ND 1.7 ND 0.31
75-35-4 1,1-Dichloroethene ND 1.7 ND 0.44
75-09-2 Methylene chloride ND 1.7 ND 0.50
76-13-1 Trichlorotrifiuoroethane 6.7 1.7 0.87 0.23
75-15-0 Carbon Disulfide 20 1.7 6.4 0.56
156-60-5 trans-1,2-Dichloroethene ND 1.7 ND 0.44
75-34-3 1,1-Dichloroethane ND 1.7 ND 0.43
1634-04-4 Methy! tert-Butyl Ether ND 1.7 ND 0.48
108-05-4 Vinyl Acetate ND 8.7 ND 2.5
78-93-3 2-Butanone (MEK) 8.2 1.7 2.8 0.59
156-59-2 cis-1,2-Dichloroethene ND 1.7 ND 0.44
67-66-3 Chloroform ND 1.7 ND 0.35
107-06-2 " '1,2-Dichloroethane ND 1.7 ND 0.43
71-55-6 1,1,1-Trichloroethane ND 1.7 ND 0.32
71-43-2 Benzene 100 1.7 33 0.54
56-23-5 Carbon Tetrachloride ND 1.7 ND 0.28
78-87-5 1,2-Dichloropropane ND 1.7 ND 0.37

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
M = Matrix interference due to coelution with a non-target compound; results may be biased high.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC
Client Sample ID: WDI-VW42-D-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-012
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container 1D: SC00069
Pil= -4.2 Pf1= 35
CanD.F. = 1.73
CAS # Compound Result MRL Result MRL Data
ug/m? ug/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND 0.26
79-01-6 Trichloroethene ND 1.7 ND 0.32
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.38
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.42
10061-02-6 trans—1,3—Dichlorop1‘dpene ND 1.7 ND 0.38
79-00-5 1,1,2-Trichloroethane ND 1.7 ND 0.32
108-88-3 Toluene 19 1.7 5.2 0.46
591-78-6 2-Hexanone 2.2 1.7 0.53 0.42
124-48-1 Dibromochloromethane ND 1.7 ND 0.20
106-93-4 1,2-Dibromoethane ND 1.7 ND 0.23
127-18-4 Tetrachloroethene 14 1.7 2.1 0.26
108-90-7 Chlorobenzene ND 1.7 ND 0.38
100-41-4 Ethylbenzene 3.5 1.7 0.79 0.40
179601-23-1 m,p -Xylenes 15 1.7 3.4 0.40
75-25-2 Bromoform ND 1.7 ND 0.17
100-42-5 Styrene 4.8 1.7 1.1 0.41
95-47-6 o-Xylene 5.6 1.7 1.3 0.40
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.25
541-73-1 1,3-Dichlorobenzene 1.7 1.7 0.29 0.29
106-46-7 1,4-Dichlorobenzene ND 1.7 ND 0.29
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.29

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client: TRC
Client Sample ID: WDI-VW42-AMB-9-26-07 CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: P2703043-013
Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8§ Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container ID: SC00377
Pil= -3.8 Pf1= 3.6
Can D.F. = 1.68
CAS# Compound Result MRL Result MRL Data
pg/m?3 pg/md ppbV ppbV Qualifier

74-87-3 Chloromethane ND 1.7 ND 0.81

75-01-4 Vinyl Chloride ND 1.7 ND 0.66

74-83-9 Bromomethane ND 1.7 ND 0.43

75-00-3 Chloroethane ND 1.7 ND 0.64

67-64-1 Acetone 39 8.4 16 3.5

75-69-4 Trichlorofluoromethane 1.7 1.7 0.30 0.30

75-35-4 1,1-Dichloroethene ND 1.7 ND 0.42

75-09-2 Methylene chloride ND 1.7 ND 0.48

76-13-1 Trichlorotrifluoroethane ND 1.7 ND 0.22

75-15-0 Carbon Disulfide 13 1.7 4.0 0.54

156-60-5 trans-1,2-Dichloroethene ND 1.7 ND 0.42

75-34-3 1,1-Dichloroethane ND 1.7 ND 0.42

1634-04-4 Methyl tert-Butyl Ether ND 1.7 ND 0.47

108-05-4 Vinyl Acetate ) ND 8.4 ND 2.4

78-93-3 2-Butanone (MEK) 6.0 1.7 2.0 0.57

156-59-2 cis-1,2-Dichloroethene ND 1.7 ND 0.42

67-66-3 Chloroform ND 1.7 ND 0.34

107-06-2 1,2-Dichloroethane ND 1.7 ND 0.42

71-55-6 1,1,1-Trichloroethane ND 1.7 ND 0.31

71-43-2 " Benzene ND 1.7 ND 0.53

56-23-5 Carbon Tetrachloride ND 1.7 ND | 027

78-87-5 1,2-Dichloropropane ND 1.7 ND 0.36

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ,
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC

WDI-VW42-AMB-9-26-07

WDI

RESULTS OF ANALYSIS
Page 2 of 2

CAS Project ID: P2703043
CAS Sample ID: P2703043-013

Test Code: EPA TO-15 Modified Date Collected: 9/26/07
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: 10/1/07
Analyst: Wida Ang Date(s) Analyzed: 10/8/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
Container 1D: SC00377
Pil= -3.8 Pfl= 36
Can D.F.= 1.68
CAS # Compound Result MRL Result MRL Data
pg/m’ pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.7 ND 0.25
79-01-6 Trichloroethene ND 1.7 ND 0.31
10061-01-5 cis-1,3-Dichloropropene ND 1.7 ND 0.37
108-10-1 4-Methyl-2-pentanone ND 1.7 ND 0.41
10061-02-6 trans-1,3-Dichloropropene ND 1.7 ND 0.37
79-00-5 1,1,2-Trichloroethane ND 1.7 ND 0.31
108-88-3 Toluene 6.5 1.7 1.7 0.45
591-78-6 2-Hexanone ND 1.7 ND 0.41
124-48-1 Dibromochloromethane ND 1.7 ND 0.20
106-93-4 1,2-Dibromoethane ND 1.7 ND 0.22
127-18-4 Tetrachloroethene ND 1.7 ND 0.25
108-90-7 Chlorobenzene ND 1.7 ND 0.36
100-41-4 Ethylbenzene ND 1.7 ND 0.39
179601-23-1 m,p -Xylenes 3.4 1.7 0.79 0.39
75-25-2 Bromoform ND 1.7 ND 0.16
100-42-5 Styrene ND 1.7 ND 0.39
95-47-6 o-Xylene ND 1.7 ND 0.39
79-34-5 1,1,2,2-Tetrachloroethane ND 1.7 ND 0.24
541-73-1 1,3-Dichlorobenzene ND 1.7 ND 0.28
106-46-7 1,4-Dichlorobenzene ND 1.7 ND 0.28
95-50-1 1,2-Dichlorobenzene ND 1.7 ND 0.28

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

Client Sample ID:
Client Project ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
Method Blank
WDI

RESULTS OF ANALYSIS
Page 1 of 2

CAS Project ID: P2703043
CAS Sample ID: PO71005-MB

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: NA
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
D.F.= 1.00
CAS # Compound Result MRL Result MRL Data
; pg/m? ug/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.0 ND 0.48
75-01-4 Vinyl Chloride ND 1.0 ND 0.39
74-83-9 Bromomethane ND 1.0 ND | 026
75-00-3 Chloroethane ND 1.0 ND 0.38
67-64-1 Acetone ND 5.0 ND 2.1
75-69-4 Trichlorofluoromethane ND 1.0 ND 0.18
75-35-4 1,1-Dichloroethene ND 1.0 ND 0.25
75-09-2 Methyléne chloride ND 1.0 ND 0.29
76-13-1 Trichlorotrifluoroethane ND 1.0 ND 0.13
75-15-0 Carbon Disulfide ND 1.0 ND 0.32
156-60-5 | trans-1,2-Dichloroethene ND 1.0 ND 0.25
75-34-3 1,1-Dichloroethane ND 1.0 ND 0.25
1634-04-4 Methy! tert-Butyl Ether ND 1.0 ND 0.28
108-05-4 Vinyl Acetate ND 5.0 ND 14
78-93-3 2-Butanone (MEK) ND 1.0 ND 0.34
156-59-2 cis-1,2-Dichloroethene ND 1.0 ND 0.25
67-66-3 Chloroform ND 1.0 ND 0.20
107-06-2 1,2-Dichloroethane ND 1.0 ND 0.25
71-55-6 1,1,1-Trichloroethane ND 1.0 'ND 0.18
71-43-2 Benzene ND 1.0 ND 0.31
56-23-5 Carbon Tetrachloride ND 1.0 ND 0.16
78-87-5 1,2-Dichloropropane ND 1.0 ND 0.22

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 2 of 2
Client: TRC
Client Sample ID: Method Blank CAS Project ID: P2703043
Client Project ID: WDI CAS Sample ID: PO71005-MB
Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Date Received: NA
Analyst: Wida Ang Date(s) Analyzed: 10/5/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
D.F.=1.00
CAS # Compound Result MRL Result MRL Data
pg/m® pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.0 ND 0.15 ‘
79-01-6 Trichloroethene ND 1.0 ND 0.19
10061-01-5 cis-1 ,3-Dichloropropene ND 1.0 ND 0.22
108-10-1 4¥Methyl~2-pentanbrxe ND 1.0 ND 0.24
10061-02-6 trans-1 ,3—Dichloropropéne ND 1.0 ND 0.22
79-00-5 1,1,2—Trich10roefhane ND 1.0 ND 0.18
108-88-3 Toluene ND 1.0 ND 027
591-78-6 " 2-Hexanone ND 1.0 ND 0.24
124-48-1 Dibromochloromethane ND 1.0 ND 0.12
106-93-4 1,2-Dibromoethane ND 1.0 ND 0.13
127-18-4 Tetrachloroethene ND 1.0 ND 0.15
108-90-7 Chlorobenzene ND 1.0 ND 0.22
100-41-4 Ethylbenzene ND 1.0 ND 0.23
179601-23-1 m,p-Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 1.0 ND 0.097
100-42-5 Styrene ND 1.0 ND 0.23
95-47-6 o-Xylene ND 1.0 ND 0.23
79-34-5 1 ,1,2,2-Tetrachloroethane ND 1.0 ND 0.15
541-73-1 1,3-Dichlorobenzene ND 1.0 ND 0.17
106-46-7 1,4-Dichlorobenzene ND 1.0 ND 0.17
95-50-1 I,Z-Dichlorobenzehe ND 1.0 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC

Client Sample ID: Method Blank

Client Project ID:

Test Code:
Instrument ID:
Analyst:

Sampling Media:

Test Notes:

WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page | of 2

Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9

Wida Ang
Summa Canister

CAS Project ID: P2703043
CAS Sample ID: P071006-MB

Date Collected: NA
Date Received: NA
Date(s) Analyzed: 10/6/07

Volume(s) Analyzed: 1.00 Liter(s)

D.F. = 1.00

CAS # Compound Result MRL Result MRL Data

pg/m? pug/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.0 ND 0.48
75-01-4 Vinyl Chloride ND 1.0 ND 0.39
74-83-9 Bromomethane ND 1.0 ND 0.26
75-00-3 Chloroethane ND 1.0 ND 0.38
67-64-1 Acetone ND 5.0 ND 2.1
75-69-4 Trichlorofluoromethane ND 1.0 ND 0.18
75-35-4 1,1-Dichloroethene ND 1.0 ND | 025
75-09-2 Methylene chloride ND 1.0 ND | 029
76-13-1 Trichlorotrifluoroethane ND 1.0 ND 0.13
75-15-0 Carbon Disulfide ND 1.0 ND 032
156-60-5 V trans-1,2-Dichloroethene ND 1.0 ND 0.25
75-34-3 1,1-Dichloroethane ND 1.0 ND 0.25
1634-04-4 Methyl tert-Butyl Ether ND 1.0 ND 0.28
108-05-4 Vinyl Acetate ND 5.0 ND 1.4
78-93-3 2-Butanone (MEK) ND 1.0 ND 0.34
156-59-2 cis-1 ,2—Dichloroethenc ND 1.0 ND 0.25
67-66-3 Chloroform o ND 1.0 ND 0.20
107-06-2 1,2-Dichloroethane ND 1.0 ND 0.25
71-55-6 1,1,1-Trichloroethane ND 1.0 ND 0.18
71-43-2 Benzene ND 1.0 ND | 031
56-23-5 Carbon Tetrachloride ND 1.0 ND 0.16
78-87-5 1,2-Dichloropropane ND 1.0 ND 0.22

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 2 of 2

Client: TRC

Client Sample ID: Method Blank CAS Project ID: P2703043

Client Project ID:” WDI CAS Sample ID: PO71006-MB

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: NA

Analyst: Wida Ang Date(s) Analyzed: 10/6/07

Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)

Test Notes:

D.F. = 1.00
CAS # Compound Resuit MRL Result MRI. Data
| pg/m?® ug/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 1.0 ND 0.15
79-01-6 Trichloroethene ND 1.0 ND 0.19
10061-01-5 cis- 1,3-Dichloropropene ND 1.0 ND 0.22
108-10-1 4-Methyl-2-pentanone ND 1.0 ND 0.24
10061-02-6 ' trans-1,3-Dichloropropene ND 1.0 ND 0.22
79-00-5 1,1,2-Trichloroethane ND 1.0 ND 0.18
108-88-3 Toluene ND 1.0 ND 0.27
591-78-6 2-Hexanone ND 1.0 ND 0.24
124-48-1 Dibromochloromethane ND 1.0 ND 0.12
106-93-4 1,2-Dibromoethane ND 1.0 ND 0.13
127-18-4 Tetrachloroethene ND 1.0 ND 0.15
108-90-7 Chlorobenzene ND 1.0 ND 0.22
100-41-4 Ethylbenzene ND 1.0 ND 0.23
179601-23-1 m,p-Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 1.0 ND 0.097
100-42-5 Styrene ND 1.0 ND 0.23
95-47-6 0-Xylene ND - 1.0 ND 0.23
79-34-5 ‘ 1,1 ,2,2-Tetrachloroethane ND 1.0 ND 0.15
541-73-1 1,3-Dichlorobenzene ND 1.0 ND 0.17
106-46-7 1,4-Dichlorobenzene ND 1.0 ND 0.17
95-50-1 1,2-Dichlorobenzene ND 1.0 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument 1D:
Analyst:
Sampling Media:
Test Notes:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
Method Blank
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 1 of 2

Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8

Wida Ang
Summa Canister

CAS Project ID: P2703043

CAS Sample ID: PO71008-MB

Date Collected: NA
Date Received: NA
Date(s) Analyzed: 10/8/07

Volume(s) Analyzed:

1.00 Liter(s)

D.F.=1.00
CAS # Compound Result MRL Result MRL Data
pg/m? pg/m? ppbV ppbV Qualifier
74-87-3 Chloromethane ND 1.0 ND 0.48
75-01-4 Vinyl Chloride ND 1.0 ND 0.39
74-83-9 Bromomethane ND 1.0 ND 0.26
75-00-3 Chloroethane ND 1.0 ND 0.38
67-64-1 Acetone ND 5.0 ND 2.1
75-69-4 Trichlorofluoromethane ND 1.0 ND 0.18
75-35-4 1,1-Dichloroethene ND 1.0 ND 0.25
75-09-2 Methylene chloride ND 1.0 ND 0.29
76-13-1 Trichlorotrifluoroethane ND 1.0 ND 0.13
75-15-0 Carbon Disulfide ND 1.0 ND 0.32
156-60-5 trans- 1,2-Dichloroethene ND 1.0 ND 0.25
75-34-3 1,1-Dichloroethane ND 1.0 ND 0.25
1634-04-4 Methy! tert-Butyl Ether ND 1.0 ND 0.28
108-05-4 Vinyl Acetate ‘ND 5.0 ND 1.4
78-93-3 2-Butanone (MEK) ND 1.0 ND 0.34
156-59-2 cis-1,2<Dichloroethene ND 1.0 ND 0.25
. 67-66-3 Chloroform ND 1.0 ND 0.20
107-06-2 1,2-Dichloroethane ND 1.0 ' ND 0.25
71-55-6 1,1,1-Trichloroethane ND 1.0 ND 0.18
71-43-2 Benzene ND 1.0 ~ND 0.31
56-23-5 Carbon Tetrachloride ND 1.0 ND 0.16
78-87-5 - 1,2-Dichloropropane ND 1.0 ND 0.22

ND = Compound was analyzed for, but not detected above thelaboratory reporting limit. ’
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2

Client: TRC

Client Sample ID: Method Blank CAS Project ID: P2703043

Client Project ID: WDI CAS Sample ID; P071008-MB

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTQCAN/Agilent 5973inert/6890N/MS8§ Date Received: NA

Analyst: Wida Ang Date(s) Analyzed: 10/8/07

Sampling Media: ~ Summa Canister Volume(s) Analyzed: 1.00 Liter(s)

Test Notes:

D.F.= 1.00
CAS # Compound Result MRL Resuli MRL Data
pg/m? pug/m? ppbV ppbV Qualifier

75-27-4 Bromodichloromethane ND 1.0 ' ND 0.15
79-01-6 Trichloroethene ND 1.0 ND 0.19
10061-01-5 cis-1,3-Dichloropropene ND 1.0 ND 0.22
108-10-1 4-Methyl-2-pentanone ND 1.0 ND 0.24
10061-02-6 trans-1,3-Dichloropropene ND 1.0 ND 0.22
79-00-5 1,1,2-Trichloroethane ND 1.0 ND 0.18
108-88-3 Toluene ND 1.0 ND 0.27
591-78-6 2-Hexanone ND 1.0 ND 0.24
124-48-1 Dibromochloromethane ND 1.0 ND 0.12
106-93-4 1,2-Dibromoethane ND 1.0 ND 0.13
127-18-4 Tetrachloroethene ND 1.0 ND 0.15
108-90-7 Chlorobenzene ND 1.0 ND 0.22
100-41-4 Ethylbenzene ND 1.0 ND 0.23
179601-23-1 m,p -Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 1.0 ND 0.097
100-42-5 Styrene ND 1.0 ND 0.23
95-47-6 o-Xylene ND 1.0 ND 0.23
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 ND 0.15
541-73-1 1,3-Dichlorobenzene ND 1.0 ND 0.17
106-46-7 1,4-Dichlorobenzene ND 1.0 ND 0.17
95-50-1 1,2-Dichlorobenzene ND 1.0 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:
Client Sample ID:
Client Project ID:

Test Code:
[nstrument ID:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
Method Blank
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 1 of 2

Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS8

CAS Project ID: P2703043
CAS Sample ID: P0O71009-MB

Date Collected: NA
Date Received: NA

Analyst: Simon Cao Date(s) Analyzed: 10/9/07
Sampling Media:  Summa Canister Volume(s) Analyzed: 1.00 Liter(s)
Test Notes:
D.F.=1.00
CAS # Compound Result MRL Result MRL- Data
pg/m? pug/m® ppbV ppbV Qualifier
74-87-3 Chlorometharne ND 1.0 ND 0.48
75-01-4 Vinyl Chloride ND 1.0 ND 0.39
74-83-9 Bromomethane ND 1.0 ND 0.26
75-00-3 * Chloroethane ND 1.0 ND 0.38
67-64-1 Acetone , ND 5.0 ND 2.1
75-69-4 Trichlorofluoromethane ND 1.0 ND 0.18
75-35-4 1,1-Dichloroethene ND 1.0 ND 0.25
75-09-2 Methylene chloride ND 1.0 ND | 0.9
76-13-1 Trichlorotrifluoroethane ND 1.0 ND 0.13
75-15-0 Carbon Disulfide ND 1.0 ND 0.32
156-60-5 trans-1,2-Dichloroethene ND 1.0 ND 0.25
75-34-3 1,1-Dichloroethane ND 1.0 ND 0.25 «
1634-04-4 Methyl tert-Butyl Ether 4 ND 1.0 ND 0.28
108-05-4 Vinyl Acetate ~ND 5.0 ND 1.4
78-93-3 2-Butanone (MEK) ND 1.0 ND 0.34
156-59-2 cis-1,2-Dichloroethene 'ND 1.0 ND 0.25
67-66-3 Chloroform ND 1.0 ND 0.20
107-06-2 1,2-Dichloroethane " ND 1.0 ND 0.25
71-55-6 1,1,1-Trichloroethane * ND 1.0 ND 0.18
71-43-2 Benzene ND 1.0 ND 0.31
56-23-5 Carbon Tetrachloride ND 1.0 ND 0.16
78-87-5 1 ,2—Dichlo®pr0pane ND 1.0 ND 0.22

ND = Compound was analyzed for, but not detected above tllélaboratory reporting limit. o )
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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Client:

Client Sample ID:
Client Project ID:

Test Code:
Instrument 1D:
Analyst:
Sampling Media:
Test Notes:

COLUMBIA ANALYTICAL SERVICES, INC.

TRC
Method Blank
WDI

EPA TO-15 Modified

RESULTS OF ANALYSIS
Page 2 of 2

Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8

Simon Cao
Summa Canister

CAS Project ID: P2703043
CAS Sample ID: PO71009-MB

Date Collected: NA
Date Received: NA
Date(s) Analyzed: 10/9/07

Volume(s) Analyzed: 1.00 Liter(s)

D.F.= 1.00
l CAS # Compound Result MRL Result MRL Data
ng/m? pg/m? ppbV ppbV Qualifier
75-27-4 Bromodichloromethane ND 1.0 ND 0.15
79-01-6 Trichloroethene ND 1.0 ND 0.19
10061-01-5 cis-1,3-Dichloropropene ND 1.0 ND 0.22
108-10-1 4-Methyl-2-pentanone ND 1.0 ND 0.24
10061-02-6 trans-1,3-Dichloropropene ND 1.0 ND 0.22
79-00-5 1,1,2-Trichloroethane ND 1.0 ND 0.18
108-88-3 Toluene ND 1.0 ND 0.27
591-78-6 2-Hexanone ND 1.0 ND 0.24
124-48-1 Dibromochloromethane ND 1.0 ND 0.12
106-93-4 1,2-Dibromoethane ND 1.0 ND 0.13
127-18-4 Tetrachloroethene ND 1.0 ND 0.15
108-90-7 Chlorobenzene ND 1.0 ND 0.22
100-41-4 Ethylbenzene ND 1.0 ND 0.23
179601-23-1 m,p -Xylenes ND 1.0 ND 0.23
75-25-2 Bromoform ND 1.0 ND 0.097
100-42-5 Styrene ND 1.0 ND 0.23
95-47-6 o-Xylene ND 1.0 ND 0.23
79-34-5 1,1,2,2-Tetrachloroethane ND 1.0 ND 0.15
541-73-1 1,3-Dichlorobenzene ND 1.0 ND- 0.17
106-46-7 1,4-Dichlorobenzene ND 1.0 ND 0.17
95-50-1 1,2-Dichlorobenzene ND 1.0 ND 0.17

ND = Compound was analyzed for, but not detected above the laboratory reporting limit.
MRL = Method Reporting Limit - The minimum quantity of a target analyte that can be confidently determined by the referenced method.
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TRC
WDI

Client:
Client Project ID:

Test Code:
Instrument ID:
Analyst:
Sampling Media:
Test Notes:

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 1 of' |

CAS Project ID: P2703043

Surrogate Spike Recovery Results

EPA TO-15 Modified
Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9
Wida Ang

Summa Canister(s)

Date Collected: 9/26/07
Date Received: 10/1/07
Date Analyzed: 10/5 - 10/9/07

03043VOA.SCI - Surrogates

Page No.:

1,2-Dichloroethane-d4 Toluene-d8 Bromofluorobenzene Data
Client Sample ID CAS Sample ID % Acceptance % Acceptance % Acceptance || Qualifier
Recovered Limits Recovered Limits Recovered Limits
Method Blank P0O71005-MB 90 80-120 98 80-120 99 80-120
Method Blank P071006-MB 89 80-120 98 80-120 99 80-120
Method Blank P071008-MB 93 80-120 102 80-120 101 80-120
Method Blank P071009-MB 93 80-120 101 80-120 105 §0-120
Lab Control Sample PO71005-L.CS 88 30-120 99 80-120 102 80-120
Lab Control Sample P071006-LCS 89 80-120 100 80-120 102 80-120
Iab Control Sample P071008-LCS 97 80-120 101 80-120 103 80-120
Lab Control Sample P071009-LCS 97 80-120 100 80-120 106 80-120
Duplicate Lab Control Samplg] P071005-DLCS 87 80-120 100 80-120 102 80-120
Duplicate Lab Control Sampld| P071006-DLCS 89 80-120 100 80-120 101 80-120
Duplicate Lab Control Samplg] P071008-DLCS 97 80-120 101 80-120 103 80-120
Duplicate Lab Control Sampld| P071009-DLCS 96 80-120 100 80-120 106 80-120
WDI-VW30-S-9-26-07 P2703043-001 91 80-120 97 80-120 97 80-120
WDI-VW30-1-9-26-07 P2703043-002 94 80-120 99 80-120 106 80-120
WDI-VW30-D-9-26-07 P2703043-003 98 80-120 99 80-120 98 80-120
WDI-VW30-D-9-26-07 P2703043-003DUP 97 80-120 98 80-120 97 80-120
WDI-VWS51-S-9-26-07 P2703043-004 89 80-120 96 80-120 103 80-120
WDI-VW51-1-9-26-07 P2703043-005 83 80-120 110 80-120 106 80-120
WDI-VW51-1-9-26-07 P2703043-005DUP 81 80-120 111 80-120 107 80-120
WDI-VW51-D-9-26-07 P2703043-006 95 80-120 92 80-120 92 80-120
WDI-VW51-D-9-26-07 P2703043-006DUP 94 80-120 92 80-120 92 80-120
WDI-VW51-DAC-9-26-07 P2703043-007 97 80-120 91 80-120 95 80-120
WDI-VW51-DAC-9-26-07 {|P2703043-007DUP 95 80-120 91 80-120 95 80-120
WDI-VW34-8-9-26-07 P2703043-008 89 80-120 93 80-120 97 80-120
WDI-VW34-1-9-26-07 P2703043-009 91 80-120 101 80-120 103 80-120
WDI-VW34-D-9-26-07 P2703043-010 92 80-120 100 80-120 103 80-120
WDI-VW42-S-9-26-07 P2703043-011 93 80-120 100 80-120 104 80-120
WDI-VW42-D-9-26-07 P2703043-012 94 80-120 99 80-120 102 80-120
| WDI-VW42-AMB-9-26-07 P2703043-013 94 80-120 100 80-120 101 80-120
Verified By: Crasd Date: wizd o1 96



Client: TRC

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2

Client Sample ID: Duplicate Lab Control Sample

Client Project ID : WDI

CAS Project ID:
CAS Sample ID:

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

P2703043

PG71005-LCS,
P071005-DLCS

03043VOA.SC1 - DLCS

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: NA
Analyst: Wida Ang Date Analyzed: 10/5/07
Sampling Media: Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amt Result % Recovery RPD
Compound LCS/DLCS)| LCS DLCS LCS DLCS ||Acceptancell RPD Limit Data
ng ng ng Limits % Qualifier
Chloromethane 24.5 21.0 20.7 86 84 65-135 2 35
Vinyl Chloride 24.8 22.3 224 90 90 65-135 0 35
Bromomethane 25.0 24.6 24.5 98 98 65-135 0 35
Chloroethane 25.0 23.8 23.9 95 96 65-135 1 35
Acetone 26.8 27.1 27.0 101 101 65-135 0 35
Trichlorofluoromethane 26.3 23.5 23.7 89 90 65-135 1 35
1,1-Dichloroethene 27.8 26.6 26.5 96 95 65-135 1 35
Methylene chloride 27.8 24.4 24.5 88 88 65-135 0 35
Trichlorotrifluoroethane 27.8 26.9 27.0 97 97 65-135 0 35
Carbon Disulfide 25.0 242 24.2 97 97 65-135 0 35
trans-1,2-Dichloroethene 26.5 253 253 95 95 65-135 0 35
1,1-Dichloroethane 26.8 24.5 24.3 91 91 05-135 0 35
Methyl tert-Butyl Ether 26.8 26.4 26.3 99 98 65-135 1 35
Vinyl Acetate 25.3 31.2 30.6 123 121 65-135 2 35
2-Butanone (MEK) 27.0 26.8 27.0 99 100 65-135 1 35
cis-1,2-Dichloroethene 27.0 24.9 24.9 92 92 65-135 0 35
Chloroform 29.8 26.9 27.0 90 91 65-135 1 35
1,2-Dichloroethane 26.3 23.6 23.8 90 90 65-135 0 35
1,1,1-Trichloroethane 26.8 25.7 25.8 96 96 65-135 0 35
Benzene 27.0 25.0 25.2 93 93 65-135 0 35
Carbon Tetrachloride 26.0 25.9 26.0 100 100 65-135 0 35
1,2-Dichloropropane 26.5 25.0 25.0 94 94 65-135 0 35
Verified By: Lkt Date: lolzilon 97




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703043
Client Project ID : WDI CAS Sample ID: P071005-LCS,

P071005-DLCS

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 59731nert/6890N/MS9 Date Received: NA

Analyst: Wida Ang Date Analyzed: 10/5/07

Sampling Media: Summa Canister , Volume(s) Analyzed: NA

Test Notes:

Spike Amt Result % Recovery RPD
Compound LCS/DLCS|| LCS DLCS LCS DLCS ||Acceptance|| RPD Limit Data
ng ng ng Limits % Qualifier

Bromodichloromethane 27.8 28.3 28.6 102 103 65-135 1 35
Trichloroethene 27.3 25.9 26.1 95 96 65-135 1 35
cis-1,3-Dichloropropene 25.0 25.6 25.9 102 104 65-135 2 35
4-Methyl-2-pentanone 27.5 25.6 25.7 93 93 65-135 0 35

| trans-1,3-Dichloropropene 28.0 29.2 294 104 105 65-135 1 35
1,1,2-Trichloroethane 26.3 25.9 26.2 98 100 65-135 2 35
Toluene 26.5 253 25.6 95 97 65-135 2 35
2-Hexanone 26.3 24.5 24.8 93 94 65-135 1 35
Dibromochloromethane 27.0 29.9 30.3 111 112 65-135 0.9 35
1,2-Dibromoethane 26.3 27.3 27.6 104 105 65-135 1 35
Tetrachloroethene 26.0 25.6 259 98 100 65-135 2 35
Chlorobenzene 26.5 25.2 254 95 96 65-135 1 35
Ethylbenzene 26.3 25.8 26.0 98 99 65-135 1 35
m,p-Xylenes 62.5 61.3 61.9 98 99 65-135 1 35
Bromoform 31.3 37.4 37.8 119 121 65-135 2 35
Styrene 26.3 28.3 28.5 108 108 65-135 0 35
0-Xylene 29.8 29.6 29.8 99 100 65-135 1 35
1,1,2,2-Tetrachloroethane 29.8 322 32.5 108 109 65-135 0.9 35
1,3-Dichlorobenzene 25.5 27.2 27.5 107 108 65-135 0.9 35
1,4-Dichlorobenzene 26.3 27.7 28.0 105 106 65-135 0.9 35
1,2-Dichlorobenzene 25.8 27.3 27.6 106 107 65-135 0.9 35

Verified By: Ceret Date:__tolzilol 98
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Client: TRC

COLUMBIA ANALYTICAL SERVICES, INC.

Client Sample ID: Duplicate Lab Control Sample

Client Project ID : WDI

RESULTS OF ANALYSIS

Page 1 of 2

CAS Project ID:
CAS Sample ID:

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

P2703043
P071006-LCS,
P071006-DLCS

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: NA
Analyst: Wida Ang Date Analyzed: 10/6/07
Sampling Media: ~ Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amt Result % Recovery RPD
Compound LCS/DLCS|| LCS DLCS LCS DLCS |[[Acceptance|| RPD Limit Data
ng ng ng Limits % Qualifier
Chloromethane 24.5 22.6 22.2 92 91 65-135 i 35
Vinyl Chloride 24.8 23.1 22.8 93 92 5-135 1 35
Bromomethane 25.0 25.7 25.2 103 101 65-135 2 35
Chloroethane 25.0 252 24.7 101 99 65-135 2 35
Acetone 26.8 28.0 27.4 104 102 65-135 2 35
Trichlorofluoromethane 26.3 26.0 25.6 99 97 65-135 2 35
1,1-Dichloroethene 27.8 28.3 28.0 102 101 65-135 1 35
Methylene chloride 27.8 26.1 25.9 94 93 65-135 1 35
Trichlorotrifluoroethane 27.8 28.2 28.2 101 101 65-135 0 35
Carbon Disulfide 25.0 25.6 25.4 102 102 65-135 0 35
trans-1,2-Dichloroethene 26.5 26.8 26.6 101 100 65-135 1 35
1,1-Dichloroethane 26.8 26.0 25.7 97 96 65-135 1 35
Methyl tert-Butyl Ether 26.8 27.5 27.3 103 102 65-135 1 35
Vinyl Acetate 25.3 31.8 31.6 126 125 65-135 0.8 35
2-Butanone (MEK) 27.0 28.9 28.7 107 106 65-135 0.9 35
cis-1,2-Dichloroethene 27.0 26.5 26.4 98 98 65-135 0 35
Chloroform 29.8 28.9 28.6 97 96 65-135 1 35
1,2-Dichloroethane 26.3 26.2 25.8 100 98 65-135 2 35
1,1,1-Trichloroethane 26.8 27.4 27.3 102 102 65-135 0 35
Benzene 27.0 26.7 26.7 99 99 65-135 0 35
Carbon Tetrachloride 26.0 27.6 27.5 106 106 65-135 0 35
1,2-Dichloropropane 26.5 26.5 26.5 100 100 65-135 0 35
Verified By: [aveny Date: _\olztlo 99
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703043
Client Project ID : WDI CAS Sample ID: P071006-LCS,

P071006-DLCS

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Date Received: NA

Analyst: Wida Ang Date Analyzed: 10/6/07

Sampling Media: Summa Canister Volume(s) Analyzed: NA

Test Notes:

Spike Amt Result % Recovery -RPD
Compound LCS/DLCS) LCS DLCS LCS DLCS |[|Acceptancel| RPD Limit Data
ng ng ng Limits % Qualifier
Bromodichloromethane 27.8 29.9 30.0 108 108 65-135 0 35
Trichloroethene 27.3 275 27.4 101 100 65-135 1 35
cis-1,3-Dichloropropene 25.0 27.1 27.0 108 108 65-135 0 35
4-Methyl-2-pentanone 27.5 279 27.6 101 100 65-135 1 35
trans-1,3-Dichloropropene 28.0 312 31.1 111 111 65-135 0 35
1,1,2-Trichloroethane 26.3 27.6 27.5 105 105 65-135 0 35
Toluene 26.5 26.9 26.8 102 101 65-135 1 35
2-Hexanone 26.3 26.9 26.6 102 101 65-135 1 35
Dibromochloromethane 27.0 317 31.6 117 117 65-135 0 35
1,2-Dibromoethane 263 29.1 29.1 111 111 65-135 0 35
Tetrachloroethene 26.0 27.3 27.2 105 105 65-135 0 35
Chlorobenzene 26.5 26.8 26.8 101 101 65-135 0 35
Ethylbenzene 26.3 27.4 272 104 103 65-135 1 35
m,p-Xylenes 62.5 64.6 64.2 103 103 65-135 0 35
Bromoform 31.3 39.6 39.7 127 127 65-135 0 35
Styrene 26.3 30.2 29.9 115 114 65-135 0.9 35
0-Xylene 29.8 31.2 30.8 105 103 65-135 2 35
1,1,2,2-Tetrachloroethane 29.8 33.7 33.7 113 113 65-135 0 35
1,3-Dichlorobenzene 25.5 28.8 28.7 113 113 65-135 0 35
1,4-Dichlorobenzene 26.3 29.4 29.2 112 111 65-135 0.9 35
1,2-Dichlorobenzene 25.8 28.8 28.7 112 111 65-135 0.9 35
Verified By: ot Date: (o t3ilany 1 OO
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Client: TRC
Client Sample ID:

COLUMBIA ANALYTICAL SERVICES, INC.

Client Project ID : WDI

RESULTS OF ANALYSIS
Page 1 of 2

Duplicate Lab Control Sample

CAS Project ID:
CAS Sample ID:

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

P2703043
P071008-LCS,
P071008-DLCS

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: NA
Analyst: Wida Ang Date Analyzed: 10/8/07
Sampling Media: Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amt Result % Recovery RPD
Compound LCS/DLCS|] LCS DLCS LCS DLCS || Acceptance|| RPD Limit Data
ng ng ng Limits % Qualifier
Chloromethane 24.5 224 21.3 91 87 65-135 4 35
Vinyl Chloride 24.8 29.8 29.5 120 119 65-135 0.8 35
Bromomethane 25.0 28.4 28.9 114 116 65-135 2 3
Chloroethane 25.0 30.3 29.8 121 119 65-135 2 35
Acetone 26.8 29.6 29.3 110 109 65-135 0.9 35
Trichlorofluoromethane 26.3 28.6 28.6 109 109 65-135 0 35
1,1-Dichloroethene 27.8 30.8 30.9 111 111 65-135 0 35
Methylene chloride 27.8 28.7 29.0 103 104 65-135 1 35
Trichlorotrifluoroethane 27.8 30.6 31.1 110 112 65-135 2 35
Carbon Disulfide 25.0 24.9 24.8 100 99 65-135 1 35
trans-1,2-Dichloroethene 26.5 29.1 28.7 110 108 65-135 2 35
1,1-Dichloroethane 26.8 28.1 27.8 105 104 65-135 1 35
Methyl tert-Butyl Ether 26.8 29.0 28.9 108 108 65-135 0 35
Vinyl Acetate 25.3 28.6 28.7 113 113 65-135 0 35
2-Butanone (MEK) 27.0 29.6 29.2 110 108 65-135 2 35
cis-1,2-Dichloroethene 27.0 29.5 29.3 109 109 65-135 0 35
Chloroform 29.8 333 333 112 112 65-135 0 35
1,2-Dichloroethane 26.3 28.6 28.3 109 108 65-135 0.9 35
1,1,1-Trichloroethane 26.8 28.6 28.9 107 108 65-135 0.9 35
Benzene 27.0 28.6 28.4 106 105 65-135 0.9 35
Carbon Tetrachloride 26.0 29.0 29.4 112 113 65-135 0.9 35
1,2-Dichloropropane 26.5 - 28.6 28.5 108 108 65-135 0 35
Verified By: keswt Date:__tolzilo 101

03043VOA.SC1 - DLCS (3)




COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 2 of 2
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703043
Client Project ID : WDI CAS Sample ID: P071008-LCS,

P071008-DLCS

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: =~ Tekmar AUTOCAN/Agilent 5973inert/6890N/MS§ Date Received: NA

Analyst: Wida Ang Date Analyzed: 10/8/07

Sampling Media: Summa Canister Volume(s) Analyzed: NA

Test Notes:

Spike Amt Result % Recovery RPD
Compound LCS/DLCS) LCS DLCS LCS DLCS || Acceptancel| RPD Limit Data
ng ng ng Limits % Qualifier
Bromodichloromethane 27.8 314 31.9 113 115 65-135 2 35
Trichloroethene 27.3 303 30.8 111 113 65-135 2 35
cis-1,3-Dichloropropene 25.0 28.2 28.5 113 114 65-135 0.9 35
4-Methyl-2-pentanone 27.5 28.4 28.4 103 103 65-135 0 35
trans-1,3-Dichloropropene 28.0 322 323 115 115 65-135 0 35
1,1,2-Trichloroethane 26.3 29.9 30.2 114 115 65-135 0.9 35
Toluene 26.5 29.6 129.6 112 112 65-135 0 35
2-Hexanone 26.3 27.1 26.5 103 101 65-135 2 35
Dibromochloromethane 27.0 31.8 32.0 118 119 65-135 0.8 35
1,2-Dibromoethane 26.3 30.1 30.5 114 116 65-135 2 35
Tetrachloroethene 26.0 29.6 29.8 114 115 65-135 0.9 35
Chlorobenzene 26.5 29.6 29.6 112 112 65-135 0 35
Ethylbenzene 26.3 29.9 29.8 114 113 65-135 0.9 35
m,p-Xylenes 62.5 70.9 70.9 113 113 65-135 0 35
Bromoform 313 40.1 40.8 128 130 65-135 2 35
Styrene 26.3 32.0 32.1 122 122 65-135 0 35
0-Xylene 29.8 34.2 34.1 115 114 65-135 0.9 35
1,1,2,2-Tetrachloroethane 29.8 33.9 33.7 114 113 65-135 0.9 35
1,3-Dichlorobenzene 25.5 30.8 30.6 121 120 65-135 0.8 35
1,4-Dichlorobenzene 26.3 32.6 32.8 124 125 65-135 0.8 35
1,2-Dichlorobenzene 25.8 30.7 30.9 119 120 65-135 0.8 35
Verified By: it Date: iolzilor 1 02
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 2
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703043
Client Project ID : WDI CAS Sample ID: P071009-L.CS,

P071009-DLCS

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

Test Code: EPA TO-15 Modified Date Collected: NA
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: NA
Analyst: Simon Cao Date Analyzed: 10/9/07
Sampling Media: Summa Canister Volume(s) Analyzed: NA
Test Notes:
Spike Amt Result % Recovery RPD
Compound LCS/DLCS) LCS DLCS LCS DLCS |[Acceptance|| RPD Limit Data
ng ng ng Limits % Qualifier
Chloromethane 24.5 21.7 9.3 89 79 65-135 12 35
Vinyl Chioride 24.8 29.3 29.3 118 118 65-135 (] 35
Bromomethane 25.0 28.2 28.5 113 114 65-135 0.9 35
Chloroethane 25.0 29.0 28.8 116 115 65-135 0.9 35
Acetone 26.8 28.9 28.5 108 106 65-135 2 35
Trichlorofluoromethane 26.3 28.4 28.0 108 106 65-135 2 35
1,1-Dichloroethene 27.8 30.4 30.0 109 108 65-135 0.9 35
Methylene chloride 27.8 28.0 27.7 101 100 65-135 1 35
Trichlorotrifluoroethane 27.8 31.0 304 112 109 65-135 3 35
Carbon Disulfide 25.0 24.1 23.9 96 96 65-135 0 35
trans-1,2-Dichloroethene 26.5 28.2 27.9 106 105 65-135 0.9 35
1,1-Dichloroethane 26.8 27.1 26.8 101 100 65-135 1 35
Methyl tert-Butyl Ether 26.8 28.2 27.9 105 104 65-135 1 35
Vinyl Acetate 253 27.8 27.6 110 109 65-135 0.9 35
2-Butanone (MEK) 27.0 28.3 28.0 105 104 65-135 1 35
cis-1,2-Dichloroethene 27.0 28.5 28.3 106 105 65-135 0.9 35
Chloroform 29.8 32.7 325 110 109 65-135 0.9 35
1,2-Dichloroethane 26.3 28.1 27.8 107 106 65-135 0.9 35
1,1,1-Trichloroethane 26.8 28.8 28.6 107 107 65-135 0 35
Benzene 27.0 27.8 27.8 103 103 65-135 0 35
Carbon Tetrachloride 26.0 28.9 28.8 111 111 65-135 0 35
1,2-Dichloropropane 26.5 27.8 28.0 105 106 65-135 0.9 35
Verified By: e Date: tol3iloy 103
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS

Page 2 of 2
Client: TRC
Client Sample ID: Duplicate Lab Control Sample CAS Project ID: P2703043
Client Project ID : WDI CAS Sample ID: P071009-LCS,

P071009-DLCS

Laboratory Control Sample/Duplicate Laboratory Control Sample Summary

Test Code: EPA TO-15 Modified Date Collected: NA

Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Date Received: NA

Analyst: Simon Cao Date Analyzed: 10/9/07

Sampling Media: Summa Canister Volume(s) Analyzed: NA

Test Notes:

Spike Amt Result % Recovery RPD
Compound LCS/DLCS) LCS DLCS LCS DLCS ||Acceptance|| RPD Limit Data
ng ng ng Limits % Qualifier
Bromodichloromethane 27.8 313 313 113 113 65-135 0 35
Trichloroethene 27.3 30.4 30.4 111 111 65-135 0 35
cis-1,3-Dichloropropene 25.0 27.7 27.6 111 110 65-135 0.9 35
4-Methyl-2-pentanone 27.5 27.5 27.4 100 100 65-135 0 35
trans-1,3-Dichloropropene 28.0 317 31.5 113 113 65-135 0 35
1,1,2-Trichloroethane 26.3 29.5 29.5 112 112 65-135 0 35
Toluene 26.5 28.6 28.6 108 108 65-135 0 35
2-Hexanone 26.3 25.5 253 97 96 65-135 1 35
Dibromochloromethane 27.0 314 31.1 116 115 65-135 0.9 35
1,2-Dibromoethane 26.3 29.8 29.7 113 113 65-135 0 35
Tetrachloroethene 26.0 29.1 29.1 112 112 65-135 0 35
Chlorobenzene 26.5 28.9 28.9 109 109 65-135 0 35
Ethylbenzene 26.3 29.2 29.2 111 111 65-135 0 35
m,p-Xylenes 62.5 69.4 69.1 111 111 65-135 0 35
Bromoform - 313 39.7 39.6 127 127 65-135 0 35
Styrene 26.3 31.1 31.0 118 118 65-135 0 35
0-Xylene 29.8 334 332 112 111 65-135 0.9 35
1,1,2,2-Tetrachloroethane 29.8 32.9 327 110 110 65-135 0 35
1,3-Dichlorobenzene 25.5 29.9 29.9 117 117 65-135 0 35
1,4-Dichlorobenzene 26.3 32.0 31.8 122 121 65-135 0.8 35
1,2-Dichlorobenzene 25.8 30.0 29.8 116 116 65-135 0 35
Verified By: Lot Date: _tola\on 1 04
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Data Path

BFB

J:\MS09\Data\2007_09\25\

Data File 09250710.D
Acg On 25 Sep 2007 3:57 pm / - -
Operator WA/EM qu é;ﬂ
Sample 25ng TO-15 BFB
Misc $20-09100701
ALS Vial Sample Multiplier: 1
Integration File: RTEINT.P
Method J:\MS09\Methods\R8082507 .M
Title ¢ TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update Wed Sep 26 15:35:45 2007
;ﬁ\bundanceJ TIC: 09250710.Didata.ms
2000000
1500000 /;
1000000 i 1
I i
500000 ; \
1
RENA! ‘\
; R e B B . I e
Time-> '15 .00 15.20 15.40 15, 60 15.80 16.00 16.20 16.40 16.60 16. 80 17 OO 1720 17.40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.799 to 16.811 min.: 09250710.D\data. ms{ )
95
300000
1?4
250000
200000
150000
: 75
100000 ’
50 |
50000 :
37 62 6‘8 88
0 45 Sl 1”; 8 7 Gl 0s 7 130135 141 148 1s5 1 [l
L L B O L AR L i i T T T
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
AutoFind: Scans 2314, 2315, 2316; Background Corrected with Scan 2304
Target Rel. to Lower Upper Rel Raw Result
Mass Mass Limit$% Limit% Abn% Abn Pass/Fail
50 95 8 40 18.2 59029 PASS
75 95 30 66 39.1 126653 PASS
95 95 100 100 100.0 323946 PASS
96 95 5 9 6.6 21234 PASS
173 174 0.00 2 0.9 2415 PASS
174 95 50 120 84.1 272320 PASS
175 174 4 9 7.4 20082 PLSS
176 174 93 101 96.1 261717 PASS
177 176 5 9 6.6 17302 PASS
/sz’ e J"z/:f»lv
Foati Gl T
9082507 .M Wed Sen 26 1€:0£8:44 2007 B Page



BFB

Data Path J:\MS09\Data\2007_10\04\

Data File 10050701.D

Acg On : 5 Oct 2007 6:09 am

Operator : WA/EM

Sample 25ng TO-15 CCV STD

Misc S20-09260712/820-09250712

ALS Vial 1 Sample Multiplier: 1

Integration File: RTEINT.P

Method J:\MS08\Methods\R9082507.M

Title TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

Last Update

¢ Wed Sep 26 15:35:45 2007

Abundance TIC: 10050701.D\data.ms’
4000000
3000000
’ f I ,1 /
2000000
1000000 ;{\ | \ Mj Lo ‘ ! Jk
) 0‘,/W ‘(,.,jﬁm,,,HZ\”,[.\|H[\),‘wl,wk,j\.,l,.;../\,w\‘<‘.k.l,K,.‘A.JiU,‘
Time--> 15.00 15.20 15.40 15.60 15.80 16.00 16.20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.805 to 16.816 min.; 10050701. Didata.ms (-)
95
300000
174
250000
- 200000
150000
75
100000
50
50000 1
37 & 88 |
0 L 45 1] 5@ I ‘“, 81 T L 104 117 130 137 143148 155 161 il
e e e T T T T T T T T T T
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
AutoFind: Scans 2315, 2316, 2317; Background Corrected with Scan 2304
Target Rel. to Lower Upper Rel Raw Result
Mass Mass Limit% Limit% Abn% Abn Pass/Fail
50 95 8 40 17.3 53354 PASS
75 95 30 66 37.8 116589 PASS
95 95 100 100 100.0 308757 PASS
96 95 5 9 6.4 19914 PASS
173 174 0.00 2 0.8 2193 PASS
174 95 50 120 87.6 270378 PASS
175 174 4 9 7.3 19693 PASS
176 174 93 101 95.7 258752 PASS
177 176 5 9 6.4 16651 PASS
[ 7 ié‘f/é?/@:i
@ |
em jols]

R9092507.M Fri

Oct 05 07:18:56 2007 Page: 1
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Integration

Method
Title

Last Uodate

J:\MS08\Data\2007_10\05\

10050724.D
6 Oct 2007

WA

25ng BFB STD
$20-09270703

1 Sample Multiplier:

File:

RTEINT.P

00:12

1

BF

J:\MSO8\METHODS\R8100507 .M

TO-15

Sat Oct 06 12:55:19 2007

B

Tekmar AutoCan/HP 6890/HP 5973 MSD

Abundance “TIC: 10050724.D
3000000
2500000
" 2000000 [
1500000 i \
| l
1000000 | ,
71 ,}
500000 )\ k
|1
Time--> 15.60 15.80 16.00 16.20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60 18.80 19.00 19.20 19.40
Abundance Average of 17.584 to 17.595 min.: 10050724.D (- )
95
400000
300000 174
, 75
200000
100000 20
| o 8 [
| | 87 |
0 T as | 86 | 8 T 104 111117 128 135 143148 155 161 169 ||,
T Ef!\yl\\!‘V\(‘V\l\\l‘!\\l\‘l\\I‘\\V\\l\‘x“\\\V]Iril!\\r\‘l\\r\\\l[! \\\V
m/z-> 30 40 50 60 70 80 9 100 110 130 140 150 160 170 180
AutoFind: Scansg 2498, 2499, 2500; Background Corrected with Scan 2487
Target Rel. to Lower Upper Rel. Raw Result
Mass Mass Limit$% Limit% Abn% Abn Pass/Fail
50 95 8 40 21.3 94365 PASS
75 95 30 66 47 .8 212330 PASS
95 95 100 100 100.0 443797 PASS
96 95 5 9 6.6 29437 PASS
173 174 0.00 2 0.0 0 PASS NP
174 95 50 120 67.7 300352 PASS L v féf';7
175 174 4 9 7.5 22666 PASS & ~
176 174 93 101 96.1 288704 PASS
177 176 5 9 6.7 19231 PASS
R8100507.M Mon Oct 08 11:11:01 2007 Page: 1



Data Path J:\MS09\Data\2007_10\06\
Data File 10060701.D
Acg On 6 Oct 2007 7:39 am
Operator WA/EM
Sample 25ng TO-15 CCV STD
Misc 520-09260712/820-09250712
ALS Vial 1 Sample Multiplier: 1
Integration File: RTEINT.P
Method J:\MS09\Methods\R9092507 .M
Title TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update Wed Sep 26 15:35:45 2007
Abundance TIC: 10060701.D\data.ms
4000000
3000000
2000000 A 1 (\
ﬂ | : o | | | It | |
AW 1 | i Ii bl L g | Z |
1000000 {U j ’
Time--> 15.00 15.20 15.40 15.60 15.80 16.00 16.20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.800 to 16.811 min.: 10060701.D\data.ms (-)
95
300000
174
250000
200000
150000
75
100000 J
50
50000 l
: [
o S 45 0 58 81| "j‘ 81 ?\8 AL 104 117 130135 141 148 155 161 il
B I e a  a K aa e S
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
AutoFind: Scans 2314, 2315, 2316; Background Corrected with Scan 2304
Target Rel. to Lower Upper Rel. Raw Result
Mass Massg Limit$% Limit% Abn% Abn Pass/Fail
50 95 8 40 17.5 54834 PASS
75 95 30 66 38.2 119701 PASS
95 95 100 100 100.0 313216 PASS
96 95 5 9 6.7 20845 PASS
173 174 0.00 2 0.9 2281 PASS
174 95 50 120 84.3 264042 PASS
175 174 4 9 7.3 19245 PASS
176 174 93 101 95.7 252629 PASS
177 176 5 9 6.6 16707 PASS
I8 o/gl07
R9092507.M Sat Oct 06 10:59:33 2007 Page:
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BFB

Data Path : J:\MS08\Data\2007_10\08\
Data File : 10080701.D

Acg On : 8 Oct 2007 8:08
Operator : WA

Sample : 25ng TO-15 CCV STD

Misc : 820-09270703/S20-10030704
ALS Vial . 1 Sample Multiplier: 1

Integration File: RTEINT.P

Method : J:\MSO8\METHODS\R8100507.M
Title . TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update : Sat Oct 06 12:55:19 2007

Abundance TIC: 10080701.D
6000000

5000000

4000000

3000000 ﬂ ﬂ | /\ {& (\ I ﬂ

2000000 A !
\
1000000 | ;
i

—
e —————

},
|
,/

I 1R L)
L U U

L L S B R B L L L L L B B L O LN AL A O B

| IR I
R AN

LA L S B L B L

Time-> 15.60 15.80 16.00 16.20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60 18.80 19.00 19.20 19.40

Abundance Average of 17.584 to 17.595 min.: 10080701.D -)
95
400000
174
300000
75
200000
100000 50
69 l
| (] 87 ‘
0 N Al 5? Ll B w’i 104 111 117 128 135 141 148 157 il
e : “,‘, A e e e e e e e
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

AutoFind: Scans 2498, 2499, 2500; Background Corrected with Scan 2486

Target Rel. to Lower Upper Rel. Raw Result
Mass Mass Limit% Limit% Abn% Abn Pags/Fail
50 95 38 40 21.6 95696 PASS
75 95 30 66 48.5 215530 PASS
95 95 100 100 100.0 444010 PASS
96 95 5 9 6.8 30330 PASS
173 174 0.00 2 0.6 1796 PASS
174 95 50 120 68.5 304341 PASS
175 174 4 9 7.4 22653 PASS
176 174 93 101 95.7 291221 PASS
177 176 5 9 6.6 19130 PASS

Mon Oct 08 09:34:12 2007
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Do

Data Path : J:\MS08\Data\2007_10\09\
Data File : 10050701.D

Acg On 9 Oct 2007 9:25
Cperator : SC

Sample : 25ng TO-15 CCV STD

Misc : 820-09270703/520-10030704
ALS Vial 1 Sample Multiplier: 1

Integration File: RTEINT.P
Method : J:\MSO08\METHODS\R8100507.M
Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update : Sat Oct 06 12:55:19 2007
Abundance TIC: 10090701.D
6000000
5000000
4000000

3000000 /] \

o

- | ﬂ
L mi

2000000

|
i
iy
N

; j l
1oooooo§ ; ‘ in J% i K
i WL mle

Lt S I L AL Y L L L L L S B AL

Time—> 15.60 15.80 16.00 16.20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60 18.80 19.00 19.20 19.40

|
«k
|
i
l

=

Abundance Average of 17.584 to 17.595 min.: 10090701.D (-)
95
400000
174
300000
75
200000
100000 ?O
\ ia |
‘ 61 ‘ 87
0 3T a5 | %6 ), {l J 81 ST L 106111 117 128 135 141 148 155 161 169 |||
S BN TN I S LS W N E5 1O TR X SN L A S T T A A 51 L L 11 M
miz--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

AutoFind: Scans 2498, 2499, 2500; Background Corrected with Scan 2487

Target Rel. to Lower Upper Rel. Raw Result

Mass Mags Limit% Limit% Abn% Abn Pass/Fail
50 95 38 40 20.9 96949 PASS
75 95 30 66 47.9 221845 PASS
95 95 100 100 100.0 463232 PASS
96 95 5 9 6.8 31485 PASS

173 174 0.00 2 0.9 2990 PASS

174 95 50 120 68.2 315882 PASS ; L
175 174 4 9 7.1 22472 PASS 4 ,f—(9(<f(§i;7
176 174 93 101 94.8 299306 PASS L7 /
177 176 5 9 6.5 19360 PASS '

R8100507.M Tue Oct 09 10:07:24 2007 , Page:



1 :35beg

897 LT
06°¢
6676

8e°CT
€T 0T
G8°GT
0279

¥0°0¢
08 LT
£6°9T
VL 9T
16721
Q61T
00°91
GT°GT
L5781
6 01
0L76T
86 TT
L6°8

L9°¢¢
€C 6T
6" ¢l
8L ¥

9181
v et
€971
cL™S

0676

0579

S6°¢€T
¢8 €l
ey Tt
99°91
96°2¢
¢S5 91
v 0¢
coze

1
T
0
T
T
<
0
0
T
0
0
Z
c
T
¥
1
T
T
4
T
T
3
T
T
0
4
0

1
L00Z €5:%6:9T 9z das papy ZMMvamcm

A" LTL0GZ60= 00T A°91L0SC60= 0§

A GTL06260=

YrCc 0 S8Z0 T8C 0 LLZ 0 06T 0 86T~
VLT 0 TLT 0 LT 0 SLT 0 L9T 0 9LT-
68€°0 I8E°0 ZLE0 8LE O ¥9€°0 C6E"
llllllllllllllllllllll ALSI-=-=——=——===-—==~==~ °
€ELY"T TOC'T TEE T 9€EP°T LVPP T €9G°
961°T 8T0°T POT'T SLT T ¥8T°T €¥%C-
T99°0 28770 G6G°0 89970 96970 TZL-
TEZ'T OFPT T TET'T TTC'T 222 T €0¢°
STS'T 6ST°T 6CC°T L9E"T 86€°T ¥LY
€CT°'C 9L5°T G06°1 C80°C 0OLT C 90¢”
00%°0 ¥8Z 0 ¥9€°0 00¥% 0 6¢¥ 0 SPV-
7280 8¢9°0 CEL 0 LOB'0 €9870 0¢€6”
0L5°T 0GE™T 2O0P°T LLY'T PIG T TLY
169°0 0LG°0 82970 TL9°0 08970 GeTL~”
¢6T°0 86170 GTC 0 9TC 0 68T°0 TVPT-
9%L°C €0T°C 00v°C 019°C 6GL°C TV6~
8Y8°T L8E T €GG°T L69°T ¥8L T Ce0°
LTLTT 78T 66571 T99°1T €89°1T ¥¥8~
6917 C9€°¢€ 90L°¢ LI0O'¥% 6ST°V LPS”
GZT'T 0S6°0 0CO0°T 080°T 9L0°T ¥ST-
G89°T 009°T 949 T €8L°T GTL T BEL’
G8T T L8870 CL6°0 ¥P0°T Z260°T BTIZ~
LBS C LT6° T GLZ Z 9167 C €VS°C T¢E6°
94L0°T 66870 1S6°0 ¥I0'T P90°T LET”
SPLT 16971 GELTT 96L°T TB9'T 9L9°
C0C € LLV T 669°C G8E € 0T0° € €09°
TEL T G6% T 0GS°T TC9'T 6£9°1T ¥8L-
6T0°T €¢6°0 T¥6°0 9¢6°0 CE0°T ¥LT”
TZL°0 689°0 86970 TEL 0 98970 GeTL-
€9¢€°¢C 691°C 91¢°¢ 02€°C S9T°¢C 81I¥"
606°0 ¢06°0 C68°0 8T6°0 €ZB 0 CT6°
SE6°0 LSLT0 LOBTO C8870 €£€£6°0 LCO
LEOTT G9870 60670 64670 TE€0'T €CT
99870 €CL'0 608°0 49870 18870 C96
€OT"T TI6°0 6670 9L0°T BVT T L6C
BEO T 67L 0 62870 9C6°0 99670 TET
LETTT €EL7T 068°T 9L0°C 20T C 8EV
8TZ C TL9 1 #6471 TG6°T %ET°C €TV
677" T 670" T Z91°T 6SC° T 9¢¥% T 966
||||||||||||||||||||||||| ALSL ===
bay 00T 0S S¢ 0°¢ 0
G¢ A vTL0GT60= 0°G A €TLOST60=

L00T G7:GE 6T 97 des pam
dSW €L6G dH/0689 dH/UBDOINY JIRUB{R]

605K 1x0dsy xoanes osuocdssy

1€C°0 Tourang-| I (0%
Z281T°0 23el20y TAdoxdosT L (6¢
CEV0 G070 - AOTUDTAL-T'T'T I (8¢
TTURZUSOIONTITA-F T dI (L€
0LL T 6LG T - 38030Ty21d-2'1 I (9¢
IOV T 6F2 1 - - ang-3xe1 TAUIH I (G¢
LT8°0 G¥9°0 ueInjoipAyerial, I (pg
€OC T LOE T -~ ~2320I0TYDIA-Z'T S (c¢
9¢6°T T¥8°T WI0JoIOoTYD L (z¢g
L6972 SUBX9H~-U &I (1€
L9% "0 23e320v TAYIA I (o0¢g
80T T9L 0 Xoyad TAdoxdosTtTd I (62
9¢6° T LV9 T ~ ~OTUDTA-Z T-STID L (8¢
80870 LGL O suouriInNg-7g €I (LT
23e180Y TAUTA I (9¢
61€°€ 2Z60°€ -~ ng-3x93 TAUIBH I (67
LLETZ 90T°C ~ "3A90JI0TUYDTIA-T'T I (%2
€P0°¢ TI8 T -~ "UDTA-Z’'T-suea] I (g2
€T g 2PTIINSTJ uogiIe) 5 (gt
1T€E°T G9C° T " [4TI0I0OTYDTIAL I (T2
TL8°T 00%° T SpTIOTYD TATIY L (02
LYY T 2TE9 T ~° "OTUD 2uaTAYIBK I (671
ove- ¢ Toueing-31I197 I (871
O0TE T LST T °~~° 2380J07UDTd-1°T I (LT
888" T STTIITUOTAIDY I (97T
0€0° 7 Tourdoados I (g1
TL0°2 ¥G6° 1 °~°  IONTIOIOTYDTIL I (%1
U033 0Y £L AMH
96L°0 UTa10IDyY I {Z1
66L°C €SV C 21TITUOLSDY I (1T
800" T Toueyid I (0T
9Z1° 1 €101 aury120I0TYD I {6
¥6C T 090°1 auRY}DUIOUIOIY 5L (8
LEOTT €8L°0 usTpelIng-¢ T I (L
I87° T G€2°1 SpTAOTYD TAUTA I (9
9GZ°T CI¥V'T YIT uosig I (S
LSL™T %967 T auRYIBWOIOTYD L (¥
GEL T T8 ¢ ~ ronlitpoxorystd L (€
GO8' T 068°T suadoxdg I (zZ
c T .@Q@QM@EOMOHQUOEOH@ HT Aﬂ.
G 0 1°0 punoduio)
0°'T d CILOST60= S0 a ITLOGZE0= T°0

SOTTd UuoTIRvIQTIRD

uoTiReIqITRD [RIJTUT BTA asuodssy
aaepdn iser]
OTITL

2TTd Poulsn
yied poulsu

ST-OL
W L0GZ606Y
\SPOUIDHNEOSKHN - £



Z

:abed

0T 1T
1€ 91
0€° 971
T0°G1
8L 11
80 11
CLT 9T
Gy 61
<L 81T
69°¢T
¢ 01
€0 VT
0T Gt

6771
8¢ TT
81°GT

80°8T
LS LT
e 8T

¢G0T
8¢°8T
€v°ST
SCTLT
L8 CT
ET°ST
69° 1T

£€e 0T
et ot
eV 6l
9L T

€657 1
S6t°C
6L8°
8Tt"
cG69-
949"
G9L° T
L9G"
31V’
91°
L8E"
L6G"

M

e N N O

]
o
(=)
o

c98”

[e XTI
< OV (N
O < 0
N OO

[8p]
el
o
NN A A0 D= N~ DO M

SeET 1T
G99°

L0V
G6T’
61¢"
LV9-

<t
[2)]
@
NHAHA OO~ OO AN—HO A —AOCO N NN O e =N

eo]
—
™

0 Nej
<t [ag]
™~ ™
DO OOODOOOODODO OO0

60SKW

LEY"T 86G°T ZLG"T 6C9°1

¥Z1 ¢ LYV C 8¢S T ¢99°¢C
€LG°C €86°C £€50°¢€ 94T €
¥66°C TI¥P € 0S9P°€ 8I9°¢
GZG°T 889°T 8¥%9'T 0CL'1T
PS°T TCL T 099°1 CeL'1
996°1T SVP1°C S¥6°T LTL'T
YZP'T 679 T $#19°1T 0CL'T
290°¢ SI¥v"C L9G T 0TL ¢
TP8°C LBT € 6LT7¢€ 89¢€°¢
GZ¥ T T8S°T TE€V'T BTV T
9T€"C €6G°C 68G°C LGL'T
009°C 086°C 966°C GP1°¢
€687 C LET &€ 6707 ¢ €CE ¢t
L90°€ TTYV &€ 8LV € 6LLE
T6C T LEV T SEV'T 867 1
999°C €96°C 8L6°C 6VT C
¢88°0 ¢88°0 TS8'0 07870
CELT0 656870 60670 75670
8Ce T 976" 1T 0€G°T 6¢9°1
LELTT ¥0O0°C ¥LO'C SECC
Z9L°T 66T €88°1 60671
Tev 0 60670 PEV 0 T6€°0
7E9'T GG8°T ¢€6'T 601°C
GLG°C 9G8°C 0L6°C STC €
T69°T S68°T 06T ¥PCI'C
LOLT0 6GL°0 0¥VL°0 91870
91970 89970 GG9°0 LTIL O
SYL'T 8G8°T 969°1T CTOL'T
LTL 0 CGL°0 PZL 0 V9L 0
SI8 0 €¥V8°0 CLL 0 S9L°0
089 T C€8°1T BZL T 8GL'1
6T€°C 9L5°C ¢89°C 4867 ¢C
SYS'C 6LV C 0GV°CT 79V C
¢E€C 0 8E€EC 0 IPC 0 6S2°0
0TE"0 02E"0 80€°0 €8C0
0GZ 0 ¢LC°0 8920 0LC°0
60€°0 0PE"0 £6E°0 LGEO0
¢lZ 0 GE€C°0 €9T°0 0LC°O
80T°0 TTT 0 TOT 0 86070
690°1T LPC T €62 T 0CV 1
8GT 0 GLT"0 18T°0 L6170
99270 66C°0 TTIE 0 €7E€°0
¥9C 0 €82 0 98T 0 T6C°0
96270 €92°0 ¥9¢€°0 LBZ'O
885°0 G19°0 TTI9 0 S€9°0
TeE 0 IS€°0 PSE°0 G0V 0
06€°0 T6E°0 ¥9¢°0 8LE"O
LYB8°0 96870 €260 8T0° T

axoday Toaney ssuodsoayu

LO0T €595 91 9¢ dog paMm W

8LL"
1587
997"
976"
268"
L06°
G697
L98"
1€6”
60L"
67V’
600"
vy
8¢9
850~
865"
ZLS”
RA
CL0”
€r8”
6LV
L86 "
€0v”
cre”
A4
LEY”

T€6°

118"
108°
reg”
VoL’
816"
v8e’

H O OO OO HODOODDODOO

T
c
€
€
T
1
T
T
C
€
T
€
€
€
i
T
€
0
T
1
4
T
0
[4
€
c
0
0
T
0
0
1

971
88V ¢
268"
8tV
veL-
eTL”
Tee”
986”7
9%9°
0S¥V -
GoT”
8V6 "
elv”
eLy”
9GL”
LTV
G0G~
(A
L9L”
619"
007"
VeL”

A NAH OO MMM N A M N e e N

68C°
Lee”

o]
N
(]
S NmMm ™

0v8

[Q\]
i
wn

61270

vy
8¢t
VLE”
9T
80E"
9¢9”

OO OO D

89¢”
60¢C°

— O

\SPOUASHN60SKHN - [

T eqoIoTyULTd-z T
T TAYIBWTIL-€°T T
© - 1oa3TAdoxdosTt-d
suazusqTAINg-o3s
T eqOIoOTUDTA-Y T
T UROIOTYDTA-€ T
aplrIOTyYD TAzZusg
sueda(-U
CrAUASWTAL-F T T
SUSNTOITAYIF~-T

T asTAyasK-eydle
T AydsuwTIL-g e T
DUSBNTOATAYIH-F
SUSNTOITAYIH-¢
suszusqrAdoxg-u
susutdg-eydie
suBUIn)

T usgoxonyiowoag
TTUOEIASL-TTITT
SUBRUON-U

QU TAY -0

sua1Als

ULTO JOUIO Xg
suaTAx-d ® -uw
suszuaqTAyld
JUDZUSOIOTYD
SUSYIS0I0TYDIRIID]
auelDO-Uu

s3jeleoy TAIng
SURUIBOWOITA-2 " T
C T WOIOTYDoWOIGTIJ
suouex=H-¢
3UaINTOL

(Zss) gp-su=aniod
Gp-2UulZUOIOTYD

T IoOTUOTAL-Z T T
TyoStg-¢’ T-suri]
o usd-z-TAUABN- P
CCUoTULIda-¢ ' I-s
surldoH-~Uu
CCaDeUlISNW [AUYISH
2URIDO0ST
2UexXOTd-§'T
2UBYIASOIOTYUYD T
T TUIOIOTUD TPowoayg
o adoxoyotd-z T
U Yaen [AuY-3ae]
QUBXIYOTIAD
T UUDRINRl uogIe)
Suszusadg
W™ .06Z606Y

12

w

=

C
£
&L
£
£
£
&
€L
£
€
£
€
£
L
£
he
£
£L
S
£
il

[

oy
o}
o3

e

10 <UD O~
o 00 O W wwWwd

1<t
NejaNe]

oMot O 0O O e [aal
<t = W0 [Igig QISR eaNe] r~

o oD

oy
(¥

21TTA PO
yaed poyien



o

abeyg ) £00T €5:%G:9T 9¢ dss POM Wbl GZ606H

obuey JO ANO = (i)
687G Z0¥°0 1T9€°0 ¥6€£°0 TOP 0 SOV 0 CIV 0 TPV 0 POV 0 ~ "¢ T-OI0TYUDRX=H 1 (L6
67 TT 907 1L GGO0°T 99€°T LOS T GL¥V T GL? T ¢8% 1T S8V 1 auedspoOd-U L (96
€T v 6LV7E 6G62°€ 809 € 6GG°E L0O9 € LPSTE €LV € T0E€ ¢ suaTeylyden L (66
€181 CVC 0 SECT0 €SC°0 LST'0 €9€°0 99270 €LT°0 9PT 0 ~ "IAO[URPTIAL-§'T'T L (v6
91791 08571 ¢80T 0CP T €971 €P9°1 TE€L T €S8°T 86971 PueLSpU[]-U I (€6
9201 LT 0 L6F7°0 0€S°0 9CS°0 WLV 0 TEP 0 TIV O T -g-ouoxqrTd-g T &I (26
LY 91 8LL°0 CGG70 €0L°0 9€8°0 09870 G98°0 LTI6°0 0TL O SUSUOWTT-P L (16

W L0GT606d 1 STTd POUILN
\SPOUIBW\60SH\ : 0 * Yied pPoylIsn

608 3x0dey Ioaoed asuodssy



Response Factor Report MS08

Method Path : J:\MSO8\METHODS\
Method File : RB8100507.M

Title ¢ TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update : Sat Oct 06 12:55:19 2007
Responge Via : Initial Calibration

Calibration Files

0.1 =10050725.D 0.5 =10050726.D 1.0 =10050727.D 5.0 =10050728.D
25 =10050729.D 50 =10050730.D 100 =10050731.D
Compound 0.1 0.5 1.0 5.0 25 50 100 Avg SRSD

1) IR Bromochloromethane (I —————-cemmmmme—aux ISTD = e e e e

2y 7T Propene 3.237 2.797 2.560 2.579 2.391 2.270 2.140 2.568 14.25

3) T Dichlorodifluorom 4.701 4.181 3.729 3.612 3.367 3.142 2.967 3.671 16.47
4) T Chloromethane 4.617 4.715 4.438 4.500 4.279 3.896 2.564 4.144 18.00

5) T Freon 114 1.461 1.423 1.243 1.220 1.117 1.097 1.053 1.230 12.98

6) T Vinyl Chloride 3.416 3.467 3.162 3.286 3.043 2.813 2.649 3.119 9.79

7) T 1,3-Butadiene 2.843 2.968 2.746 2.946 2.858 2.650 2.456 2.781 6.50

8) T Bromomethane 1.579 .1.455 1.305 1.243 1.152 1.119 1.065 .1.274 14.69

9) T Chloroethane 1.360 1.470 1.398 1.415 1.303 1.215 1.132 1.328 8.98
10) 7T Ethanol 2.669 2.473 2.086 1.894 1.908 1.749 1.526 2.044 19.70
T Acetonitrile 4.732 5.031 4.312 4.390 4.781 4.463 3.985 4.528 7.67
12) 7T Acrolein 1.989 1.747 1.575% 1.574 1.611 1.492 1.398 1.627 11.83
13) 7 Acetone 2.598 2.2590 1.942 1.786 1.650 2.053 18.86
14) T Trichlorofluorome 3.307 3.242 2.854 2.811 2.579 2.452 2.410 2.808 12.81
15) T Isopropancl 7.480 7.119 6.373 6.036 6.304 5.439 4.436 6.170 16.52
16) T Acrylonitrile 2.987 4.100 3.667 3.671 3.624 3.409 3.213 3.524 10.24
17y T 1,1-Dichloroethen 1.707 1.688 1.554 1.516 1.377 1.308 1.261 1.487 11.94
8y T tert-Butanol 6.987 6.653 5.832 6.012 5.888 5.553 5.039 5.995 10.90
19y T Methylene Chlorid 1.987 1.738 1.602 1.450 1.379 1.331 1.581 15.77
20y T Allyl Chloride 2.413 2.874 2.630 2.780 2.651 2.595 2.541 2.641 = 5.74
21) T Trichlorotrifluor 1.035 1.283 1.037 1.001 0.923 0.896 0.883 1.008 13.57
22) T Carbon Disulfide 9.060 7.295 6.573 5.956 5.632 5.333 6.642 20.73
23) 7T trans-1,2-Dichlor 3.401 3.700 3.283 3.302 3.097 2.924 2.790 3.214 9.52
24) 7T 1,1-Dichloroethan 4.176 4.294 3,813 3.595 3.394 3.195 2.999 3.638 13.36
25y T Methyl tert-Butyl 5.142 5,265 4.655 4.658 4.299 4.089 3.904 4.573 11.20
260 T Vinyl Acetate 0.274 0.255 0.259 0.285 0.289 0.288 0.275 5.50
27y T 2-Butanone 1.136 1.054 1.043 0.991 0.929 0.876 1.005 9.30
28) T cis-1,2-Dichloroe 3.172 3.327 2.980 3.030 2.847 2.696 2.564 2.945 S.01
29) T Diisopropyl Ether 1.428 1.344 1.242 1.265 1.178 1.120 1.055 1.233 10.41
30) T Ethyl Acetate 0.838 0.857 0.812 0.834 0.776 0.720 0.653 0.784 9.43
31) T n-Hexane 4.948 4.930 4.405 4.420 4.125 3.881 3.597 4.329 11.69
32) T Chloroform 2.780 2.761 2.482 2.353 2.198 2.106 2.044 2.389 12.52
33) S 1,2-Dichloroethan 2.341 2.370 2.425 2.414 2.465 2.425 2.394 2.40% 1.69
34) T Tetrahyvdrofuran 1.061 1.096 1.019 1.030 0.970 0.912 0.847 0.991 8.80
35) T Ethyl tert-Butyl 1.737 2.019 1.768 1.785 1.683 1.626 1.565 1.740 8.37
36) T 1,2-Dichloroethan 3.007 3.197 2.789 2.835 2.650 2.504 2.402 2.769 10.03
37) IR 1,4-Difluorocbenzene ( —=-mecemmmmmeano ISTD-—— e e e e
38) T 1,1,1-Trichloroet 0.558 0.608 0.526 0.509 0.476 0.464 0.459 0.515 10.62
39) T Isopropyl Acetate 0.288 0.321 0.294 0.298 0.292 0.277 0.262 0.290 6.30
40) T 1-Butanocl 0.383 0.300 0.321 0.535 0.519 0.491 0.425 24.36
41) T Benzene 1.579 1.451 1.271 1.257 1.164 1.104 1.054 1.269 14.87
42) 7T Carbon Tetrachlor 0.468 0.471 0.419 0.419 0.394 0.389 0.392 0.422 8.26
43) T Cyclohexane 0.622 0.515 0.499 0.455 0.435 0.415 0.490 15.27
44) T tert-Amyl Methyl 0.952 0.999 0.885 0.884 0.841 0.818 0.787 0.881 8.47
45) T 1,2-Dichloropropa 0.502 0.523 0.467 0.467 0.433 0.414 0.393 0.457 10.27
46) T Bromodichlorometh 0.461 0.472 0.413 0.431 0.407 0.392 0.390 0.424 7.65
47y T Trichlorocethene 0.335 0.309 0.280 0.273 0.256 0.247 0.239 0.277 12.52
48) T 1,4-Dioxane 0.182 0.251 0.238 0.231 0.227 0.216 0.204 0.221 10.36
49) T Isooctane 2.370 2.533 2.234 2.245 2.135 2.013 1.849 2.197 10.27
50y T Methyl Methacrvla 0.112 0.110 0.110 0.109 0.107 0.105 0.109 2.28
51y T n-Heptane 0.310 0.362 0.331 0.335 0.308 0.296 0.278 0.317 8.75
527 T cis-1,3-Dichlorop 0.533 0.595 0.522 0.537 0.509 0.485 0.462 0.520 8.16
53) T 4-Methyl-2-pentan 0.491 0.513 0.471 0.486 0.484 0.461 0.424 0.476 5.87
54) 7T trans-1,3-Dichlor 0.482 0.521 0.473 0.495 0.473 0.459 0.446 0.478 5,10
55) T 1,1,2-Trichloroet 0.369 0.304 0.308 0.284 0.279 0.270 0.302 11.80
56) T Chlorobenzene-d5 (IS3 ~—=memmmmmmm oo ISTD- - m e e e e e 1-1‘1
57) 8§ Toluene-d8 (SS2) 2.212 2.213 2.201 2.191 2.192 2.221 2.212 2.206 0.52

22200507 .M Mon Oct 08 09:34:03 2007 Page: 1



Method Path
Method File
Title

Last Update
Regponse Via
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=10050725.D

Hexachloro-1,3-bu

NRebpolise raCiLULl Reporl o MNOUO

J:\MSO8\METHODS\

0.5 =10050726.D

=10050729.D 50 =10050730.D
Compound 0.1 0.
Toluene 2.816 2.
2 -Hexanone 2.303 2.
Dibromochlorometh 0.633 0.
1,2-Dibromoethane 0.608 0.
Butyl Acetate 1.662 2.
n-0Octane 0.821 0.
Tetrachlorocethene 0.674 0.
Chlorobenzene 1.583 1.
Ethylbenzene 3.075 3.
m- & p-Xylene 1.999 2.
Bromoform 0.379 0.
Styrene 1.543 1.
o-Xylene 2.130 2.
n—-Nonane 1.750 1.
1,1,2,2-Tetrachlo 0.956 1.
Bromofluorobenzen 0.638 0.
Cumene 2.728 2.
alpha-Pinene 1.370 1.
n-Propylbenzene 3.303 3.
3-Ethyltoluene 2.260 2.
4-Ethyltoluene 2.481 2.,
1,3,5-Trimethylbe 2.055 2.
alpha-Methylstyre 0.901 0.
2-Ethyltoluene 2.286 2.
1,2,4-Trimethylbe 2.130 2.
n-Decane 1.758 2.
Benzyl Chloride 1.875 1.
1,3-Dichlorobenze 1.232 1.
1,4-Dichlorobenze 1.019 1.
sec-Butylbenzene 2.678 2.
p-Isopropyltoluen 1.963 2.
1,2,3-Trimethylbe 1.852 2.
1,2-Dichlorobenze 1.145 1.
d-Limonene 0.6%0 0.
1,2-Dibromo-3-Chl 0.
n-Undecane 1.453 1.
1,2,4-Trichlorobe 0.593 0.
Naphthalene 1.
n-Dodecane 1.296 1.
0.372 0.

8100507 .M Mon Oct 08 09:34:03 2007

1.0
100

=10050727.D

=10050731.D
0 5.0 25
329 2.314 2.
929 2.022 2
549 0.555 0

574 0.586 0

911 2.059 2

821 0.838 0
515 0.519 0
448 1.377 1

684 2.689 2
785 1.769 1
338 0.342 0.
297 1.360 1
881 1.8%6 1
842 1.882 1.
903 0.906 0.
616 0.621 0.
253 2.268 2.
142 1.163 1.
194 3.238 2.
306 2.359 2.
261 2.273 2.
969 1.942 1.
587 0.623 0.
410 2.388 2.
975 1.950 1.
954 2.011 1.
759 1.974 1.
043 1.042 0.
000 1.004 0.
627 2.637 2.
991 2.044 1.
931 1.933 1.
965 0.985 0.
494 0.534 0.
296 0.318 0.
767 2.043 1.
638 0.672 0.
619 2.005 1.
197 1.612 1.
405 0.397 0.

Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007
Initial Calibration

5.0 =10050728.D

.633
.577
.868
.901
.876
.232
L7127

.332
.250



Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
‘Response via

Min. RRF 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev 30% Max. Rel. Area : 200%
Compound AvgRF CCRF %Dev Area$% Dev(min)
1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 94 0.00
2 T Propene 1.449 1.233 14.9 92 0.00
37 Dichlorodifluoromethane 2.218 1.997 10.0 96 0.00
4 T Chloromethane 2.237 2.005 10.4 91 0.00
5T Freon 114 1.038 0.932 10.2 95 0.00
6T Vinyl Chloride 1.163 1.050 9.7 92 0.00
7T 1,3-Butadiene 0.866 0.867 -0.1 94 0.00
8 T Bromomethane 1.037 1.046 -0.9 101 0.00
9T Chloroethane 0.935 0.902 3.5 96 0.00
10T Ethanol 0.909 0.910 -0.1 93 0.00
11T Acetonitrile 2.363 2.217 6.2 90 0.00
12T Acrolein 0.721 0.738 -2.4 95 0.00
137 Acetone 1.019 0.984 3.4 100 0.00
14.T Trichlorofluoromethane 1.731 1.665 3.8 97 0.00
5T Isopropanol 3.202 3.184 0.6 89 0.00
16 T Acrylonitrile 1.745 1.773 ~-1.6 93 0.00
17 T 1,1-Dichloroethene 1.076 1.061 1.4 99 0.00
18 T tert-Butanol 2.587 2.503 3.2 94 0.00
19 7T Methylene Chloride 1.185 1.093 7.8 99 0.00
20 T Allyl Chloride 1.685 1.758 -4.3 93 0.00
21 T Trichlorotrifluoroethane 1.125 1.131 -0.5 99 0.00
22T Carbon Disulfide 4.169 4.180 -0.3 98 0.00
23 T trans-1,2-Dichloroethene 1.727 1.679 2.8 95 0.00
24 T 1,1-Dichloroethane 1.848 1.739 5.9 97 0.00
25 7 Methyl tert-Butyl Ether 2.746 2.727 0.7 98 0.00
26 T Vinyl Acetate 0.192 0.154 19.8 67 0.00
27 T 2-Butanone . 0.691 0.699 -1.2 98 0.00
28 T cis-1,2-Dichloroethene 1.570 1.490 5.1 95 0.00
29 T Diisopropyl Ether 0.824 0.849 -3.0 99 0.00
30 T Ethyl Acetate 0.400 0.418 -4.5 98 0.00
31T n-Hexane 2.123 2.113 0.5 96 0.00
32T Chloroform 1.515 1.379 9.0 95 0.00
33 8§ 1,2-Dichloroethane-d4 (SS1) 1.231 1.138 7.6 88 0.00
34 7T Tetrahydrofuran 0.661 0.693 -4.8 98 0.00
35 T Ethyl tert-Butyl Ether 1.196 1.226 -2.5 98 0.00
36 T 1,2-Dichloroethane 1.473 1.436 2.5 94 0.00
37 IR 1,4-Difluorobenzene (I1S2) 1.000 1.000 0.0 94 0.00
38 T 1,1,1-Trichloroethane 0.389 0.389 0.0 97 0.00
39 T Isopropyl Acetate 0.174 0.178 -2.3 95 0.00
40 T 1-Butanol 0.244 0.288 -18.0 98 0.00
41 T Benzene 0.978 0.934 4.5 98 0.00
42 T Carbon Tetrachloride 0.386 0.399 -3.4 96 0.00
43 T Cyclohexane 0.369 0.369 0.0 99 0.00
44 T tert-Amyl Methyl Ether 0.623 0.647 -3.9 99 0.00
45 T 1,2-Dichloropropane 0.278 0.267 4.0 95 0.00
46 T Bromodichloromethane 0.279 0.290 -3.9 97 0.00
47 T Trichloroethene 0.318 0.312 1.9 S8 0.00
48 T 1,4-Dioxane 0.169 0.184 -8.9 98 0.00
49 T Isooctane 1.267 1.255 0.9 95 0.00
50 T Methyl Methacrylate 0.102 0.115 -12.7 98 0.00
51 T n-Heptane 0.240 0.244 -1.7 98 0.00
29092507 .M Fri Oct 05 07:21:22 2007 }@%ﬁ
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Evaluate Continuing Calibration Report

J:\MS09\Data\2007_10\04\
10050701.D
5 Oct 2007 6:09 am

: WA/EM

25ng TO-15 CCV STD
$20-09260712/820-09250712
1 Sample Multiplier: 1

Oct 05 07:20:32 2007
J:\MS09\Methods\R9092507.
TO-15 Tekmar AutoCan/HP
Wed Sep 26 15:35:45 2007

¢ Initial Calibration

a2

nfmgé Page: L
(5779



Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

Min. RRF

0.000 Min. Rel. Area 50% Max.

Max. RRF Dev 30% Max. Rel. Area 200%
Compound AVgRF CCRF
52 T cis-1,3-Dichloropropene 0.338 0.354
53 T 4-Methyl-2-pentanone 0.262 0.270
54 T trans-1,3-Dichloropropene 0.306 0.329
55 T 1,1,2-Trichloroethane 0.243 0.247
56 I Chlorobenzene-d5 (IS3) 1.000 1.000
57 S Toluene-d8 (SS2) 2.489 2.503
58 T Toluene 2.759 2.721
59 T 2-Hexanone 1.694 1.751
60 T Dibromochloromethane 0.764 0.881
61 T 1,2-Dibromoethane 0.722 0.785
52 T Butyl Acetate 1.658 1.633
63 T n-0Octane 0.663 0.679
64 T Tetrachloroethene 0.774 0.793
65 T Chlorobenzene 1.972 1.5958
66 T Ethylbenzene 2.953 3.011
67 T m- & p-Xylene 1.931 1.957
68 T Bromoform 0.448 0.542
69 T Styrene 1.821 2.050
70 T o-Xylene 2.049 2.099
71T n-Nonane 1.495 1.504
72 T 1,1,2,2-Tetrachloroethane 0.829 0.917
73S Bromofluorobenzene (SS3) .0.862 0.887
74 T Cumene 3.030 3.112
75 T alpha-Pinene 1.397 1.505
76 T n-Propylbenzene 3.446 3.592
77 T 3-Ethyltoluene 3.117 3.281
78 T 4-Ethyltoluene 2.966 3.163
79 T 1,3,5-Trimethylbenzene 2.597 2.745
80 T alpha-Methylstyrene 1.387 1.681
81 T 2-Ethyltoluene 3.161 3.373
82 T 1,2,4-Trimethylbenzene 2.418 2.541
83 T n-Decane 1.567 1.678
84 T Renzyl Chloride 1.765 2.242
85 T 1,3-Dichlorobenzene 1.656 1.845
86 T 1,4-Dichlorobenzene 1.652 1.800
87 T sec-Butylbenzene 3.318 3.583
88 T p-Isopropyltoluene 2.879 3.148
89 T 1,2,3-Trimethylbenzene 2.395 2.581
90 T 1,2-Dichlorobenzene 1.553 1.720
91 T d-Limonene 0.778 0.879
92 T 1,2-Dibromo-3-Chloropropane 0.478 0.597
93 T n-Undecane . 1.580 1.671
94 T 1,2,4-Trichlorobenzene 0.242 0.306
95 T Naphthalene 3.479 4.427
96 T n-Dodecane 1.406 1.595
97 T Hexachloro-1,3-butadiene 0.402 0.461
(#) = Out of Range SPCC's out 0

9082507 .M Fri

: WA/EM

Evaluate Continuing Calibration Report

J:A\MS09\Data\2007_10\04\
10050701.D
5 Oct 2007 6:09 am
25ng TO-15 CCV STD
520-09260712/820-09250712
1 Sample Multiplier: 1

Oct 05 07:20:32 2007

J:\MS09\Methods\R9092507 .M
TO-15 Tekmar AutoCan/HP 68%0/HP 5973 MSD

Wed Sep 26 15:35:45 2007

Initial Calibration

Oct 05 07:21:22 2007

R.T. Dev

%$Dev Area$% Dev(min)

0.33min

¥ 1oisteA1T
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Evaluate Continuing Calibration Report

Data Path J:\MS09\Data\2007_10\05\

Data File 10050714.D

Acg On : 5 Oct 2007 2:50 pm
Operator : WA/EM

Sample Ing TO-15 CRQL

Misc : S20-09260712/820-09260711

ALS Vial : 1 Sample Multiplier: 1
Quant Time: Oct 05 15:19:10 2007

Quant Method J:\MS09\Methods\R9092507 .M
Quant Title TO-15 Tekmar AutoCan/HP 6890/HP 5973
QLast Update : Wed Sep 26 15:35:45 2007

Response via Initial Calibration

200%

Max.

MSD

R.T. Dev 0.33min

%Dev Area% Dev(min)

Min. RRF 0.000 Min. Rel. Area

Max. RRF Dev 30% Max. Rel. Area
Compound AVvgRF
1 IR Bromochloromethane (IS1) 1.000
2 7 Propene 1.449
3T Dichlorodifluoromethane 2.218
4 T Chloromethane 2.237
5 T Freon 114 1.038
6 T Vinyl Chloride 1.163
7T 1,3-Butadiene 0.866
8 7T Bromomethane 1.037
9 T Chloroethane 0.935
0T ‘Ethanol 0.909
117 Acetonitrile 2.363
27 Acrolein 0.721
37T Acetone 1.019
14 7T Trichloroflucromethane 1.731
5T Isopropanol 3.202
16 T Acrylonitrile 1.745
17 7T 1,1-Dichloroethene 1.076
8 T tert-Butanol 2.587
19T Methylene Chloride 1.185
20T Allyl Chloride 1.685
21T Trichlorotrifluoroethane 1.125
22T Carbon Disulfide 4.169
23T trans-1,2-Dichloroethene 1.727
24T 1,1-Dichloroethane 1.848
25 T Methyl tert-Butyl Ether 2.746
26 T Vinyl Acetate 0.192
27 T 2-Butanone 0.691
28 T cis-1,2-Dichloroethene 1.570
29 T Diisopropyl Ether 0.824
30 T Ethyl Acetate 0.400
317 n-Hexane 2.123
32 7T Chloroform 1.515
33 S 1,2-Dichloroethane-d4 (SS1) 1.231
34 T Tetrahydrofuran 0.661
35 T Ethyl tert-Butyl Ether 1.196
36 T 1,2-Dichloroethane 1.473
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.389
39 7T Isopropyl Acetate 0.174
40 T 1-Butanol 0.244
41 T Benzene 0.978
42 T Carbon Tetrachloride 0.386
43 7T Cyclohexane 0.369
44 T tert-Amyl Methyl Ether 0.623
45 T 1,2-Dichloropropane 0.278
46 T Bromodichloromethane 0.279
47 T Trichloroethene 0.318
48 T 1,4-Dioxane 0.169
49 T Isooctane 1.267
50 T Methyl Methacrylate 0.102
51 T n-Heptane i 0.240

R9092507.M Fri Oct 05 15:16:37 2007
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0.0 92 -0.02
-6.6 91 0.02
-9.8 92 0.01
-3.0 87 0.02
-4.8 88 0.01
-4.5 86 0.02
-7.9 89 0.01

-14.1 97 0.02
-9.3 91  0.01
-26.6 116  0.00
-18.2 106  0.02
-18.9. 108 0.01
€76.,2#7129 0.00
-8.4 96 0.01
-17.1 95 -0.02
-4.5 100 0.00
-9.9 95  0.00
-22.1 99 -0.02
-6.3 95  0.00
-8.5 96  0.00
-6.6 95 0.00
-15.1 97 0.0
-7.3 92  0.00
-9.1 91 -0.02
-15.8 99  0.00
-7.3 134  0.00
-20.5 105 0.00
-9.1 94 -0.02
-22.2 99  0.00
-15.3 95  0.00
-13.0 95 0.00
-9.7 91 -0.02
-2.9 89 -0.02
-14.1 96  0.00
-13.8 100 -0.01
-6.2 93 -0.01

0.0 92 -0.02
-6.4 97 -0.02
-4.6 95 0.00

-17.2 133 0.06
-6.7 95 -0.01
-2.6 97 -0.01

-12.2 95  0.00

-12.0 102 0.00
-6.5 95 0.00

-11.1 98 -0.01
-7.5 92 0.00

-24.3 98  0.00

-11.4 92 -0.01

0.0 96  0.00

-15.4 95  0.00
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Evaluate Continuing Calibration Report

Data Path J:\MS09\Data\2007_10\05\
Data File 10050714.D

Acg On ;5 Oct 2007 2:50 pm
Cperator : WA/EM

Sample Ing TO-15 CRQL

Misc 520-09260712/820-09260711
ALS Vial 1 Sample Multiplier: 1
Quant Time: Oct 05 15:19:10 2007

Quant Method

J:\MS09\Methods\R9092507 .M

Quant Title T0-15 Tekmar Autolan/HP 6890/HP 5973 MSD

QLast Update Wed Sep 26 15:35:45 2007

Response via Initial Calibration

Min. RRF 0.000 Min. Rel. Area 50% Max. R.T. Dev 0.33min
Max. RRF Dev 30% Max. Rel. Area 200%

Compound | AVgRF CCRF %$Dev Area% Dev(min)
52 T cis-1,3-Dichloropropene 0.338 0.389 -15.1 101 0.00
53 T 4-Methyl-2-pentanone 0.262 0.281 -7.3 96 0.00
54 T trans-1,3-Dichloropropene 0.306 0.313 -2.3 102 0.00
55 T 1,1,2-Trichloroethane 0.243 0.267 -9.9 95 -0.01
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 94 0.00
57 8 Toluene-d8 (SS2) 2.489 2.443 1.8 93 0.00
58 T Toluene 2.759 3.078 -11.6 96 -0.01
59 T 2-Hexanone 1.694 1.782 -5.2 95 0.00
60 T Dibromochloromethane 0.764 0.809 -5.9 99 -0.01
61 T 1,2-Dibromoethane 0.722 0.790 -9.4 97 0.00
62 T Butyl Acetate 1.658 1.699 -2.5 93 0.00
63 T n-0ctane 0.663 0.736 -11.0 96 -0.01
64 T Tetrachloroethene 0.774 0.836 -8.0 96 0.00
65 T Chlorobenzene 1.972 2.163 -9.7 95 0.00
66 T Ethylbenzene 2.953 3.366 -14.0 98 0.00
67 T m- & p-Xylene 1.931 2.225 -15.2 99 0.00
68 T Bromoform 0.4438 0.435 2.9 104 0.00
69 T Styrene 1.821 1.984 -9.0 97 0.00
70 T o-Xylene 2.049 2.348 -14.6 98 0.00
71T n-Nonane 1.495 1.623 -8.6 93 0.00
72 T 1,1,2,2-Tetrachloroethane 0.829 1.005 -21.2 99 0.00
73 S Bromofluorobenzene (SS3) 0.862 0.860 0.2. 96 0.00
74 7 Cumene 3.030 3.403 -12.3 98 0.00
75 T alpha-Pinene 1.397 1.551 -11.0 97 0.00
76 T n-Propylbenzene 3.446 3.976 ~-15.4 98 0.00
77T 3-Ethyltoluene 3.117 3.545 -13.7 100 0.00
78 T 4-Ethyltoluene 2.966 3.286 -10.8 98 0.00
79 T 1,3,5-Trimethylbenzene 2.597 2.942 -13.3 100 0.00
80 T alpha-Methylstyrene 1.387 1.280 7.7 84 0.00
81 T 2-Ethyltoluene 3.161 3.685 -16.6 102 0.00
82 T 1,2,4-Trimethylbenzene 2.418 2.972 -22.9 103 0.00
83 T n-Decane 1.567 1.826 -16.5 99 0.00
84 T Benzyl Chloride 1.765 2.045 -15.9 111 0.00
85 T 1,3-Dichlorobenzene 1.656 1.845 -11.4 100 0.00
86 T 1,4-Dichlorobenzene 1.652 1.841 -11.4 100 0.00
87 T sec-Butylbenzene 3.318 3.865 -16.5 100 0.00
88 T p-Isopropyltoluene 2.879 3.420 -18.8 101 0.00
89 T 1,2,3-Trimethylbenzene 2.395 2.875 -20.0 101 0.00
90 T 1,2-Dichlorobenzene 1.553 1.751 -12.7 101 0.00
91 T d-Limonene 0.778 0.785 -0.9 85 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.478 0.514 -7.5 112 0.00
93 T n-Undecane 1.580 2.160 -36.7# 117 0.00
94 T 1,2,4-Trichlorobenzene 0.242 0.314 -29.8 110 0.00
95 T Naphthalene 3.479 4,141 -19.0 109 0.00
96 T n-Dodecane 1.406 1.673 -19.0 106 0.00
97 T Hexachloro-1,3-butadiene 0.402 0.486 -20.9 111 0.00
(#) = Out of Range SPCC's out = 0 CCC's out 0
- /
16 sfo
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Evaluate Continuing Calibration Report

Data Path : J:\MS09\Data\2007_10\05\
Data File : 10050716.D

Acg On ;5 Oct 2007 4:10 pm
Operator : WA/EM

Sample : 25ng TO-15 CCV STD

Misc : §20-09260712/520-09250712
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 05 16:48:54 2007

Quant Method : J:\MS09\Methods\R5092507.M
Quant Title : TO0-15 Tekmar AutoCan/HP 6890/H
QLast Update : Wed Sep 26 15:35:45 2007
Response via : Initial Calibration

nJ
w
Xe]
~J
w
oz
=9
19p]
o

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min

Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area% Dev{min)
1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 92 0.00
2T Propene . 1.449 1.244 14.1 91 0.00
37 Dichlorodifluoromethane 2.218 1.999 9.9 94 0.00
4 T Chloromethane 2.237 2.006 10.3 89 0.00
5 T Freon 114 1.038 0.925 10.9 92 0.00
6 T Vinyl Chloride 1.163 1.051 9.6 90 0.00
7T 1,3-Butadiene 0.866 0.881 -1.7 94 0.00
g T Bromomethane 1.037 1.026 1.1 - 97 0.00
9T Chloroethane 0.935 0.896 4.2 94 0.00
10T Ethanol 0.909 0.914 -0.6 92 0.00
11T Acetonitrile 2.363 2.236 5.4 89 0.00
12 7 Acrolein 0.721 0.73 -1.8 93 0.00
13T Acetone 1.019 0.974 4.4 97 0.00
14 T Trichlorofluoromethane 1.731 1.667 3.7 95 0.00
15 7T Isopropanol 3.202 3.219 -0.5 88 0.00
16 T Acrylonitrile 1.745 1.790 -2.6 92 0.00
17T 1,1-Dichloroethene 1.076 1.056 1.9 96 0.00
18 7T tert-Butanol 2.587 2.582 0.2 95 0.00
197 Methylene Chloride 1.185 1.088 8.2 96 0.00
20T Allyl Chloride 1.685 1.769 -5.0 91 0.00
21 7T Trichlorotrifluoroethane 1.125 1.122 0.3 96 0.00
22 T Carbon Disulfide 4.169 4.226 -1.4 97 0.00
23 T trans-1,2-Dichloroethene 1.727 1.686 2.4 94 0.00
24 T 1,1-Dichloroethane 1.848 1.722 6.8 94 0.00
25 T Methyl tert-Butyl Ether 2.746 2.751 -0.2 97 0.00
26 T Vinyl Acetate 0.192 0.155 19.3 66 0.00
27 T 2-Butanone 0.691 0.706 -2.2 97 0.00
28 T cis~1,2-Dichloroethene 1.570 1.490 5.1 93 0.00
29 T Diisopropyl Ether 0.824 0.852 -3.4 97 0.00
30T Ethyl Acetate 0.400 0.420 -5.0 97 0.00
317 n-Hexane 2.123 2.139 -0.8 95 0.00
327 Chloroform 1.515 1.377 9.1 93 0.00
33 S 1,2-Dichloroethane-~d4 (SS1) 1.231 1.147 6.8 87 0.00
34 7T Tetrahydrofuran 0.661 0.702 -6.2 97 0.00
35 T Ethyl tert-Butyl Ether 1.196 1.231 -2.9 97 0.00
36 T 1,2-Dichloroethane 1.473 1.441 2.2 93 0.00
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 93 0.00
38 T 1,1,1-Trichloroethane 0.389 0.387 0.5 95 0.00
39 T Isopropyl Acetate 0.174 0.179 -2.9 95 0.00
40 T 1-Butanol 0.244 0.290 -18.9 97 0.00
41 T Benzene 0.978 0.933 4.6 97 0.00
42T Carbon Tetrachloride 0.386 0.397 -2.8 94 0.00
43 T Cyclohexane 0.369 0.366 0.8 97 - 0.00
44 T tert-Amyl Methyl Ether 0.623 0.648 -4.0 98 0.00
45 T 1,2-Dichloropropane 0.278 0.270 2.9 95 0.00
46 T Bromodichloromethane 0.279 0.290 -3.9 95 0.00
47 7T Trichloroethene 0.318 0.309 2.8 96 0.00
48 T 1,4-Dioxane 0.169 0.182 -7.7 96 0.00
49 T Isooctane 1.267 1.262 0.4 94 0.00
50 T Methyl Methacrylate 0.102 0.115 -12.7 97 0.00 P
51 T n-Heptane 0.240 0.243 -1.3 96 0.00 /z:f m;{f’&"'{'@ﬂzo
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Evaluate Continuing Calibration Report

Data Path : J:\MS09\Data\2007_10\05\
Data File : 10050716.D

Acg On . 5 Oct 2007 4:10 pm
Operator : WA/EM

Sample : 25ng TO-15 CCV STD

Misc : 820-09260712/820-09250712
ALS vVial 1 Sample Multiplier: 1

Quant Time: Oct 05 16:48:54 2007

Quant Method : J:\MS09\Methods\R9092507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Wed Sep 26 15:35:45 2007

Regponse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF %Dev Area% Dev(min)
52 T cis-1,3-Dichloropropene 0.338 0.353 -4.4 96 0.00
53 T 4-Methyl-2-pentanone 0.262 0.272 -3.8 93 0.00
54 T trans-1,3-Dichloropropene 0.306 0.330 ~-7.8 95 0.00
55 T 1,1,2-Trichloroethane 0.243 0.246 -1.2 96 0.00
56 T Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 92 0.00
57 S Toluene-d8 (SS2) 2.489 2.471 0.7 92 0.00
58 T Toluene 2.759 2.686 2.6 96 0.00
59 T 2-Hexanone 1.694 1.761 -4.0 88 0.00
60 T Dibromochloromethane 0.764 0.877 -14.8 96 0.00
61 T 1,2-Dibromoethane 0.722 0.780 -8.0 95 0.00
62 T Butyl Acetate 1.658 1.632 1.6 81 0.00
63 T n-Octane ) 0.663 0.681 -2.7 94 0.00
64 T Tetrachloroethene 0.774 0.782 -1.0 95 0.00
65 T Chlorobenzene 1.972 1.934 1.9 96 0.00
66 T Ethylbenzene 2.953 2.982 ~-1.0 96 0.00
67 T m- & p-Xylene 1.931 1.937 -0.3 96 0.00
68 T Bromoform 0.448 0.529 -18.1 96 0.00
69 T Styrene 1.821 2.028 -11.4 96 0.00
70 T o-Xylene 2.049 2.078 -1.4 95 0.00
71T n-Nonane 1.495 1.514 -1.3 90 0.00
72 T 1,1,2,2-Tetrachloroethane 0.829 0.910 -9.8 97 0.00
73S Bromofluorobenzene (SS3) 0.862 0.880 -2.1 92 0.00
74 7T Cumene 3.030 3.076 -1.5 95 0.00
75 T alpha-Pinene 1.397 1.499 -7.3 96 0.00
76 T n-Propylbenzene 3.446 3.550 -3.0 95 0.00
77T 3-Ethyltoluene 3.117 3.279 -5.2 96 0.00
78 T 4-Ethyltoluene 2.966 3.097 -4.4 95 0.00
79 T 1,3,5-Trimethylbenzene 2.597 2.708 -4.3 96 0.00
80 T alpha-Methylstyrene 1.387 1.663 -19.9 97 0.00
81 T 2-Ethyltoluene 3.161 3.339 -5.6 96 0.00
82 T 1,2,4-Trimethylbenzene 2.418 2.510 -3.8 95 0.00
83 T n-Decane 1.567 1.673 -6.8 93 0.00
84 T Benzyl Chloride 1.765 2.223 -25.9 95 0.00
85 T 1,3-Dichlorobenzene 1.656 1.815 -9.6 97 0.00
86 T 1,4-Dichlorobenzene 1.652 1.787 -8.2 97 0.00
87 T sec-Butylbenzene 3.318 3.562 -7.4 96 0.00
88 T p-Isopropyltoluene 2.879 3.111 -8.1 96 0.00
89 T 1,2,3-Trimethylbenzene 2.395 2.558 -6.8 96 0.00
90 T 1,2-Dichlorobenzene 1.553 1.697 -9.3 98 0.00
91 T d-Limonene 0.778 0.874 -12.3 96 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.478 0.585 -22.4 102 0.00
93 T n-Undecane 1.580 1.666 -5.4 94 0.00
94 T 1,2,4-Trichlorobenzene 0.242 0.300 -24.0 107 0.00
95 T Naphthalene 3.479 4.412 -26.8 114 0.00
96 T n-Dodecane 1.406 1.607 -14.3 98 0.00
97 T Hexachloro-1, 3-butadiene 0.402 0.453 -12.7 104 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

sy 1olST7 rrel01121
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Data Path : J:\
Data File : 100
Acg On 6
Operator : WA/

Evaluate Continuing Calibration Report

MSO09\Data\2007_10\06\
60701.D

Oct 2007 7:39 am
EM

Sample : 25ng TO-15 CCV STD

Misc : 520
ALS Vial 1

Quant Time: Oct
Quant Method
Quant Title
QLast Update
Response via

Min. RRF 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev 30% Max. Rel. Area : 200%
Compound AVQRF CCRF 2Dev Area$%$ Dev(min)
1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 95 0.00
27T Propene 1.449 1.225 15.5 92 0.00
37 Dichlorodifluoromethane 2.218 1.984 10.6 96 0.00
4 T Chloromethane 2.237 1.978 1.6 90 0.00
5T Freon 114 1.038 0.930 10.4 95 0.00
6T Vinyl Chloride 1.163 1.032 11.3 91 0.00
7T 1,3-Butadiene 0.866 0.836 3.5 91 0.00
8 T Bromomethane 1.037 1.032 0.5 100 0.00
g T Chloroethane 0.935 0.898 4.0 96 0.00
07T Ethanol 0.909 0.889 2.2 91 0.00
11T Acetonitrile 2.363 2.188 7.4 89 0.00
2T Acrolein 0.721 0.698 3.2 90 0.00
13 T Acetone 1.019 0.971 4.7 99 0.00
14 7 Trichlorcofluoromethane 1.731 1.650 4.7 96 0.00
157 Isopropanol 3.202 3.127 2.3 87 0.00
16 T Acrylonitrile 1.745 1.757 -0.7 92 0.00
17 7 1,1-Dichloroethene 1.076 1.055 2.0 98 0.00
18 T tert-Butanol 2.587 2.484 4.0 93 0.00
19 7T Methylene Chloride 1.185 1.084 8.5 98 0.00.
20 T Allv]l Chloride 1.685 1.729 -2.6 92 0.00
217 Trichlorotrifluoroethane 1.125 1.117 0.7 98 0.00
22 T Carbon Disulfide 4.169 4.182 -0.3 98 0.0
23 T trans-1,2-Dichloroethene 1.727 1.660 3.9 94 0.00
24 T 1,1-Dichlorocethane 1.848 1.695 8.3 94 0.00
25 T Methyl tert-Butyl Ether 2.746 2.722 0.9 99 0.00
26 T Vinyl Acetate 0.192 0.143 25.5 62 0.00
27 T 2-Butanone 0.691 0.698 ~-1.0 98 0.00
28 T cig-1,2-Dichloroethene 1.570 1.462 6.9 94 0.00
29 T Diisopropyl Ether 0.824 0.845 -2.5 99 0.00
30 T Ethyl Acetate 0.400 0.420 -5.0 99 0.00
31T n-Hexane 2.123 2.091 1.5 95 0.00
32 T Chloroform 1.515 1.342 11.4 93 0.00
33 8 1,2-Dichloroethane-d4 (SS1) 1.231 1.136 7.7 89 0.00
34 T Tetrahydrofuran 0.661 0.698 -5.6 99 0.00
35 T Ethyl tert-Butyl Ether 1.196 1.222 -2.2 98 0.00
36 T 1,2-Dichloroethane 1.473 1.425 3.3 94 0.00
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 95 0.00
38 T 1,1,1-Trichloroethane 0.389 0.383 1.5 97 0.00
39 T Isopropyl Acetate 0.174 0.176 -1.1 96 0.00
40 T 1-Butanol 0.244 0.282 -15.6 97 0.00
41 T Benzene 0.978 0.924 5.5 98 0.00
42T Carbon Tetrachloride. 0.386 0.392 -1.6 96 0.00
43 T Cyclohexane 0.369 0.364 1.4 99 0.00
44 T tert-Amyl Methyl Ether 0.623 0.639 -2.6 99 0.00
45 T 1,2-Dichloropropane 0.278 0.264 5.0 96 0.00
46 T Bromodichloromethane 0.279 0.286 -2.5 97 0.00
47 T Trichloroethene 0.318 0.305 4.1 97 0.00
48 T 1,4-Dioxane 0.169 0.181 -7.1 98 0.00
49T Isooctane 1.267 1.230 2.9 94 0.00
50 T Methyl Methacrylate 0.102 0.114 -11.8 98 0.00
51 T n-Heptane 0.240 0.242 -0.8 98 0.00
9092507.M Sat Oct 06 10:59:24 2007

-09260712/820-09250712
Sample Multiplier: 1

06 11:02:10 2007
J:\MS09\Methods\R9092507 .M
TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Wed Sep 26 15:35:45 2007
Initial Calibration

B oiklo7 122

-

Page: 1



Data Path : J:\MS09\Data\2007_10\06\
Data File : 10060701.D

Acg On : 6 Oct 2007 7:39 am
Operator : WA/EM

Sample ¢ 25ng TO-15 CCV STD

Misc : 520-09260712/820-09250712
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 06 11:02:10 2007

Quant Method : J:\MS09\Methods\R9092507.M

Quant Title : T0O-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Wed Sep 26 15:35:45 2007

Regsponse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF %Dev Area$% Dev(min)
52 T cis-1,3-Dichloropropene 0.338 0.348 -3.0 98 0.00
53 T 4-Methyl-2-pentanone 0.262 0.265 -1.1 93 0.00
54 T rans-1,3-Dichloropropene 0.306 0.326 -6.5 97 0.00
55 T 1,1,2-Trichloroethane 0.243 0.244 -0.4 97 0.00
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 94 0.00
57 S Toluene-d8 (8S2) 2.489 2.488 0.0 95 0.00
58 T Toluene 2.759 2.656 3.7 97 0.00
59 T Z2-Hexanone 1.694 1.695 -0.1 87 0.00
60 T Dibromochloromethane 0.764 0.860 ~-12.6 96 0.00
61 T 1,2-Dibromoethane 0.722 0.771 -6.8 97 0.00
62 T Butyl Acetate 1.658 1.552 6.4 79 0.00
63 T n-Octane 0.663 0.662 0.2 94 0.00
64 T Tetrachloroethene 0.774 0.777 -0.4 97 0.00
65 T Chlorobenzene 1.972 1.922 2.5 8 0.00
66 T Ethylbenzene 2.953 2.939 0.5 97 0.00
67 T m- & p-Xylene 1.931 1.909 1.1 97 0.00
68 T Bromoform 0.448 0.528 -17.9 98 0.00
69 T Styrene 1.821 2.008 -10.3 98 0.00
70 7T o-Xylene 2.049 2.048 0.0 97 0.00
71T n-Nonane 1.495 1.463 2.1 89 0.00
72T 1,1,2,2-Tetrachloroethane 0.829 0.892 -7.6 98 0.00
73 S Bromofluorobenzene (SS3) 0.862 0.888 -3.0 S5 0.00
74 T Cumene 3.030 3.039 ~-0.3 97 0.00
75 T alpha-Pinene 1.397 1.473 -5.4 97 0.00
76 T n-Propylbenzene 3.446 3.513 -1.9 97 0.00
77T 3-Ethyltoluene 3.117 3.221 -3.3 97 0.00
78 T 4-Ethyltoluene 2.966 3.064 -3.3 97 0.00
79 T 1,3,5-Trimethylbenzene 2.597 2.666 -2.7 97 0.00
80 T alpha-Methylstyrene 1.387 1.634 -17.8 98 0.00
81 T 2-Ethyltoluene 3.161 3.278 -3.7 97 0.00
82 T 1,2,4-Trimethylbenzene 2.418 2.464 -1.9 96 0.00
83 T n-Decane 1.567 1.625 -3.7 93 0.00
84 T Benzyl Chloride 1.765 2.180 -23.5 96 0.00
35 7T 1,3-Dichlorobenzene 1.656 1.786 -7.9 98 0.00
36 T 1,4-Dichlorobenzene 1.652 1.762 -6.7 99 0.00
37 T sec~-Butylbenzene 3.318 3.495 -5.3 97 0.00
38 T p-Isopropyltoluene 2.879 3.052 -6.0 97 0.00
39 T 1,2,3-Trimethylbenzene 2.395 2.510 -4.8 97 0.00
30 T 1,2-Dichlorobenzene 1.553 1.672 -7.7 99 0.00
1T d-Limonene 0.778 0.860 -10.5 97 0.00
2T 1,2-Dibromo-3-Chloropropane 0.478 0.578 -20.9 104 0.00
13 T n-Undecane 1.580 1.623 -2.7 94 0.00
4T 1,2, 4-Trichlorobenzene 0.242 0.298 -23.1 109 0.00
5T Naphthalene 3.479 4.307 -23.8 114 0.00
6 T n-Dodecane 1.406 1.537 -9.3 96 0.00
7T Hexachloro-1,3-butadiene 0.402 0.444 -10.4 105 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

092507.M Sat Oct 06 10:59:24 2007



Evaluate Continuing Calibration Report

Data Path : J:\MS09\Data\2007_10\06\
Data File : 10060716.D

Acg On : 6 Oct 2007 17:23
Operator : WA/EM

Sample : lng CRQL STD

Misc : 820-09260712/820-09260711
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 08 09:17:34 2007
Quant Method : J:\MS09\Methods\R9092507 .M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

OLast Update : Wed Sep 26 15:35:45 2007

Response via : Initial Calibration

Mirn. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max.. Rel. Area : 200%

Compound AVgRF CCRF $Dev Area% Dev(min)

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 93 -0.02
2T Propene 1.449 1.512 -4.3 90 0.01
37T Dichlorodifluoromethane 2.218 2.369 -6.8 91 0.00
4 T Chloromethane 2.237 2.222 0.7 85 0.01
5 T Freon 114 1.038 1.089 -4.9 90 0.00
6 T vVinyl Chloride 1.163 1.155 0.7 83 0.00
7T 1,3-Butadiene 0.866 0.919 -6.1 89 0.00
8 T Bromomethane 1.037 1.136 -9.5 94 0.00
9 T Chloroethane 0.935 .0.992 -6.1 950 0.00
T Ethanol 0.909 1.039 -14.3 106 -0.01
LT Acetonitrile 2.363 2.514 -6.4 97 0.02
12T Acrolein 0.721  0.702 2.6 90 0.00
137 Acetone 1.019  1.862 -82.7#>136  0.00
40T Trichlorofluoromethane 1.731 1.811 -478 94 0.00
57T Isopropanol 3.202 3.480 -8.7 90 -0.02
16T Acrylonitrile 1.745 1.815 -4.0 101 0.00
17 7T 1,1-Dichloroethene 1.076 1.160 -7.8 95 0.00
8 7T tert-Butanol 2.587 2.886 -11.6 S92 -0.02
19 T Methylene Chloride 1.185 1.206 -1.8 92 0.00
20T Allyvl Chloride 1.685 1.687 -0.1 90 0.00
217 Trichlorotrifluoroethane 1.125 1.183 -5.2 95 0.00
22 T Carbon Disulfide 4,169 4,493 -7.8 92 0.01
23T trans-1,2-Dichloroethene 1.727 1.785 -3.4 90 -0.01
24 7T 1,1-Dichloroethane 1.848 1.953 -5.7 89 -0.02
25 T Methyl tert-Butyl Ether 2.746 2.965 -8.0 94 0.00
26 T Vinyl Acetate 0.192 0.173 9.9 114 0.00
27 T 2-Butanone 0.691 0.801 -15.9 103 0.00
28 T cis-1,2-Dichloroethene 1.570 1.641 -4.5 91 -0.02
29 T Diisopropyl Ether 0.824 0.954 -15.8 95 -0.01
30 T Ethyl Acetate 0.400 0.447 -11.7 93 -0.01
31T n-Hexane 2.123 2.267 -6.8 91 -0.01
32 7T Chloroform 1.515 1.626 -7.3 90 -0.02
338 1,2-Dichloroethane-d4 (S51) 1.231 1.233 -0.2 88 -0.02
347 Tetrahydrofuran 0.661 0.743 -12.4 96 0.00
35 T Ethyl tert-Butyl Ether 1.196 1.306 -9.2 98 -0.02
36 T 1,2-Dichloroethane 1.473 1.511 -2.6 91 -0.02
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 93 -0.02
38 T 1,1,1-Trichloroethane 0.389 0.405 -4, 1 96 -0.02
39 T Isopropyl Acetate 0.174 0.172 1.1 91 0.00
40 T 1-Butanol 0.244 0.268 -9.8 126 0.06
i 7T Benzene 0.978 1.039 -6.2 95 -0.02
42 1 Carbon Tetrachloride 0.386 0.389 -0.8 96 -0.02
43T Cyclohexane 0.369 0.408 -10.6 94 -0.01
44 T tert-Amyl Methyl Ether 0.623 0.674 -8.2 99 0.00
45 1 1,2-Dichloropropane 0.278 0.284 -2.2 92 -0.01
46 T Bromodichloromethane 0.279 0.301 -7.9 96 -0.02
47 1 Trichloroethene 0.318 0.344 -8.2 93 -0.01
48 T 1,4-Dioxane 0.169 0.202 -19.5 95 0.00
49 7 Isooctane 1.267 1.372 -8.3 90 -0.02
50 7T Methyl Methacrylate 0.102 0.100 2.0 94 0.00
51 T n-Heptane 0.240 0.272 -13.3 94 0.00
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

Lvaluate Lontinuling Callbration Report

J:\MS09\Data\2007_10\06\
10060716.D

6 Oct 2007
WA/EM

Ing CRQL STD
S20-09260712/520-09260711
1 Sample Multiplier: 1

17:23

Oct 08 09:17:34 2007

J:\MS09\Methods\R9092507 .M

TO-15

Initial Calibration

Max.

Tekmar AutoCan/HP 6890/HP 5973 MSD
Wed Sep 26 15:35:45 2007

R.T. Dev

0.33min

%$Dev Area% Dev(min)

Min. RRF 0.000 Min. Rel. Area 50%
Max. RRF Dev 30% Max. Rel. Area 200%
Compound AVGRF C
52 T cis-1,3-Dichloropropene 0.338
53 7 4-Methyl-2-pentancne 0.262
54 T trans-1,3-Dichloropropene 0.306
55 T 1,1,2-Trichloroethane 0.243
56 I Chlorobenzene-d5 (IS3) 1.000
57 S Toluene-d8 (SS52) 2.489
58 T Toluene 2.759
59 T 2~-Hexanone 1.694
60 T Dibromochloromethane 0.764
61 T 1,2-Dibromoethane 0.722
62 T Butyl Acetate 1.658
63 T n-Octane 0.663
64 T Tetrachloroethene 0.774
65 T Chlorobenzene 1.872
66 T Ethylbenzene 2,953
67 T m- & p-Xylene 1.931
68 T Bromoform 0.448
69 T Styrene 1.821
70 T o-Xylene 2.049
71 T n-Nonane 1.495
72T 1,1,2,2-Tetrachloroethane 0.829
73S Bromofluorobenzene (SS3) 0.862
74 T Cumene 3.030
75 T alpha-Pinene 1.397
76 T n-Propylbenzene 3.446
77T 3J-Bthyltoluene 3.117
78 T 4-Ethyltoluene 2.966
79 T 1,3,5-Trimethylbenzene 2.597
80 T alpha-Methylstyrene 1.387
LT 2-Ethyltoluene 3.161
82 T 1,2,4-Trimethylbenzene 2.418
83 T n-Decane 1.567
84 T Benzyl Chloride 1.765
85 T - 1,3-Dichlorobenzene 1.656
86 T 1,4-Dichlorobenzene 1.652
g7 T sec-Butylbenzene 3.318
38 T p-Isopropyltoluene 2.879
89 T 1,2,3-Trimethylbenzene 2.395
90 T 1,2-Dichlorobenzene 1.553
51 T d-Limonene 0.778
92 T 1,2-Dibromo-3-Chloropropane 0.478
93 T n-Undecane 1.580
94 T 1,2,4-Trichlorobenzene 0.242
95 T Naphthalene 3.479
96 T n-Dodecane 1.406
97 T Hexachloro-1,3-butadiene 0.402
(#) = Out of Range SPCC's out

9092507 .M Mon

Oct 08 09:14:47 2007
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Evaluate Continuing Calibration Report

Data Path : J:\MS09\Data\2007_10\06\
Data File : 10060717.D

Acg On : 6 Oct 2007 17:58

Operator : WA/EM

Sample : 25ng TO-15 CCV STD

Misc : 520-09260712/520-09250712

ALS Vial ¢ 1 Sample Multiplier: 1

Quant Time: Oct 08 10:21:19 2007

Quant Method : J:\MS09\Methods\R9092507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Wed Sep 26 15:35:45 2007

Response via : Initial Calibration

Min.
Max .
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Max. Rel. Area : 200%

Compound

Bromochloromethane (IS1)
Propene
Dichlorodifluoromethane
Chloromethane

Freon 114

Vinyl Chloride

1,3-Butadiene 866 814
Bromomethane 037 005
Chloroethane 935 876
Ethanol 909 868
Acetonitrile 363 127
Acrolein 721 684
Acetone 019 946
Trichlorofluoromethane 731 618
Isopropanol 202 107
Acrylonitrile 745 726

1,1-Dichloroethene
tert-Butanol

Methylene Chloride

Allyl Chloride
Trichlorotrifluoroethane
Carbon Disulfide
trans-1,2-Dichloroethene

1,1-Dichloroethane 848 662
Methyl tert-Butyl Ether 746 656
Vinyl Acetate 192 138
2-Butanone 691 681
cis-1,2-Dichloroethene 570 439
Diisopropyl Ether 824 828
Ethyl Acetate 400 405
n-Hexane 123 031
Chloroform 515 331

1,2-Dichloroethane-d4 (SS1)

Ethyl tert-Butyl Ether

PP ORPPNOOFRFOONREREBARRPRERLRNRPWRRPONOCORFRORRENNRER
= U
o« o
[S20EN

PR ORPPNOORFRFOONRPRPREDDRPREPENRFERWROODNOORR OROR R
(o)
je)
no

1,2-Dichloroethane 473 387
1,4-Difluorobenzene (IS2) 1.000 1.000
1,1,1-Trichlorocethane 0.389 0.381
Isopropyl Acetate 0.174 0.174
1-Butanol 0.244 0.282 -
Benzene 0.978 0.917
Carbon Tetrachloride 0.386 0.387
Cyclohexane 0.369 0.357
tert-Amyl Methyl Ether 0.623 0.633
1,2~-Dichloropropane 0.278 0.263
Bromodichloromethane 0.279 0.281
Trichloroethene 0.318 0.303
1,4-Dioxane 0.169 0.179
Isooctane 1.267 1.214
Methyl Methacryvlate 0.102 0.114 -
n-Heptane 0.240 0.240
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RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev
RRF Dev : 30%
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Evaluate Continuing Calibration Report

Data Path : J:\MS09\Data\2007_10\06\
Data File : 10060717.D

Acg On 6 Oct 2007 17:58
Operator : WA/EM

Sample : 25ng TO-15 CCV STD

Misc : S20-09260712/820-09250712
ALS vial 1 Sample Multiplier: 1

Quant Time: Oct 08 10:21:19 2007
Quant Method : J:\MS09\Methods\R9092507 .M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
‘QLast Update : Wed Sep 26-15:35:45 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF $Dev Area$% Dev(min)
52 7T cis-1,3-Dichloropropene 0.338 0.343 -1.5 96 0.00
53 T 4-Methyl-2-pentanone 0.262 0.262 0.0 91 0.00
54 T trans-1,3-Dichloropropene 0.306 0.321 -4.9 95 0.00
55 T 1,1,2-Trichlorcethane 0.243 0.243 0.0 97 0.00
56 T Chlorobenzene-d5 (IS83) 1.000 1.000 0.0 94 0.00
575 Toluene-d8 (5S2) 2.489 2.483 0.2 94 0.00
58 T Toluene 2.759 2.657 3.7 97 0.00
59 T 2 -Hexanone 1.694 1.682 0.7 86 0.00
60 T Dibromochloromethane 0.764 0.861 -12.7 96 0.00
6L T 1,2-Dibromoethane 0.722 0.769 -6.5 96 0.00
62 T Butyl Acetate 1.658 1.525 8.0 77 0.00
63 T n-Octane 0.663 0.657 0.9 92 0.00
64 T Tetrachloroethene 0.774 0.777 -0.4 96 0.00
5T Chlorobenzene 1.972 1.912 3.0 97 0.00
66 T Ethylbenzene 2.953 2.930 0.8 96 0.00
67 T m- & p-Xylene 1.931 1.905 1.3 96 0.00
68 T Bromoform 0.448 0.527 -17.6 97 0.00
69 T Styrene 1.821 2.008 -10.3 97 0.00
70T o-Xylene 2.049 2.046 0.1 96 0.00
/71T n-Nonane 1.495 1.451 2.9 88 0.00
72T 1,1,2,2-Tetrachloroethane 0.829 0.888 -7.1 97 0.00
738 Bromofluorobenzene (S83) 0.862 0.885 -2.7 94 0.00
74T Cumene 3.030 3.037 -0.2 96 0.00
75 T alpha-Pinene 1.397 1.480 -5.9 g7 0.00
76 T n-Propylbenzene 3.446 3.509 -1.8 96 0.00
77T 3-Ethyltoluene 3.117 3.227 -3.5 96 0.00
78 T 4-Ethyltoluene 2.966 3.072 -3.6 97 0.00
79 T 1,3,5-Trimethylbenzene 2.597 2.674 -3.0 97 0.00
80 T alpha-Methylstyrene 1.387 1.635 -17.9 97 0.00
81 T 2-Ethyltoluene 3.161 3.283 -3.9 96 0.00
82 T 1,2,4-Trimethylbenzene 2.418 2.457 -1.6 95 0.00
83 T n-Decane 1.567 1.624 -3.6 92 0.00
84 T Benzyl Chloride 1.765 2.169 -22.9 95 0.00
85 T 1,3-Dichlorobhenzene 1.656 1.783 -7.7 97 0.00
86 T 1,4-Dichlorobenzene 1.652 1.765 -6.8 98 0.00
87 T sec-Butylbenzene 3.318 3.491 -5.2 96 0.00
38 T p-Isopropyltoluene 2.875 3.039 -5.6 95 0.00
89 T 1,2,3-Trimethylbenzene 2.395 2.507 -4.7 96 0.00
S0 T 1,2-Dichlorobenzene 1.553 1.663 -7.1 97 0.00
g1 T d-Limonene 0.778 0.850 -9.3 95 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.478 0.574 -20.1 102 0.00
93 T n-Undecane 1.580 1.604 -1.5 92 0.00
94 T 1,2,4-Trichlorobenzene 0.242 0.294 -21.5 107 0.00
95 T Naphthalene 3.479 4,257 -22.4 112 0.00
96 T n-Dodecane 1.406 1.528 -8.7 95 0.00
97 T Hexachloro-1,3-butadiene 0.402 0.442 -10.0 103 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\08\
Data File 10080701.D

Acg On 8 Oct 2007 8:08
Operator : WA

Sample 25ng TO-15 CCV STD

Misc : 820-09270703/820-10030704
ALS Vial - 1 Sample Multiplier: 1

Quant Time: Oct 08 09:24:23 2007
Ouant Method
Quant Title

QLast Update
Response via

TO-15

Min. RRF 0.000 Min. Rel.
Max. RRF Dev 30% Max. Rel.
Compound
1 IR Bromochloromethane (IS1)
27 Propene
37T Dichlorodifluoromethane
4 T Chloromethane
5 T Freon 114
6 T Vinyl Chloride
7T 1,3-Butadiene
8 T Bromomethane
9 T Chloroethane
10T Ethanol
1T Acetonitrile
12 7T Acrolein
37 Acetone
47T Trichlorofluoromethane
5T Isopropanol
L6 T Acrylonitrile
17 7T 1,1-Dichloroethene
18 T tert-Butanol
97T Methylene Chloride
20T Allyl Chloride
21 T Trichlorotrifluoroethane
22 7 Carbon Disulfide
23 T trans-1,2-Dichloroethene
24 T 1,1-Dichloroethane
25 7T Methyl tert-Butyl Ether
26 T Vinyl Acetate
27 7T 2-Butanone
28 T cis-1,2-Dichloroethene
29 T Diisopropyl Ether
30 T Ethyl Acetate
31T n-Hexane
32T Chloroform
33 S 1,2-Dichloroethane-d4 (SS1)
34 7T Tetrahydrofuran
35 7T Ethyl tert-Butyl Ether
36 T 1,2-Dichloroethane
37 IR 1,4-Difluorobenzene (IS2)
38 T 1,1, -Trichloroethane
39 T Isopropyl Acetate
40 T 1-Butanol
41 7 Benzene
42 T Carbon Tetrachloride
43 T Cyclohexane
44 7 tert-Amyl Methyl Ether
45 T 1,2-Dichloropropane
46 T Bromodichloromethane
47 7 Trichloroethene
48 T 1,4-Dioxane
49 T Isooctane
50 T Methyl Methacryvlate
51 T n-Heptane
LO0507 .M Mon Oct 08 09:33:55 2007

Area
Area
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J:\MSO08\METHODS\R8100507 .M
Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007

Initial Calibration

2

.000

.881
L 457
.424
.277
L2217
.197
.109
L3127

50%
00%

OO OO0 O0OO0OOOrr OO0
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Max.

.672
.127
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.886
. 646
L4411

.000
.483
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.494
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.404
L4373
.819
.400
.389
.257
.218
.952
.110
.280

R.T. Dev

%$Dev Area% Dev(min)
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0.33min

114
125
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143
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120
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126
122
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131
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123
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138
121
120
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117
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120
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127
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117
121
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121
124
117
121
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121
116
128
119

-0.
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\08\
Data File : 10080701.D

Acg On 8 Oct 2007 8:08
Operator : WA

Sample : 25ng TO-15 CCV STD

Misc : 820-09270703/820-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 08 09:24:23 2007

Quant Method : J:\MSO8\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Sat Oct 06 12:55:19 2007

Regsponse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max . RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgQRF CCRF %Dev Area% Dev(min)

52 T cig-1,3-Dichloropropene 0.520 0.483 7.1 120 0.00
53 T 4-Methyl-2-pentanone 0.476 0.442 7.1 116 0.00
54 T trans-1,3-Dichloropropene 0.478 0.456 4.6 122 0.00
55 T 1,1,2-Trichloroethane 0.302 0.282 6.6 126 0.00
56 T Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 121 =-0.01
57 S Toluene-d8 (SS2) 2.206 2.258 -2.4 124 00
58 T Toluene 2.318 2.165 6.6 123 -0.01
59 T Z2-Hexanone 2.014 1.892 6.1 109 0.00
60 T Dibromochloromethane 0.557 0.549 1.4 127 0.00
61 T 1,2-Dibromoethane 0.575 0.558 3.0 125 0.00
62 T Butyl Acetate 1.973 1.996 -1.2 108 0.00
63 T n-Octane 0.806 0.749 7.1 116 -0.01
6d T Tetrachlorocethene 0.533 0.507 4.9 128 0.00
65 T Chlorobenzene 1.373 1.285 6.4 123 0.00
66 T Ethylbenzene 2.658 2.522 5.1 122 -0.01
67 T m- & p-Xylene 1.754 1.656 5.6 123 0.00
68 T Bromoform 0.348 0.357 -2.6 128 0.00
69 T Styrene 1.363 1.377 -1.0 123 0.00
70 T o-Xylene 1.879 1.776 5.5 123 0.00
71T n-Nonane 1.731 1.572 9.2 111 -0.01
72T 1,1,2,2-Tetrachloroethane 0.889 0.834 6.2 119 -0.01
738 BRromofluorobenzene (SS3) 0.632 0.646 -2.2 123 0.00
74 T Cumene 2.272 2.154 5.2 123 0.00
75 T alpha-Pinene 1.201 1.252 -4.2 124 0.00
76 T n-Propylbenzene 3.094 2.968 4.1 122 0.00
77 T 3-Ethyltoluene 2.281 2.262 0.8 124 0.00
78 T 4-Ethyltoluene 2.199 2.098 4.6 125 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.806 4.1 126 0.00
80 T alpha-Methylstyrene 0.795 0.980 -23.3 126 0.00
81 T 2~-Ethyltoluene 2.286 2.221 2.8 125 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.745 7.0 124 0.00
83 T n-Decane 1.795 1.500 16.4 108 0.00
84 T Benzyl Chloride 1.864 1.922 -3.1 121 0.00
5T 1,3-Dichlorobenzene 1.028 0.969 5.7 126 0.00
36 T 1,4-Dichlorobenzene 0.972 0.945 2.8 126 0.00
87 T sec-Butylbenzene 2.510 2.364 5.8 122 0.00
88 T p-Isopropyltoluene 1.915 1.840 3.9 123 0.00
39 T 1,2,3-Trimethylbenzene 1.810 1.660 8.3 120 0.00
90 T 1,2~-Dichlorobenzene 0.954 0.872 8.6 124 0.00
91 7T d-Limonene 0.648 0.748 -15.4 113 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.322 -5.6 128 0.00 _ (&/%‘(
93 T n-Undecane 1.687 1.367 19.0 96 c.co 2 b
94 1,2,4-Trichlorocbenzene 0.585 0.472 20.7 104 0.00 e b
95 T Naphthalene 1.756 1.493 15.0 101 0.00
956 T n-Dodecane 1.368 1.184 13.5 95 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.323 15.0 111 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0

L‘Cw
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
OQuant Title
QLast Update
Response via

Min. RRF 0.000 Min. Rel. Area : 50% Max. R.T. Dev
Max . RRF Dev 30% Max. Rel. Area : 200%
Compound AVgRF CCRF

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 120
2T Propene 2.568 2.366 7.9 111
3T Dichlorodifluoromethane 3.671 3.618 1.4 116
4 T Chloromethane 4.144 4,039 2.5 109
5 T Freon 114 1.230 1.366 -11.1 132
6 T Vinyl Chloride 3.119 3.390 -8.7 128
7T 1,3-Butadiene 2.781 3.137 -12.8 137
8 T Bromomethane 1.274 1.515 -18.9 139
9 T Chloroethane 1.328 1.429 -7.6 122
0T Ethanol 2.044 1.950 4.6 112
11T Acetonitrile 4.528 4.161 8.1 115
2T Acrolein 1.627 1.622 03123
13 7T Acetone 2.053 2.702 C;;l 64 124
14 7T Trichlorofluoromethane 2.808 2.922 1 123
15 T Isopropanol 6.170 5.917 4.1 111
16 T Acrylonitrile 3.524 3.466 1.6 113
17 7 1,%k-Dichloroethene 1.487 1.455 2.2 112
8 T tert-Butanol 5,995 5.704 4.9 117
19T Methylene Chloride 1.581 1.678 -6.1 116
o0 T AlLlvl Chloride 2.641 2.565 2.9 117
21T Trichlorotrifluoroethane 1.008 1.086 -7.7 125
22T Carbon Disulfide 6.642 7.683 -15.7 126
23 T trans-1,2-Dichloroethene 3.214 3.152 1.9 115
24 T 1,1-Dichloroethane 3.638 3.647 -0.2 114
25 7 Methyl tert-Butyl Ether 4.573 4.612 -0.9 119
26 T Vinyl Acetate 0.275 0.249 9.5 117
27 T 2~Butanone 1.005 1.018 -1.3 116
28 T cis-1,2-Dichloroethene 2.945 2.867 2.6 115
29T Diisopropyl Ether 1.233 1.230 0.2 119
30 T Ethyl Acetate 0.784 0.798 -1.8 118
3LT n-Hexane 4.329 4.125 4.7 112
32T Chloroform 2.389 2.342 2.0 113
3308 1,2-Dichloroethane-d4 (8S1) 2.405 2.276 5.4 112
s40T Tetrahydrofuran 0.991 0.993 -0.2 117
35T Ethyl tert-Butyl Ether 1.740 1.707 1.9 116
36 T 1,2-Dichloroethane 2.769 2.685 3.0 115
37 IR 1.4~ kfluorobenzene (1IS82) 1.000 1.000 0.0 115
38 T 1,1,1-Trichloroethane 0.515 0.542 -5.2 119
397 I%ooropy¢ Acetate 0.290 0.293 -1.0 115
40 T 1-Butanol 0.425 0.382 10.1 147
41 T Benzene 1.269 1.293 -1.9 117
42 T Carbon Tetrachloride 0.422 0.420 0.5 116
437 Cyclohexane 0.490 0.526 -7.3 118
44T tert-Amyl Methyl Ether 0.881 0.870 1.2 114
5 T 1,2-Dichloropropane 0.457 0.458 -0.2 113
60T Bromodichloromethane 0.424 0.433 -2.1 121
S70T Trichloroethene 0.277 0.298 -7.6 123
48 T 1,4-Dioxane 0.221 0.273 -23.5 133
49 T Isooctane 2.197 2.197 0.0 114
50T Methyl Methacrylate 0.109 0.117 -7.3 123
51T n-Heptane 0.317 0.331 -4.4 116

100507 .M Tue

Evaluate Continuing Calibration Report

J:\MSOB8\DATAN2007_10\08\
10080705.D

8 Oct 2007 12:02
WA

Ilng TO-15 CRQL STD
520-09270703/820-09250710
1 Sample Multiplier: 1

Oct 09 09:40:28 2007
J:\MSO8\METHODS\R8100507 .M
TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007
Initial Calibration

Oct 09 09:49:56 2007

0.33min

-0.
-0.
~-0.

-0.
-0.
-0.
~-0.
~-0.
-0.
-0.
-0.
-0.
-0.
-0.

$Dev Area% Dev(min)



Data Path : J:\MSO08\DATA\N2007_10\08\

Data File : 10080705.D

Acg On 8 Oct 2007 12:02

Operator : WA

Sample : 1lng TO-15 CRQL STD

Misc ¢ §20-09270703/820-09250710

ALS vial 1 Sample Multiplier: 1

Quant Time: Oct 09 09:40:28 2007

Quant Method : J:\MS08\METHODS\R8100507.M

Quant Title  TO-1% Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Regponse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min

Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF %Dev Area% Dev(min)
52T cig-1,3-Dichloropropene 0.520 0.526 -1.2 116 -0.01
53T 4-Methyl-2-pentanone 0.476 0.488 -2.5 120 -0.01
54 T trans-1,3-Dichloropropene 0.478 0.480 -0.4 117 -0.01
55 7T 1,1,2-Trichloroethane 0.302 0.311 -3.0 118 -0.02
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 112 -0.01
57 8 Toluene-d8 (882) 2.206 2.226 -0.9 114 -0.01
58 T Toluene 2.318 2.475 -6.8 119 -0.02
59 T 2-Hexanone 2.014 2.049 -1.7 119 -0.01
60 T Dibromochloromethane 0.557 0.590 -5.9 121 0.00
61 T 1,2-Dibromoethane 0.575 0.616 -7.1 120 -0.01
62 T Butyl Acetate 1.973 1.938 1.8 114 -0.01
63 T n-Octane 0.806 0.812 -0.7 111 -0.01
654 T Tetrachlorocethene 0.533 0.572 ~7.3 125 0.00
K5 T Chlorobenzene 1.373 1.489 -8.4 115 -0.01
66 T Ethylbenzene 2.658 2.811 -5.8 118 0.00
p7 T m- & p-Xylene 1.754 1.902 -8.4 120 -0.02
68 T Bromoform 0.348 0.376 -8.0 125 ~-0.01
69 T Styrene 1.363 1.366 -0.2 118 0.00
70 T o-Xylene 1.879 2.001 -6.5 119 -0.01
71T n-Nonane 1.731 1.795 -3.7 109 -0.01
72 T 1,1,2,2-Tetrachloroethane 0.889 0.938 -5.5 117 -0.01
738 Bromofluorobenzene (SS3) 0.632 0.647 -2.4 118 0.00
74T Cumene 2.272 2.49¢6 ~-9.9 124 0.00
75 T alpha-Pinene 1.201 1.099 8.5 108 -0.01
76 T n-Propylbenzene 3.094 3.419 -10.5 120 -0.01
7T 3-Ethyltoluene 2.281 2.620 -14.9 128 0.00
/8 T 4-FEthyltoluene 2.199 2.382 -8.3 118 -0.01
79T 1,3,5-Trimethylbenzene 1.884 2.113 -12.2 121 0.00
830 T alpha-Methylstyrene 0.795 0.606 23.8 116 0.00
81 T 2-BEthyltoluene 2.286 2.581 -12.9 120 0.00
82 T 1,2,4-Trimethylbenzene 1.877 2.061 -9.8 117 -0.01
33 T n-Decane 1.795 1.933 -7.7 111 0.00
84 T Benzyl Chloride 1.864 1.856 0.4 118 =-0.01
85 T 1,3-Dichlorobenzene 1.028 1.155 -12.4 124 -0.01
86 T 1,4-Dichlorobenzene 0.972 1.156 -18.9 130 0.00
87 T sec-Butylbenzene 2.510 2.768 -10.3 118 0.00
88 T p-Isopropyltoluene 1.915 2.233 -16.6 126 0.00
839 7T 1,2,3-Trimethylbenzene 1.810 2.010 -11.0 117 0.00
90 T 1,2-Dichlorobenzene 0.954 1.078 -13.0 125 0.00
91 T d-Limonene 0.648 0.436 32.7%# 99 0.00
92 7T 1,2-Dibromo-3-Chloropropane 0.305 0.354 -16.1 134 0.00
93 T n-Undecane 1.687 1.816 -7.6 115 0.00
94 1,2,4-Trichlorobenzene 0.595 0.764 -28.4 134 0.00
95 T Naphthalene 1.756 2.182 -24.3 151 0.00
96 T n-Dodecane 1.368 1.747 -27.7 164 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.449 -18.2 124 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

2100507 .M Tue Oct 09 09:49:56 2007

Evaluate Continuing Calibration Report

Page:

131



Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Cuant Method
Quant Title
QLast Update
Response via

Min. RRF
Max . RREF Dev

Evaluate Continuing Calibration Report

J:\MS08\Data\2007_10\08\
10080714.D

8 Oct 2007 18:58
WA
25ng TO-15 CCV (CLOSING)
$20-09270703/520-10030704

4

1 Sample Multiplier: 1

Oct 09 09:17:41 2007
J:\MSO8\METHODS\R8100507 .M
TO-15 .Tekmar AutoCan/HP 6890/HP 53873 MSD
Sat Oct 06 12:55:19 2007
Initial Calibration

0.000 Min. Rel. Area : 50% Max. R.T. Dev

30% Max. Rel. Area : 200%

WWOPRPONORF OO JIFRUITOWOUWOWAOARWRRUIWOIOWWUUI-JUTHO

0.33min

OO0 OO DO DOOODOOCOOOOOODOOOOOOCCODODOODOODOOOOCOOO

$Dev Area% Dev(min)

Compound AVgRF CCRF
1 IR Bromochloromethane (IS1) 1.000 1.000
2 T Propene 2.568 1.773
37 Dichlorodifluoromethane 3.671 3.032
4 T Chloromethane 4,144 3.334
5 T Freon 114 1.230 1.160
6 T Vinyl Chloride 3.119 2.946
7T 1,3-Butadiene 2.781 2.605
g T Bromomethane 1.274 1.219
g T Chloroethane 1.328 1.251
10 Ethanol 2.044 1.481
1T Acetonitrile 4.528 3.629
12T Acrolein 1.627 1.375
37T Acetone 2.053 1.695
147 Trichlorofluoromethane 2.808 2.531
15T Isopropanol 6.170 4.931
16 T Acrylonitrile 3.524 3.010
17 7T 1,1-Dichloroethene 1.487 1.289
8. 7T tert-Butanol 5,995 5.154
197 Methylene Chloride 1.581 1.324
20 T Allyl Chloride 2.641 2.115
217 Trichlorotrifluoroethane 1.008 0.928
227 Carbon Disulfide 6.642 5.327
23T trans-1,2-Dichloroethene 3.214 2.717
24 T 1,1-Dichloroethane 3.638 3.015
25 T Methyl tert-Butyl Ether 4.573 4.040
26 T Vinyl Acetate 0.275 0.297
27 T 2-Butanone 1.005 0.876
28 T cis-1,2-Dichloroethene 2.945 2.506
29 T Diisopropyl Ether 1.233 1.109
30 7T Ethyl Acetate 0.784 0.652
317 n-Hexane 4.329 3.453
32 7T Chloroform 2.389 2.079
338 1,2-Dichlorocethane-d4 (SS1) 2.405 2.299
34 7T Tetrahydrofuran 0.991 0.854
35 7 Ethyl tert-Butyl Ether 1.740 1.630
36 T 1,2-Dichloroethane 2.769 2.372
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000
38 T 1,1,1-Trichloroethane 0.515 0.482
39 7T Isopropyl Acetate 0.290 0.261
40 T l1-Butanol 0.425 0.473 -
41 T Benzene 1.269 1.065
42 T Carbon Tetrachloride 0.422 0.404
43 7 Cyclohexane - 0.490 0.430
44 T tert-Amyl Methyl Ether 0.881 0.820
45 7T 1,2-Dichloropropane 0.457 0.387
46 T Bromodichloromethane 0.424 0.390
47 T Trichloroethene 0.277 0.256
48 T 1,4-Dioxane 0.221 0.213
49 T Isooctane 2.197 1.857
50 T Methyl Methacrylate 0.109 0.107
51 T n-Heptane 0.317 0.283

18100507 .M Tue
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\08\
Data File : 10080714.D

Acg On 8 Oct 2007 18:58
Operator - : WA

Sample : 25ng TO-15 CCV (CLOSING)
Misc : S20-09270703/820-10030704
ALS vVial 1 Sample Multiplier: 1

Quant Time: Oct 09 09:17:41 2007
Quant Method : J:\MSO8\METHODS\R8100507.M

Quant Title : T0O-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF ; 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVYRF CCRF %Dev Area$% Dev(min)
52 7 cis-1,3-Dichloropropene 0.520 0.476 8.5 117 0.00
53 T 4-Methyl-2-pentanone 0.476 0.418 12.2 108 0.00
54 T trans-1,3-Dichloropropene 0.478 0.452 5.4 120 0.00
55 T 1,1,2-Trichloroethane 0.302 0.280 7.3 124 0.00
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 124 0.00
57 S Toluene-d8 (SS82) 2.206 2.203 0.1 124 0.00
58 T Toluene 2.318 2.071 10.7 121 0.00
59 T 2 -Hexanone ) 2.014 1.637 18.7 97 0.00
50 T Dibromochloromethane 0.557 0.538 3.4 128 0.00
61 T 1,2-Dibromoethane 0.575 0.535 7.0 123 0.00
62 T Butyl Acetate 1.973 1.725 12.6 96 0.00
63 7T n-Octane 0.806 0.696 13.6 110 0.00
64 T Tetrachloroethene 0.533 0.498 6.6 129 0.00
65 T Chlorobenzene 1.373 1.244 9.4 122 0.00
66 T Ethylbenzene 2.658 2.431 8.5 121 0.00
67 T m- & p-Xylene 1.754 1.610 8.2 123 -0.01
68 T Bromoform 0.348 0.356 -2.3 131 0.00
59 T Styrene 1.363 1.346 1.2 124 0.00
70 T o-Xylene 1.879 1.731 7.9 123 0.00
71T n-Nonane 1.731 1.382 20.2 100 0.00
72T 1,1,2,2-Tetrachloroethane 0.889 0.792 10.9 1le 0.00
738 Bromofluorobenzene (SS3) 0.632 0.678 -7.3 133 0.00
74 T Cumene 2.272 2.113 7.0 124 0.00
75 T alpha-Pinene 1.201 1.228 -2.2 125 0.00
76 T n-Propylbenzene 3.094 2.885 6.8 121 0.00
77T 3-Ethyltoluene 2.281 2.245 1.6 127 0.00
78 T 4-Ethyltoluene 2.199 2.031 7.6 124 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.781 5.5 128 0.00
30 7T alpha-Methylstyrene 0.795 0.958 -20.5 126 0.00
81T 2-Ethyltoluene 2.286 2.178 4.7 126 0.00
82 7T 1,2,4-Trimethylbenzene 1.877 1.718 8.5 126 0.00
83 7T n-Decane 1.795 1.417 21.1 105 0.00
84 T Benzyl Chloride 1.864 1.887 -1.2 122 0.00
85 7T 1,3-Dichlorobenzene 1.028 0.955 7.1 127 0.00
36 T 1,4-Dichlorobenzene 0.972 0.926 4.7 127 0.00
87 T sec-Butylbenzene 2.510 2.317 7.7 123 0.00
88 T p-Isopropyltoluene 1.915 1.804 5.8 124 0.00
89 T 1,2,3-Trimethylbenzene 1.810 1.644 9.2 122 0.00
S50 T 1,2-Dichlorobenzene 0.954 0.864 9.4 126 0.00
9L T d-Limonene 0.648 0.722 -11.4 112 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.318 -4.3 130 0.00
93 T n-Undecane 1.687 1.263 25.1 91 0.00
94 1,2,4-Trichlorobenzene 0.595 0.466 21.7 105 0.00
95 T Naphthalene 1.756 1.458 17.0 101 0.00
96 T n-Dodecane 1.368 1.145 16.3 94 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.318 16.3 113 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

BLO0507 .M Tue Oct 09 09:27:59 2007



Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\09\
Data File 10090701.D

Acg On 9 Oct 2007 9:25
Operator : SC

Sample : 25ng TO-15 CCV STD

Misc ~; $20-09270703/820-10030704
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 09 09:57:14 2007
Quant Method J:\MSO8\METHODS\R8100507 .M

Quant Title : T0O-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007
Regspongse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF
1 IR Bromochloromethane (IS1) 1.000
2 7T Propene 2.568
37 Dichlorodifluoromethane 3.671
4 T Chloromethane 4.144
5T Freon 114 1.230
6 T Vinyl Chloride 3.119
7T 1,3-Butadiene 2.781
8 T Bromomethane 1.274
9 T Chloroethane 1.328
10T Ethanol 2.044
117 Acetonitrile 4.528
12 T Acrolein 1.627
137 Acetone 2.053
4 7T "Trichlorofluoromethane 2.808
15 7T Isopropanol 6.170
16 T Acrylonitrile 3.524
17 T 1,1-Dichloroethene 1.487
18 T tert-Butanocl 5.995
19 T Methylene Chloride 1.581
20 T Allyl Chloride 2.641
21T Trichlorotrifluoroethane 1.008
22 T Carbon Disulfide 6.642
23 7T trans-1,2-Dichloroethene 3.214
24 T 1,1-Dichloroethane 3.638
25 T Methyl tert-Butyl Ether 4,573
26 T Vinyl Acetate 0.275
27 T 2-Butanone 1.005
28 T cis-1,2-Dichloroethene 2.945
29 T Diisopropyl Ether 1.233
30 7T Ethyl Acetate 0.784
317 n-Hexane 4.329
327 Chloroform 2.389
33 S 1,2-Dichloroethane-d4 (SS1) 2.405
34 T Tetrahydrofuran 0.991
35 7 Ethyl tert-Butyl Ether 1.740
36 T 1,2-Dichloroethane 2.769
37 IR 1,4-Difluorcbhenzene (I82) 1.000
38 T 1,1,1-Trichloroethane 0.515
39 T Isopropyl Acetate 0.290
40 T 1-Butanol 0.425
41 T Benzene 1.269
42 7 Carbon Tetrachloride 0.422
43 T Cyclohexane 0.450
44 T tert-Amyl Methyl Ether 0.881
45 T 1,2-Dichloropropane 0.457
46 T Bromodichloromethane 0.424
47 T Trichloroethene 0.277
48 T 1,4-Dioxane 0.221
49 T Isooctane 2.197
50 T Methyl Methacrylate 0.109
1T n-Heptane 0.317

28100507 .M Tue Oct 09 10:07:13 2007
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\09\
Data File : 10090701.D

Acg On ;9 Oct 2007 9:25
Operator : SC

Sample : 25ng TO-15 CCV 8TD

Misc : 820-09270703/8520-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 09 09:57:14 2007
Quant Method : J:\MSO8\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRE CCRF %Dev Area$% Dev(min)
52 T cleg-1,3-Dichloropropene 0.520 0.470 9.6 123 0.00
53 T 4-Methyl-2-pentanone 0.476 0.415 12.8 114 0.00
54 T trans-1,3-Dichloropropene 0.478 0.447 6.5 125 0.00
55 T 1,1,2-Trichloroethane 0.302 0.276 8.6 129 0.00
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 127 0.00
57 8 Toluene-d8 (SS2) 2.206 2.241 -1.6 129 0.00
58 T Toluene 2.318 2.106 9.1 126 0.00
59 T 2~-Hexanone 2.014 1.708 15.2 103 0.00
60 T Dibromochloromethane 0.557 0.548 1.6 133 0.00
61 T 1,2-Dibromoethane 0.575 0.549 4.5 129 0.00
62 T Butyl Acetate 1.973 1.807 8.4 103 0.00
63 T n-Octane 0.806 0.707 12.3 115 0.00
654 T Tetrachloroethene 0.533 0.511 4.1 136 0.00
65 T Chlorobenzene 1.373 1.274 7.2 128 0.00
66 T Ethylbenzene 2.658 2.468 7.1 125 0.00
67 T m- & p-Xylene 1.754 1.638 6.6 127 0.00
68 T Bromoform 0.348 0.363 -4.3 137 0.00
69 T Styrene 1.363 1.356 0.5 127 0.00
70 T o-Xylene 1.879 1.758 6.4 128 0.00
71T n-Nonane 1.731 1.423 17.8 105 0.00
72 T 1,1,2,2-Tetrachloroethane 0.889 0.802 9.8 120 0.00
73 8 Bromofluorobenzene (SS3) 0.632 0.663 -4.9 133 0.00
74 T Cumene 2.272 2.143 5.7 129 0.00
75 T alpha-Pinene 1.201 1.234 -2.7 128 0.00
76 T n-Propylbenzene 3.094 2.919 5.7 125 0.00
77 7T 3-Ethyltoluene 2.281 2.280 0.0 132 0.00
78 T 4-Ethyltoluene 2.199 2.032 7.6 127 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.807 4.1 133 0.00
30 T alpha-Methylstyrene 0.795 0.967 -21.6 130 0.00
1T 2-Bthyltoluene 2.286 2.213 3.2 131 0.00
32 T 1,2,4-Trimethylbenzene 1.877 1.732 7.7 129 0.00
83 T n-Decane 1.795 1.429 20.4 108 0.00
84 T Benzyl Chloride 1.864 1.893 -1.6 125 0.00
35 T 1,3-Dichlorobenzene 1.028 0.956 7.0 130 0.00
86 T 1,4-Dichlorobenzene 0.972 0.931 4.2 131 0.00
87 T sec-Butylbenzene 2.510 2.334 7.0 127 0.00
88 T p-Isopropyltoluene 1.915 1.828 4.5 128 0.00
39 T 1,2,3-Trimethylbenzene 1.810 1.646 9.1 125 0.00
S0 T 1,2-Dichlorobenzene 0.954 0.870 8.8 130 0.00
91 T d-Limonene 0.648 0.722 -11.4 115 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.316 -3.6 132 0.00
93 T n-Undecane 1.687 1.213 28.1 90 0.00
94 1,2,4-Trichlorobenzene 0.595 0.450 24.4 104 0.00
95 T Naphthalene 1.756 1.369 22.0 97 0.00
96 T n-Dodecane 1.368 1.069 21.9 90 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.307 19.2 111 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\09\

Data File 10090703.D

Acg On : 9 Oct 2007 11:160

Operator : SC

Sample : Ing TO-15 CRQL STD

Misc : 820-09270703/820-09250710
ALS vial 1 Sample Multiplier: 1
Quant Time: Oct 09 11:36:47 2007

Quant Method J:\MS08\METHODS\R8100507
Quant Title TO-15

QLast Update Sat Oct 06 12:55:19 2007

Response via Initial Calibration

.M

200%

Max.

Tekmar AutoCan/HP 6890/HP 5973 MSD

R.T. Dev

$Dev Area%

0.33min

Dev{(min)

Min. RRF 0.000 Min. Rel. Area

Max . RRF Dev 30% Max. Rel. Area
Compound AVgRE
1 IR Bromochloromethdane (IS1) 1.000
27 Propene 2.568
37 Dichlorodifluocromethane 3.671
4 T Chloromethane 4.144
57T Freon 114 1.230
6 T Vinyl Chloride 3.119
7T 1,3-Butadiene 2.781
g T Bromomethane 1.274
g T Chlorocethane 1.328
10T Ethanol 2.044
117 Acetonitrile 4.528
12T Acrolein 1.627
37T Acetone 2.053
4T Trichlorofluoromethane 2.808
5T Isopropanol 6.170
16T Acrylonitrile 3.524
17 T 1,1-Dichloroethene 1.487
18 7T tert-Butanol 5.995
9T Methylene Chloride 1.581
20T Allyl Chloride 2.641
21T Trichlorotrifluoroethane 1.008
22T Carbon Disulfide 6.642
23T trans-1,2-Dichloroethene 3.214
24 T 1,1-Dichloroethane 3.638
25 T Methyl tert-Butyl Ether 4.573
26 T Vinyl Acetate 0.275
27 T 2-Butanone 1.005
28 T cig-1,2~-Dichloroethene 2.945
29 T Diiscopropyl Ether 1.233
30 7T Ethyl Acetate 0.784
31 n-Hexane 4.329
32T Chloroform 2.389
338 1,2-Dichloroethane-d4 (SS1) 2.405
34 T Tetrahydrofuran 0.991
35 T Ethyl tert-Butyl Ether 1.740
36 T 1,2-Dichloroethane 2.769
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.515
39 T Isopropyl Acetate 0.290
40 T 1-Butanol 0.425
41 T Benzene 1.269
42 T Carbon Tetrachloride 0.422
43 T Cyclohexane 0.490
44 T tert-Amyl Methyl Ether 0.881
45 T 1,2-Dichloropropane 0.457
46 T Bromodichloromethane 0.424
47 T Trichloroethene 0.277
48 T 1,4-Dioxane 0.221
49 T Iscoctane 2.197
50 T Methyl Methacrylate 0.109
51 T n-Heptane 0.317
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.728
.732

.000
.560
.284
.351
.267
.437
.512
.872
.448
.445
.294
.235
.155
.110
.337

0.0 117
14.8 100
1.2 114
-2.9 113
-15.0 133
-10.7 128
-11.5 132
-15.1 132
-10.1 122
7.3 106
12.2 108
25118
-31.2#121
=T6.6 123
6.0 107
2.0 110
-1.8 114
4.2 115
4.0 111
9.8 106
-9.0 124
-15.8 124
2.6 112
-0.8 113
-2.3 118
2.2 124
-3.0 115
2.4 113
‘0.8 115
0.5 113
7.0 107
-0.3 113
4.7 111
0.5 113
0.7 115
1.3 115
0.0 113
-8.7 120
2.1 109
17.4 132
0.2 112
-3.6 118
-4.5 112
1.0 111
2.0 108
-5.0 121
-6.1 118
-6.3 111
1.9 109
-0.9 112
-6.3 115
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Data Path
Data File

Evaluate Continuing Calibration Report

J:\MS08\Data\2007_10\09\
10090703.D

Acg On 9 Oct 2007 11:10
Operator SC

Sample : lng TO-15 CRQL STD

Misc : $20-09270703/820-098250710
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 09 11:36:47 2007

Quant Method J:\MSO8\METHODS\R8100507.M

Quant Title : T0-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update Sat Oct 06 12:55:19 2007

Response via Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRFE CCRF %Dev Area$%$ Dev(min)

52 T cis-1,3-Dichloropropene 0.520 0.540 -3.8 117 0.00
53T 4-Methyl-2-pentanone 0.476 0.462 2.9 110 0.00
54 T trans-1,3-Dichloropropene 0.478 0.491 -2.7 117 0.00
55 T 1,1,2-Trichloroethane 0.302 0.313 -3.6 116 =0.01
56 1 Chlorobenzene-d5 (I83) 1.000 1.000 0.0 112 -0.01
57 S Toluene-d8 (8S2) 2.206 2.188 0.8 111 -0.01
58 T Toluene 2.318 2.425 -4.6 117 -0.01
59 T 2-Hexanone 2.014 1.797 10.8 104 0.00
60 T Dibromochloromethane 0.557 0.580 -4.1 118 0.00
61 T 1,2-Dibromoethane 0.575 0.606 -5.4 118 -0.01
62 T Butyl Acetate 1.973 1.759 10.8 103 0.00
63T n-0Octane 0.806 0.787 2.4 107 -0.01
64 T Tetrachloroethene 0.533 0.571 -7.1 124 0.00
65 T Chlorobenzene 1.373 1.426 -3.9 110 0.00
66 T Ethylbenzene 2.658 2.769 -4.2 116 -0.01
67 T m- & p-Xylene 1.754 1.858 -5.9 117 -0.02
68 T Bromoform 0.348 0.388 -11.5 129 -0.01
69 T Styrene 1.363 1.288 5.5 111 0.00
70 T o-Xylene 1.879 1.991 -6.0 119 -0.01
70T n-Nonane 1.731 1.692 2.3 103 -0.01
72 T 1,1,2,2-Tetrachloroethane 0.889 0.926 -4.2 115 -0.01
73 8 Bromofluorobenzene (SS3) 0.632 0.667 -5.5 121 0.00
74 T Cumene 2.272 2.410 -6.1 120 0.00
75 T alpha-Pinene 1.201 1.086 9.6 107 0.00
76 T n-Propylbenzene 3.094 3.268 -5.6 115 0.00
77T 3-BEthyltoluene 2.281 2.508 -10.0 122 0.00
78 T 4-Ethyltoluene 2.199 2.333 -6.1 116 0.00
79 T 1,3,5-Trimethylbenzene 1.884 2.067 -9.7 118 0.00
30 T alpha-NMethylstyrene 0.795 0.550 30.8# 105 0.00
81 T 2-Ethyltoluene 2.286 2.532 -10.8 118 0.00
g2 T 1,2,4-Trimethylbenzene 1.877 2.016 -7.4 114 -0.01
83 T n-Decane 1.795 1.892 -5.4 109 0.00
84 T Benzyl Chloride 1.864 1.798 3.5 115 -0.01
85 T 1,3-Dichlorobenzene 1.028 1.147 -11.6 123 0.00
86 T 1,4-Dichlorobenzene 0.972 1.082 -11.3 121 0.00
87 T sec-Butylbenzene 2.510 2.748 -9.5 117 0.00
38 T p-Isopropyltoluene 1.915 2.114 -10.4 119 0.00
89 T 1,2,3-Trimethylbenzene 1.810 2.023 -11.8 117 0.00
90 T 1,2-Dichlorobenzene 0.954 1.064 -11.5 124 0.00
91 T d-Limonene 0.648 0.427 34.1% 97 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.326 -6.9 123 0.00
93 T n-Undecane 1.687 1.761 -4.4 112 0.00 e rof
94 1,2,4-Trichlorobenzene 0.595 0.698 -17.3 123 0.00 { ,wm( 770'
95 7T Naphthalene 1.756 1.818 -3.5 126 0.00 F
96 T n-Dodecane 1.368 1.342 1.9 126 0.00 !
97 T Hexachloro-1, 3-butadiene 0.380 0.403 -6.1 112 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\09\

Data File : 100%0709.D

Acg On : 9 Oct 2007 16:00
Operator : SC

Sample : 25ng TO-15 CCV (CLOSING)
Misc : $20-09270703/820-10030704
ALS vVial = 1 Sample Multiplier: 1
Quant Time: Oct 09 16:26:46 2007

Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev
Max. RRF Dev : 30%

o -
=) WO 0O~ O U W B
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26

[N
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31
32
33
34
35
36

-

e N RO

37 IR
38 T
39T
40 T

43
44

Max. Rel. Area : 200%
Compound

Bromochloromethane (IS1)
Propene
Dichlorodifluoromethane
Chlorcomethane

Freon 114 230 .220
Vinyl Chloride 119 .01
1,3-Butadiene 781 754
Bromomethane 274 237
Chloroethane 328 281
Ethanol 044 626
Acetonitrile 528 256
Acrolein 627 451
Acetone 053 877
Trichlorofluoromethane 808 524
Isopropanol 170 275

Acrylonitrile
1,1-Dichloroethene
tert-Butanol

Methylene Chloride

Allyl Chloride
Trichlorotrifluoroethane
Carbon Disulfide
trans-1,2-Dichloroethene
1,1-Dichloroethane
Methyl tert-Butyl Ether
Vinyl Acetate

2-Butanone
cis-1,2-Dichloroethene
Diisopropyl Ether

Ethyl Acetate

n-Hexane

Chloroform
1,2-Dichloroethane-d4 (SS1)
Tetrahydrofuran

Ethyl tert-Butyl Ether
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[S2INe)
[eelNe]
= U
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N
-3
(@)

1,2-Dichloroethane .769 397
1,4-Difluocrobenzene (IS2) 1.000 1.000
1,1,1-Trichloroethane 0.515 0.483
Isopropyl Acetate 0.290 0.268
1-Butanol 0.425 0.488 -
Benzene 1.269 1.092
Carbon Tetrachloride 0.422 0.402
Cyclohexane 0.490 0.438
tert-Amyl Methyl Ether 0.881 0.826
1,2-Dichloropropane 0.457 0.398
Bromodichloromethane 0.424 0.391
Trichloroethene 0.277 0.257
1,4-Dioxane 0.221 0.215
Isooctane 2.197 1.933
Methyl Methacrylate 0.109 0.107
n-Heptane 0.317 0.288
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\09\
Data File : 10090709.D

Acg On 9 Oct 2007 16:00
Operator . SC

Sample : 25ng TO-15 CCV (CLOSING)
Misc : 820-09270703/820-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 09 16:26:46 2007

Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max ., RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area$% Dev(min)

52 T cig-1,3-Dichloropropene 0.520 0.482 7.3 112 0.00
53 7T 4-Methyl-2-pentanone 0.476 0.438 8.0 107 0.00
54 T trans~1,3-Dichloropropene 0.478 0.455 4.8 114 0.00
55 T 1,1,2-Trichloroethane 0.302 0.280 7.3 117 0.00
56 1T Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 116 0.00
57 8§ Toluene-d8 (552) 2.206 2.200 0.3 117 0.00
58 T Toluene 2.318 2.074 10.5 114 0.00
59 T 2 -Hexanone 2.014 1.777 11.8 99 0.00
60 T Dibromochloromethane 0.557 0.533 4.3 119 0.00
61 T 1,Z-Dibromoethane 0.575 0.542 5.7 117 0.00
62 T Butyl Acetate 1.973 1.875 5.0 98 0.00
63T n-Octane 0.806 0.722 10.4 108 0.00
64 T Tetrachloroethene 0.533 0.496 6.9 121 0.00
65 T Chlorocbenzene 1.373 1.247 9.2 115 0.00
66 T Ethylbenzene 2.658 2.4590 7.8 114 0.00
67 T m- & p-Xylene 1.754 1.608 8.3 115 0.00
68 T Bromoform 0.348 0.351 -0.9 121 0.00
69 T Styrene 1.363 1.334 2.1 115 0.00
70 T o-Xylene 1.879 1.722 8.4 115 0.00
71T n-Nonane 1.731 1.492 13.8 102 0.00
72 T 1,1,2,2-Tetrachloroethane 0.889 0.807 9.2 111 0.00
738 Bromofluorobenzene (SS3) 0.632 0.673 -6.5 124 0.00
74 T Cumene 2.272 2.083 7.9 116 0.00
75 T alpha-Pinene 1.201 1.221 -1.7 117 0.00
76 T n-Propylbenzene 3.094 2.896 6.4 114 0.00
77T 3-Ethyltoluene 2.281 2.242 1.7 119 0.00
78 T 4-Ethyltoluene 2.199 2.025 7.9 116 0.00
79T 1,3,5-Trimethylbenzene 1.884 1.763 6.4 119 0.00
80 T alpha-Methylstyrene 0.795 0.955 -20.1 118 0.00
81 T 2-Ethyltoluene 2.286 2.183 4.5 119 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.725 8.1 119 0.00
83 T n-Decane 1.795 1.4¢67 18.3 102 0.00
84 T Benzyl Chloride 1.864 1.844 1.1 112 0.00
85 T 1,3-Dichlorobenzene 1.028 0.947 7.9 119 0.00
86 T 1,4-Dichlorobenzene 0.972 0.925 4.8 119 0.00
87 T sec-Butylbenzene 2.510 2.337 6.9 117 0.00
838 T p-Isopropyltoluene 1.915 1.810 5.5 117 0.00
39 T 1,2,3-Trimethylbenzene 1.810 1.639 9.4 114 0.00
90 T 1,2-Dichlorobenzene 0.954 0.860 9.9 118 0.00
91 T d-Limonene 0.648 0.733 -13.1 107 0.00 , s
92 T 1,2-Dibromo-3-Chloropropane  0.305  0.314 -3.0 120  0.00 YA + .;/«7’(!’5:
93 T n-Undecane 1.687  1.237 26.7 84  0.00 Lo ity
94 1,2,4-Trichlorobenzene 0.595 0.447 24.9 95 0.00 & f
95 T Naphthalene 1.756 1.362 22.4 88 0.00
96 T n-Dodecane 1.368 1.079 21.1 83 0.00
97 T Hewxachloro-1,3-butadiene 0.380 0.306 19.5 102 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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COLUMBIA ANALYTICAL SERVICES, INC.

Client: TRC
Client Project ID: = WDI

RESULTS OF ANALYSIS

Page 1 of |

CAS Project ID: P2703043

Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified

Instrument ID: Tekmar AUTOCAN/Agilent 5973 inert/6890N/MS9 Lab File ID: 10050701.D

Analyst: Wida Ang Date Analyzed: 10/05/07

Sampling Media: Summa Canister(s) Time Analyzed: 06:09

Test Notes:.

IS1 (BCM) 1S2 (DFB 1| IS3 (CBZ)
AREA #|| RT #|| AREA #|| RT #|| AREA #|| RT #

24 Hour Standard 401680 8.20 1737719 10.11 659813 14.99
Upper Limit 562352 8.53 2432807 10.44 923738 15.32
Lower Limit 1241008 7.87 1042631 9.78 395888 14.66
Client Sampie ID
Method Blank 356354 8.17 1670013 10.09 645814 14.99
Lab Control Sample 401883 8.20 1758717 10.10 672690 14.99
Duplicate Lab Control Sample 401255 8.20 1764288 10.10 670941 14.99
WDI-VW30-D-9-26-07 377025 8.18 1722985 10.09 667518 14.98
WDI-VW30-D-9-26-07 (Duplicate) 373572 8.18 1718583 10.09 668419 14.99
WDI-VW30-8-9-26-07 365920 8.19 1713953 10.10 673327 14.99
WDI-VW51-S-9-26-07 367005 8.20 1703086 10.10 674866 14.99
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
1S3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area

AREA LOWER LIMIT = 60% of internal standard area .

RT UPPER LIMIT = 0.33 minutes of internal standard RT

RT LOWER LIMIT = 0.33 minutes of internal standard RT

# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.

Verified by: Cronvd Date: tolzilomy 1 40
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COLUMBIA ANALYTICAL SERVICES, INC.

Client: TRC
Client Project ID: WDI

RESULTS OF ANALYSIS

Page 1 of 1

CAS Project ID: P2703043

Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified
Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9

Instrument ID:
Analyst: Wida Ang
Sampling Media: Summa Canister(s)
Test Notes:

Lab File ID: 10060701.D

Date Analyzed:

10/06/07

Time Analyzed: 07:39

1S1 (BCM) 1S2 (DFB) 1S3 (CBZ)
AREA #|| RT #| AREA #| RT #|| AREA #| RT #

24 Hour Standard 403322 8.20 1761987 10.10 674031 14.99
Upper Limit 564651 8.53 2466782 10.43 943643 15.32
Lower Limit 241993 7.87 1057192 9.77 404419 14.66
Client Sample ID

Method Blank 361575 8.17 1697148 10.09 655982 14.99
Lab Control Sample 403950 8.20 1759832 10.10 670110 14.99
Duplicate Lab Control Sample 405378 8.19 1763669 10.10 674145 14.99
WDI-VW34-8-9-26-07 363214 8.18 1743843 10.10 687254 14.99
WDI-VW51-1-9-26-07 400022 8.18 1827840 10.10 638571 15.00
WDI-VW51-1-9-26-07 (Lab Duplicate) 404219 8.19 1848543 10.10 637254 15.00
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
1S3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.

* Values outside of QC limits. ‘

Verifiedby: st Dater_telziler 141
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC

Client Project ID: WDI CAS Project ID: P2703043

Internal Standard Area and RT Summary

01
02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

Test Code: EPA TO-15 Modified

Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Lab File ID: 10080701.D

Analyst: Wida Ang Date Analyzed: 10/08/07

Sampling Media: ~ Summa Canister(s) Time Analyzed: 08:08

Test Notes:

IS1 (BCM) IS2 (DFB) 1S3 (CBZ)
AREA #|| RT AREA #{l RT #|| AREA #|| RT #
24 Hour Standard 389338 9.06 1826864 10.98 976639 15.81
Upper Limit 545073 9.39 2557610 11.31 1367295 16.14
Lower Limit 233603 8.73 1096118 10.65 585983 15.48
Client Sample ID
Method Blank 375172 9.04 1753352 10.97 936468 15.81
Lab Control Sample 358586 9.06 1692661 10.99 929740 15.81
Duplicate Lab Control Sample 368498 9.06 1725506 10.99 950768 15.81
WDI-VW42-AMB-9-26-07 351222 9.04 1643002 10.98 893386 15.81
WDI-VW42-D-9-26-07 362075 9.05 1705874 10.98 929810 15.81
WDI-VW51-D-9-26-07 387028 9.05 1706642 10.99 1121535 15.81
WDI-VW51-D-9-26-07 (Lab Duplicate) 398104 9.05 1767647 10.99 1150259 15.82
WDI-VW34-1-9-26-07 395191 9.05 1848063 10.98 992315 15.81
WDI-VW34-D-9-26-07 379229 9.05 1784432 10.98 969920 5.81
WDI-VW42-S-9-26-07 375948 9.05 1799912 10.98 976231 15.81
IS1 (BCM) = Bromochloromethane
1S2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.
Verified by: Lo Date: 10lzilo7 1 42
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02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1
Client: TRC
Client Project ID: WDI CAS Project ID: P2703043
Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified

Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS9 Lab File ID: 100900701.D

Analyst: Wida Ang Date Analyzed: 10/09/07

Sampling Media: Summa Canister(s) Time Analyzed: 09:25

Test Notes:

IS1 (BCM) 1S2 (DFB) 1S3 (CBZ)
AREA #|| RT #| AREA #| RT #|| AREA #|| RT #

24 Hour Standard 414244 9.06 1909912 10.99 1025357 15.81
Upper Limit 579942 9.39 2673877 11.32 1435500 16.14
Lower Limit 248546 8.73 1145947 10.66 615214 15.48
Client Sample ID
Method Blank 383321 9.04 1792147 10.97 960949 15.81
Lab Control Sample 350772 9.06 1641470 10.99 915266 15.81
Duplicate Lab Control Sample 353353 9.06 1645545 10.99 917976 15.81
WDI-VW51-DAC-9-26-07 376876 9.04 1668386 10.99 1112668 15.81
WDI-VW51-DAC-9-26-07 (Lab Duplicate) 388720 9.05 1709426 10.99 1126748 15.82
WDI-VW30-1-9-26-07 389452 9.05 1821459 10.98 994648 15.81

IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-d5

AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT

# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.

03043VOA.SC1 - ISS (4)
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23

8/26/07 12:21

09250723.D

CAS QC CAN/COA/FC (1000mi)

, Date/Time | File Name Sampie ID Misc Info Operator | Vial Comment |
1| oms078:15 | 09250701.D 5ng TO-15 CCV STD §20-08100701/515-08240709 WAEM 1 e
2| o507 9:14 | 09250702.D 5ng TO-15 GCV STD $20-09100701/515-08240713 WAEM 1 T
3 | 9/2507 10:08 | 09250703.D Blank (100m1) §20-09100701 WA/EM I N S -
4| 9/25107 10:46 | 09250704.D CAS QC GAN (1000ml) ACO1408 waEM | 13 f;r <5 T
5| 9/25/07 11:37 | 09250705.0 CAS QC CAN (1000m) AC00208 waEM | 14 | fas ST
6| ©/250712:37 | 09250706.D 0.ing std check $20-09100701/520-09250706 WAEM | 16 T
7 | 92507 13:32 | 09250707.D 0.5ng std check §20-09100701/S2009250708 WA/EM 1 T
8 | 9/2507 14:31 | 09250708.D 0.5ng std check §20-09100701/82008250710 WA/EM 1 T
9| 9/2507 1506 | 09250709.D 25ng std check $20-09100701/52009250712 WAEM 1 -
10| /2507 15:57 | 09250710.D 26ng TO-15 BFB 520-09100701 WAEM 1| Pres T
11| 9/25/07 16:32 | 08250711.D 0.1ng TO-15 ICAL STD $20-09100701/520-09250706 WAEM | 16 }AfriL f,’}gfg‘;}f%w PA“C 3
12| 9/25/07 17:07 | 09250712.D 0.5ng TO-15 ICAL STD $20-08100701/820-09250710 WA/EM 1 E’If;?)’f:gﬁ{ [= Etng af” el - ‘;&mf 2
13| 9/25/07 17:42 | 09250713.0 1.0ng TO-15 ICAL STD §20-08100701/820-09250710 WAEM 1 /p fm} 'M)L#ua,( Mz{rﬁmgum
14| 9/25/07 18:16 | 09250714.D 5.0ng TO-15 ICAL STD $20-09100701/520-09250710 WAEM 1 f\;f/ggﬁ i ;\L; ‘?ﬁfﬁf’,ﬁfm
15| ©/25/07 18:51 | 09250715.0 25ng TO-15 ICAL STD $20-08100701/520-09250712 WA/EM 1 inv— Cotmng, Brupotem | DBCP.
16| 9/25/07 19:26 | 09250716.D 50ng TO-15 ICAL STD 520-09100701/520-09250712 WA/EM 1 \"‘7;’”““@ Feetone , T
17| 9/25/07 20:01 | 09250717.D 100ng TO-15 ICAL STD 520-08100701/520-08250712 WAEM 1 ) Guod 1AL Ri8oieso7. M T
18| ©/26/078:34 | 09250718.D 25ng TO-15 ICV STD 520-09100701/520-09250718 waem | 2 |{ase File o
19| oi28/07 915 | 09250718.0 25ng TO-15 ICV STD $20-09100701/520-00250718 | WAEM | 2 |fass el coylds T
20| o/26007 9:57 | 09250720.D 25ng LCS STD check $20-09100701/520-08250718 WAEM 2 T
i21] 9/26/07 11:03 | 09250721.D CAS QC CAN/COAFC (1000m1) SC00B45/6V-5-132/AVG00357 | WAEM | 13 [Tmiledd T
22| 9/28/07 11:41 | 09250722.D CAS QC CAN/COAFC (1000mi) SCO0838/6V-.5-138/AVG00397 | WAEM | 14 ‘f T
SCO0865/6Y-.5-175/AVG00091 WAEM | 15 {57,:5 s o
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T Date/Time | File Name Sample ID Misc Info Operator “\Tieiﬂ Comment
i 10/5/07 7:46 | 10050701.0 Blank $20-08270703 WA 1
2| 10/507 9:32 | 10080702.D 25ng TO-15 CCV STD $20-09270703/S20-09260708 WA 1 N }'(/fv_‘, _;;\<‘: <
o 3| 10/5/07 9:34 | 10050703.D | 25ng TO-15 CCV . 8TD $20-09270703/S20-09260708 WA 1 §
o 4 | 10/5/07 10:10 | 10050704.D 25ng TO-15 CCV STD $20-09270703/S20-10030704 WA 1 l7
) 5 | 10/5/07 10:55 | 10080705.D 5ng TO-15 CCV 8TD $20-09270703/S20-09250710 WA 4 g:@mﬁ;)’ at
16 | 10507 19:32 | 10050706.D 5ng TO-15 CCV STD $20-00270703/520-09250710 WA 4 //‘;@W Lirwakil,
) 7 | 10507 12:12 | 10050707.D TO-15 Method Blank (1000mi} $20-09270703 WA 1 ’T)Z?{/,«/:
N 8 | 10/5/07 12:48 | 10050708.D 25ng TO-15 LCS STD $20-09270703/520-08250718 WA 16 /bﬂ ,’)«5
"o | ossio7 13:25 | 10050709.0 25ng TO-15 LCSD 8TD $20-09270703/820-09250718 WA 16 “«@ﬁs,’w{
B 10| 10/5/07 14:46 | 10050710.D P2703066-001 (1000ml} WA 5 i
141 10/5/07 15:27 | 10050711.D P2703066-002 (1000ml) WA 8
12| 1015007 16:08 | 10050712.D P2703066-002 DUP(1000ml) WA 6 i | 5:%‘
o 13| 10/5/07 18:53 | 10050713.D P2703068-003 (1000m}} WA 7 f
o 14| 10/5/07 17:34 | 10050714.D E2703066-004 (1000mi} WA 8
o 15| 10/5/07 18:15 | 10050715.D0 P2703066-005 (1000mt) WA 9
o 161 10/5/07 18:56 | 10050716.D P2703066-006 (1000mi) WA 10
17| 10/5/07 19:36 | 10050717.D P2703066-007 (1000mi) WA 11
18| 10/5/07 20:17 | 10050718.D0 P2763066-008 (1000mi) WA 12
10/5/07 20:58 | 10050719.D P2703066-009 (1000mi) WA 13 —
"""""""" 20| 10/5/07 21:39 | 10050720.D P2703086-010 (1000ml} WA 14
o 211 10/5/07 22:19 | 10050721.D P2703066-011 (1000mf) WA 15
B 22| 10/5/07 23:00 | 10050722.D P2703068-012 (1000ml) WA 3
23| 10/5/07 23:36 | 10050723.D 25ng TO15 CCV §TD $20-09270703/S20-10030704 WA 1
o l 24| 10/6/07 0:12 | 10050724.D 25ng BFB STD $20-08270703 WA 1
T 25| 10/6/07 0:49 | 10050725.0 0.1ng TO-15 ICAL STD $20-05270703/S20-08250706 WA 2 ~
26| 10/6/07 1:25 | 10060726.D 0.5ng TO-15 ICAL STD §20-08270703/520-09250710 WA 1 Q(
o 27| 10/6/07 2:01 | 10050727.D 1.0ng TO-15 ICAL STD $20-09270703/520-08250710 WA 1 ‘i
" 128 10iei07 2:37 | 100507280 5.0ng TO-15 ICAL 8TD §20-08270703/520-09250710 WA 1 {/Z)Cz*,iﬂ) Aet]
291 10/6/07 3:13 | 10050728.D0 26ng TO-15 ICAL STD §20-08270703/S20-10030704 WA 1 \i o
30| 10/6/07 3:50 | 10050730.0 50ng TC-15 ICAL STD $20-08270703/520-10030704 WA 1 '
) 34| 10/6/07 4:26 | 10050731.D0 100ng TO-15 ICAL STD $20-09270703/520-10030704 WA 1
32| 10/6/07 5:02 100501732.D 25ng TO-15 1CV 87D $20-09270703/520-08250718 WA 16
33| 10/6/07 10:14 | 10050733.D 25ng TO-151CV 8TD $20-08270703/$20-10020704 WA 16
34| 10/6/07 10:56 | 10050734.D 25ng T9;15 iC}/ STD $20-09270703/820-10020704 WA
351 10/6/07 11:46 | 10050735.D0 25 ,u,é‘ln&mm 520-09270703/82()-092507@9 WA
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a Egte/Time File Name Sample 1D o M|5(Z1An~fo Operator | Vial Comment
- 30/5/07 5:09 | 10050701.D 25ng TO-15 CCV STD 520-09260712/520-09250712 weEm | 1| e )
T amio7 541 | 100507020 TO-15 Method Blank (1000mi) $20-09260712 WAEM | 1 i
p Tl rsi07 742 | 100507030 1ng RL Check $20-09260712/520-08260711 WAEM | 1| (g T o )
- T 4] qwso7 27 | 100507040 P2702959-002 (250mi) u WA/EM 8
N s | qorsi07 202 | 100507050 25ng TO-15 LCS STD $20-09260712/520-09250702 waem |3 | Pags
16| 10s079:37 | 100507060 25ng TO-15 LCSD STD §2000260712/520-00260702 | waEM | 3 | |, o
) T 7 torm07 1025 | 100507070 P2703043-003 (4.0r) TRC WDIVW30-D-626-07 04.37)| WAEM | 1 | (e Tile T -
T 8 | 10/5/07 11:00 | 10050708.0 P2703043-003 (10.0mi) TRC WDI-VW30-D-6-26-07 (0.4,3.7)] WA/EM 1 T
7 ) {9 | 1055007 11:35 | 10050709.0 P2703043-003 dup (10.0m1) TRC WDI-VW30-D-8-26-07 (0.43.7)| WAEM | 1 I8 arg Lah D‘;P .
- T [0 vo/s07 12:13 | 100507100 P2703043-001 (1000mi) TRC WDI-VW30-5-9-26-07 (-3.2,3.5)| WA/EM 3 T
) 11] 10/5/07 12:59 | 10080711.0 P2703043-005 (0.6mi) TRC WDIVW514-9-26-07 (3.1.3.6)| WAEM | 1 | (cuse, TFile )
121 10/5/07 1334 | 10050712.D P2703043-004 (100ml) TRC WDI-VW51-5-0-26-07 (-2.4.3.5)] WAEM | 5 | T
13| 10/507 14115 | 10050713.0 ' P2703043-004 (1000mi) TRC WDI-VW51-5-6-26-07 (-2.4,3.5)] WAEM | 5 T
- 141 10/5/07 14:50 | 10050714.0 ing TO-15 CRAL 520-089260712/520-00260711 | WA/EM | 1 I
15| 10/5/07 15:35 | 10050715.0 Los Check $20-00260712/520-10020708 | WAEM | 2 -
; 16] 1075107 16:10 | 10050716.0 25ng TO-15 GOV STD §20-09260712/520-09250712 | WAEM | 1 | PAsC o
- T 147] 1055007 17:07 | 100507170 TG-15 Method Blank (1000mI) $20-09260712 WAEM | 2 T
o 18| 10/5/07 17:42 | 10080718.0 1ng TO-15 CRQL 520-09260712/S20-08260711 WAEM | 1 T )
19| 10/5/07 18:18 | 10050719.0 25ng TO-15 LCS STD $20-09260712/520-10020703 WAEM | 2
o 20| 10/5/07 18:53 | 10050720.D 25ng TO-15 LCSD STD $20-09260712/520-10020703 WAEM | 2 |
24 [ 10/5/07 19:28 | 10050721.0 Blank (100mi) waen | 1|\ T
22| 10/5/07 20:07 | 10050722.0 P2702850-007 (800m() TROWDI-VW56-5-9-23-07 (-2.8.3.6)] WAEM | 3 "\\ Mot I
o 23| 10/5/07 20:85 | 10050723.0 P2702950-008 (1000m1) TRCWDIVW56--9-23-07 (-3.4,3.6) | WAEM | 5 Nsed | T
o ‘ "2a| 10/5/07 2142 | 10050724.0 P2702950-008 (1000mi) TRCWDIVWEG-D-0-23-07 (-2.5,3.6)| WAEM | 8 / T
25| 10/5/07 22:37 | 10050725.0 P2702950-010 (1000mi) TROWDIVW31-5-6-23-07 (-3.6,2.5)] WAEM | 10 { T
26| 10/5/07 23:18 | 10050726.0 P2702950-011 (1000ml) TRCWDIVW31-D-8-23-07 (-3.1,3.6)| WAEM | 11 \
B "27| 10/5/07 22:56 | 10050727.0 P2703043-008 (1000ml) TRCWDI-VW34-5-9-26-07 (-3.6,3.6)| WAEM | 14 T
) ‘“ 28] 10/6/07 0:35 | 10050728.0 P2703043-008 dup (1000m1) TRCWDI-VW34-5-9-26-07 (-3.6,3.6) WAEM | 14
o i 28| 10/6/07 111 | 10050729.0 P2703043-005 (50mi) TRC WDI-VW51-1-9-26-07 (-3.1,3.6)| WA/EM | 16 T
- " 30| 1006007 146 | 100507300 P2703043-005 dup (50mI) TRC WDIVW51-1.9-26-07 (-3.1,3.6)| WAEM | 16 B ’
rrrrrrrrrrr - N oo 22r [ roosoraio Blank (200mi) WAEM | -
B 32| 10/6007 256 | 10050732.0 25ng TO-15 CCV STD $20-09260712/520-09250712 waEM |1 | T
o 33| 10/8/07 3:31 | 10050732.0 Blank (100mi) WAEM | 1 / -
%:,, _;ﬁ |34 108007 7:04_| 100807340 | Bk i (100mi) waem | 1 |/ T
S — S
e Date/Time | File Name Sample ID Misc Info Operator | Vial Comment
e | 7| 10/6007739 | 100807010 25ng TO-15 CCV STD §20-09260712/520-09250712 WAEM | 1 Pg 0
| 2| 10m07817 | 100807020 TO-15 Method Blank (1000mI) 520-08260712 waeM | 1| PSS k
|3 1007858 | 100607030 ing TO-15 CRQL $20-09260712/520-092607 11 waem |1 | Qe Rl
e |4 108707 9:33 | 10060704.0 25ng TO-15 LCS STD 520-09260712/820-08260711 WA/EM 1ol Pass jexcept %ﬁqM(ng‘dZ/
__________ ~__ |5 10807 10:08 | 10060705.0 25ng TO-15 LCSD STD $20-08260712/S20-10020703 waem | o2 | ¢
77777 | 8| 10807 10:44 | 100807060 ing CRQL STD waen |1 | Case, Rl '
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" ‘ Date/Time | File Name Sampie ID Misc Info ‘ Operator
7 | 10/8/07 1124 | 10060707.D P2702950-007 (800mi) TRC WDLVWS6-5-8-23-07 (-2.8.3.6) (-2.00.0))  WAJEM
Cg | 10/6/07 12:08 | 10080708.D P2702950-008 (1000m}) TRC WDI-VW56-1-6-23-07 (-3.4,3.8) (-6.1,0.0)]  WA/EM 5
¢ | 10/6/07 12:50 | 10080708.D P2702950-009 (1000mi) TRC WDI-VWES-0-8-23-07 (-2.5,3.6) (-4.9.0.0)}  WA/EM 8
101 10/6/07 13:34 | 10060710.D P2702950-010 (1000ml) TRC WDI-VW31-5-6-23-07 (-3.6,3.5)(-6.6.0.0)f  WA/EM 10
141 10/6/07 14:16 | 10060711.D P2702950-011 (1000ml) TRC WDI-YW31-D-8-23-07 (-3.1,3.6)(-2.8,0.0)|  WA/EM 11
12| 10/6/07 15:03 | 10060712.D P2703043-008 (1000mf) TRC WDI-VW34-5-9-26-07 (-3.6,3.6)) WA/EM 14
13 10/6/07 15:38 | 10060713.D P2703043-005 (50ml) TRC WDI-VW51-1-9-26-07 (-3.1,3.6)}| WA/EM 12
14| 10/6/07 16113 | 10080714.D P2703043-005 dup (50ml) TRC WDI-VW51--6-26-07 (-3.1,3.6) | WA/EM 12| s s (E-&;} o
15| 10/6/07 16:48 | 10080715.0 Blank (200mi) WA/EM 1 !
16| 10/6/07 17:23 | 10060716.D 1ng CRQL 8TD $20-09260712/320-082607 11 WA/EM 1 :
7 10/6/07 17:58 | 10060717.D 25ng TO-15 CCV STD $20-08260712/820-09250712 WA/EM 1 -
fh18 10/6/07 18:33 | 10080718.D 5ng CRQL STD $20-08260712/520-09250712 WA/EM 1 i
19| 10/6/07 1911 | 10080718.0 P2702961-017 (700mt) : WAEM 4 ‘ -
20| 10/6/07 16:46 | 10060720.D P2702061-023 (500ml) WA/EM 6 |
211 10/6/07 20:24 | 10060721.D P2702961-027 (1000ml) WA/EM e ¢ T
| 221 10/68/07 20:59 | 10060722.D P2702961-026 dil (100ml) WAEM 2
23| 10/8/07 21:34 | 10060723.D P2702961-029 dit (200ml) WAEM 13 [’“\\1" ) o
24| 10/8/07 22:09 | 10080724.D P2702961-038 (15mi) WA/EM 15 | {nge 7 o
251 10/6/07 22:45 | 10060725.D P2702951-039 (25ml) WAEM 16 o
26| 10/6/07 23:20 | 10060726.0 blank WA/EM 1 o
27| 10/6/07 22:55 1ng RL check WA/EM 1 o )

10060727.D
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vw Date/Time WFLI'eName 1 Sample 1D Misc info Operator | vial Comment
1 10//07 £:08 | 10080701 D\ 28ng TO-15 CCV STD $20-09270703/$20-10030704 WA 1
10/8/07 8:56 | 10080702.0 TO-15 Method Blank (1000mi) $20-08270703 WA il
10/8/07 9:43 | 10080703.0 25ng TO-15 LCS STD $20-09270703/520-08250719 WA 2
) E 10080704.0 25ng TO-15 LCSD STD $20-09270703/320-092507 19 WA 2
2 l 10080705.0 ing TO-15 CRQL STO $20-09270703/$20-09250710 WA 1
10/8/07 12:53 | 10080706.D P2703043-013 (1000mi) TRC WDLVW42-AMB-9-26-07 (-3.8,3.6) WA 3
10080707.D ©2703043-012 {1000ml) TRC WDI-VW42-0D-8-26-07 (-4.2.3.5) WA 5
10080708.0 P2703043-008 (3ml) TRC WDI-VW51-D-8-26-07 (-2.6,3.5) WA 4
31 10080709.D pP2703043-006 (50mi) TRC WDI-VW51-D-9-26-07 (-2.6,3.5) WA 6
‘ 10080710.0 P2703043-006 DUP(50mI) TRC WDI-VW51-D-9-26-07 (-2.6,3.5) WA 6
10080711.0 l P2703043-009 (1000mi) TRC WDI-VW34-1-9-26-07 (-3.8,3.8) WA 8 {
\ 12| 1068007 17:41 | 100807120 P2703043-010 (1000ml} TRC WDI-VW34-D-8-26-07 {-3.8.3.6) WA g
1 x—; 10/8/07 181 ”‘ 10080713.0 ‘ P2703043-011 (1000mi) TRC WDI-VW42-8-0-26-07 (-3,6,3.5) WA 10
14| 10/8/07 18:58 10080714.0 25ng TO-15 CCV (CLOSING) $20-09270703/320-10030704 WA 1
Date/Time | File Name ‘ Sample 1D Misc Info Operator | Vial Comment
bq 10090701.0 28ng TO-15 CCV STD 820-09270703/820-10030704 SC 1
10/9/07 10:23 10090702.D TO-15 Method Blank (1000ml) $20-09270703 SC 1
10/9/07 11:10 10090703.0 \ 1ng TO-15 CRAL STD $20-09270703/520-09250710 SC 1
10/9/07 11:49‘ TOOQO?OL&.D‘ 25ng TO-15 LCS STD $20-09270703/S20-0926071¢ sSC 16
5.1 10/9/07 12:25 t 10090705’D[ 25ng TO-15 LCSD STD 520~09270703/520~09250719 sSC 16
6 | 10/9/07 13:54 ‘ 10080706.0 P2703043-007 (50ml) TRC WORVW51-DAC-9-26-07 {(-2.5,3.5) SC 7
7 10/5/07 1431 | 10090707.D P2703043-007 DUP(50mI) TRC WDIVW51-DAC-8-28-07 (-2.5.3.5) sC 7
] 10/9/07 1514 | 10090708.D P2703043-002 {25mi) TRC WD!-VW30-1-9-28-07 (-2.6.3.5) sC 8
m 25ng TO-15 CCV (CLOSING) 1 $20-09270703/520-10030704 SC 1
N ‘ 5

P2703066-001 (1000ml)

6:58

o

woogomo\

r

10090711.D P2703065-002 (1000mb)

10/9/07 17:37

10/9/07 18217 | 100907120 £2703065-003 (1000m1) 5 \
10/10/07 8:5;";(;55.7»6‘15 25ng TO-15 CCV s 520—095?0%03/520-1odvé‘o;or T s 1 Fle
10/16/07 9:33 | 10100702.D 25ng TO-15 CCV STD $20-09270703/320-10030704 sC 1
10/10/07 10:35{ 16100703.D CAS CAN QC 5C00025 el 6
10/10/07 1111 1{ 10100704.D 1ng TO-15 CRQL STD $20-08270703/520-09250710 e 1
10110107 12:01\ 10100705.D 1 25ng TO-15 LCS STD $20-09270703/520-09250719 sC 16 [
410/10/07 12:46| 10100708.D 25ng TO-15 LCSD STD $20-09270703/520-09250719 sC 6 ,,
10/10/07 13 471 10100707.0 P2703044-014 (1000mi) | RC WOIVW-BLANKS-9-27-07 (-14.5,5.3) sC 2 il
10/40/07 14:29] 10100708.D P2702044-014 DUP(1000m1) 1mc WDI-VW-BLANKS-8-27-07 (-14.5.6.3) sC 2
25ng TO-15 CCV (CLOSING) l $20-09270703/520-10030704 sC 1
5ng TO-15 CHECK STD $20-09270703/520-09250710 sC 1
P2703076-010 (50mi) ree ) sC 14
£2703076-005 (200ml)
P2703076-005 (50mi)
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Columbia Analytical Services, Inc.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION

Quality Control Results:
Quality Control Batch ID:
Quality Control Analyzed:
Cleaned:

SC00659
SC00425
SC00598
SC00061
SC00570
SC00188
SC00239
SC00673
SC00938
SC00182

Container IDs

14-Sep-07
13-Sep-07

Quality Control Analyzed on Container: SC00938
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Columbia Analytical Services, Inc.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07387
Quality Control Analyzed: 06-Aug-07
Cleaned: 23-Jul-07

Container IDs
SC00150
SC00180
SC00232
SC00871
SC00688
SC00891
SC00956
SC00100
SC00645
SC00919

Quality Control Analyzed on Container: SC00100
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Columbia Analytical Services, Inc.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07458
Quality Control Analyzed: 22-Aug-07
Cleaned: 14-Aug-07

Quality Control Analyzed on Container: sc00317

Container IDs

SC00879
SC00438
SC00294
SC00374
SC00669
SC00050
SC00103
SC00058
SC00565
SC00317
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= Columbia Analytical Services, Inc.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION

Quality Control Results:
Quality Control Batch ID:
Quality Control Analyzed:
Cleaned:

Container IDs
SC00578
SC00441
SC00217
SC00526
SC00067
SC00651
SC00291
SC00515
SC00910
SC00105

PASS
07532
13-Sep-07
06-Sep-07

Quality Control Analyzed on Container: SC00291
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Columbia Analytical Services, Inec.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Contrel Batch ID: 07543
Quality Control Analyzed: 13-Sep-07
Cleaned: 08-Sep-07

SC00054
SC00848
SC00626
SC00372
SC00060
SC00002
SC00030
SC00420
SC00071
SC00628

Container 1Ds

Quality Control Analyzed on Container: SC00628
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Columbia Analytical Services, Inc.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07419
Quality Control Analyzed: 02-Aug-07
Cleaned: 01-Aug-07

Quality Control Analyzed on Container: SC00305

Container IDs

SC00305
SC00040
SC00151
SC00803
SC00745
SC00349
SC00647
SC00781
SC00616
SC00347
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Columbia Analytical Services, Inc.
Air Quality Laboratory
A\ An Employee Owned Company

QC CERTIFICATION

Quality Control Results:
Quality Control Batch ID:
Quality Control Analyzed:
Cleaned:

SC00122
SC00746
SC00718
SC00464
SC00648
SC00573
SC00826
SC00637
SC00159
SC00109

Container IDs

PASS
07424
17-Sep-07
02-Aug-07

Quality Control Analyzed on Container: SC00648
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Columbia Analytical Services, Inec.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07573
Quality Control Analyzed: 19-Sep-07
Cleaned: 17-Sep-07

Quality Control Analyzed on Container: SC00617

Container IDs
SC00672
SC00617
SC00530
SC00069
SC00606
SC00514
SC00674
SC00933
SC00377
SC00198

156



Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: TRC Work order: P2703043
Project: WDI
Sample(s) received on:  10/01/07 Date opened: 10/01/07 ‘by: MZ

Note: This form is used for all samples received by CAS. The use of this form for custody seals is strictly meant to indicate presence/absence and not as an indication of

compliance or nonconformity. Thermal preservation and pH will only be evaluated either at the request of the client or as required by the method/SOP.

Yes No NA

1 Were sample containers properly marked with client sample ID? O O
2 Did sample containers arrive in good condition? O O
3 Were chain-of-custody papers used and filled out? O O
4 Did sample container labels and/or tags agree with custody papers? O O
5 Was sample volume received adequate for analysis? O O
6  Are samples within specified holding times? O O
7 Was proper temperature (thermal preservation) of cooler at receipt adhered to? O O
Cooler Temperature NA °C
Blank Temperature NA °C
8 Were custody seals on outside of cooler/Box?
Location of seal(s)? Sealing Lid?

Were signature and date included?
Were seals intact?
Were custody seals on outside of sampie container?
Location of seal(s)? Sealing Lid?
Were signature and date included?

Were seals intact?
9 Is pH (acid) preservation necessary, according to method/SOP or Client specified information?
Is there a client indication that the submitted samples are pH (acid) preserved?
Were VOA vials checked for presence/absence of air bubbles?
Does the client/method/SOP require that the analyst check the sample pH and if necessary alter it?
10 Tubes: Are the tubes capped and intact?
Do they contain moisture?
11 Badges: Are the badges properly capped and intact?
Are dual bed badges separated and individually capped and intact?

OOoOoo0oooooDoOooROoOOOR

OOooo0o0o00Ooo0o00oo0ooooag
MNXKKKEKKXXOKK KO

P2703043-001 NA
P2703043-002 NA
P2703043-003 NA
P2703043-004 NA
P2703043-005 NA
P2703043-006 NA
P2703043-007 : NA
P2703043-008 NA
P2703043-009 NA
P2703043-010 NA

Explain any discrepancies: (include lab sample ID numbers):

dl
(&) ]
=

703043SR XLS - cooler - Page 1 of 2 10/02/07 2:41 PM



Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: TRC Work order: P2703043
Project: WDI
Sample(s) received on: ~ 10/01/07 Date opened: 10/01/07 by: MZ

P2703043-011 NA
P2703043-012 NA
P2703043-013 NA
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